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FOREWORD 


Development and improvement of measurement techinques for 
the characterization of materials is a prime responsibility of the 
Institute for Materials Research of the National Bureau of Stand- 
ards. The Institute carries out this responsibility by serving as a 
focal point for the development of measurement methodology and 
by encouraging the dissemination of relevant information. 

The seminar ‘Quantitative Electron Probe Microanalysis”’ 
held June 12—13, 1967 and documented by this book is typical of 
meetings held by the Institute at the National Bureau of Standards 
to examine critically an important area of measurement related to 
materials. In this seminar groups of experts were invited to bring 
the latest thinking to bear on a problem area of basic importance to 
materials science. 

Kurt F. J. Heinrich of our staff was chairman of the seminar. 
Some 25 participants from the United States and five other countries 
were in attendance. Papers were submitted in advance by the 
participants to form a basis for discussion. These papers, with 
some revisions after the seminar, constitute the subject matter 
of this book. Those interested in the refinement of quantitative 
measurement in this fruitful field of microanalysis will find this 
book to be relevant and quite informative. 


John D. Hoffman, Director 
Institute for Materials Research. 


PREFACE 


Electron probe microanalysis is extensively used as a research 
tool in a wide range of scientific disciplines, including metallurgy, 
solid state physics, mineralogy, and biology. Scientists in several 
laboratories at locations distributed over the world are seeking to 
improve our knowledge of the physical bases and the quantitative 
aspects of this analytical technique. To stimulate this research, 
it is important to establish and maintain free interchange of ideas 
among the investigators. It is equally important to render the 
results of the research activity accessible to those whose interest 
in microprobe analysis is more recent or incidental. 

To provide the necessary means of communication among 
investigators of quantitative electron probe microanalysis, a 
seminar on this subject was held at the National Bureau of Standards, 
Gaithersburg, Maryland, in June 1967. The aims and attainments 
of the seminar are described in some detail by L. S. Birks in the 
Introduction. To assist in the discussion, several participants 
prepared papers in advance on those aspects of quantitative 
analysis which were of particular interest to them. This book 
consists of the discussion papers, brought up-to-date after the 
seminar by the authors and the editor. We have also included a 
paper by Professor I. B. Borovskii and V. I. Rydnik, who were not 
participants in the seminar. Professor Borovskii visited our 
Institute a few days after the seminar, and he agreed to contribute 
this paper which was translated into English at the National Bureau 
of Standards. 

In view of the variety of approaches it was logical and desirable 
that several subjects should be discussed, in different ways, by 
more than one author. In order to conserve the originality of the 
contributions, we have endeavored to keep the editorial changes 
(including nomenclature) to a minimum. Whatever consensus 
can be observed is not due to the pressure of the editor but to the 
fact that, at last, an increasing convergence of opinions on the 
subject is taking place. 

We are indebted to Mrs. Rosemary S. Maddock and to her 
co-workers for the editorial assistance which made this book 
possible. We also thank Mrs. Mary Ann Morris Giles who very 
efficiently took care of local arrangements for the seminar and 
participated in the editing of the manuscripts. 
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QUANTITATIVE ELECTRON PROBE 
MICROANALYSIS 


INTRODUCTION 
L. S. BIRKS 


Naval Research Laboratory, 
Washington, D. C. 


A seminar on quantitative Electron Probe Analysis was held at 
the National Bureau of Standards, Gaithersburg, Md., in June 1967. 
About twenty experienced people from six countries were invited 
for two days of extended informal discussions on mathematical 
models for calculations, values of parameters, selection of stand- 
ards, and measuring techniques. Backgrounds and interests of 
the attendees varied from more applied science such as biology, 
metallurgy, and mineralogy to the less applied fields of mathe- 
matics, physics, and chemistry. 

The objective was for the attendees to bring each other up to 
date on the most current attitudes and methods in electron probe 
analysis in the various countries. The approach was to consider 
and discuss questions such as ““Where are we today? Where should 
wé be heading? Which areas of work should be given priority? What 
are the chances of achieving accuracy of 1% for major constituents 
and what improvement in theory or experiment will be necessary to 
achieve such accuracy?” 

Actually, there were no formal presentations made at the seminar 
but the papers in this volume were submitted by several of the 
attendees as background information for the discussions. They vary 
considerably in coverage and approach. Some of them draw to- 
gether previously published work to present a comprehensive re- 
view. Others assess the current situation in an area by considering 
the questions rather than giving answers. Still others suggest new 
concepts or report new measurements. Unfortunately, the printed 
papers cannot recapture the full flavor of the seminar but that would 
not be possible even with a direct transcript of the discussions. 
Hopefully they will be useful as a guide to the areas covered for 
those interested parties who could not be present at the seminar. 
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In the discussions there was no attempt to reach a consensus in 
any of the subject areas. However, a few remarks may be made on 
general attitudes: 

1. The need for dependable experimental measurements of 
absorption coefficients, fluorescent yields, backscatter coefficients, 
ionization cross-sections and other parameters is becoming more 
critical as more workers come to rely on calculation methods for 
quantitative analysis. 

2. It may be necessary to go back to the physical models and 
examine such fundamental concepts as electron retardation to make 
sure the forms and values used are really applicable to electron 
probe analysis and to estimate what kinds of errors have been 
introduced by which approximations. 

3. There are continuing needs for approximate calculation 
methods which can be performed with slide rules or desk calculators 
as well as for more elaborate computer programs. Attempts should 
be made to predict limits of accuracy of the approximate methods by 
comparison with the more elaborate calculations for some well 
chosen types of specimens. 

4. Fluorescence by the continuum has been improperly over- 
looked or neglected in cases such as Cu-Au where it may change 
the calculated composition by three to five percent of the amount 
present. Present computer programs make calculation of the 
continuum fluorescence feasible when large differences in atomic 
number of the components indicate it cannot be neglected. 

5. Preparation and testing of comparison standards, both homo- 
geneous and inhomogeneous, should be pursued vigorously to 
augment and verify the mathematical calculation methods. 

6. Valence state and absorption fine structure are of increasing 
importance in quantitative anaNcis of low atomic number specimens 
such as biologicals. Parameters for such specimens are more 
uncertain than for metals and minerals but fortunately the 
acceptable limits of error in quantitative analysis of biologicals are 
even less stringent. It would be of great interest to investigate if the 
valence state in compounds of interest remains unchanged when the 
specimen is bombarded by electrons. 

Because of the varied interests of the participants, one of the 
original objectives was not reached or even approached. That is, 
there was no agreement on any kind of priority list of problems to be 
attacked. The mathematicians left still feeling that setting up more 


QUANTITATIVE ELECTRON PROBE 
MICROANALYSIS: A PROGRESS REPORT 


KURT F. J. HEINRICH 


Spectrochemical Analysis Section, Analytical Chemistry Division, 
National Bureau of Standards 


I. Introduction 


Since the appearance of the first publications of Castaing i ey 
electron probe microanalysis has been applied to an ever increasing 
variety of specimens. The energy range of x-rays used in this 
technique has also been extended considerably. In this process 
many difficulties arose in the quantitative determination of the 
specimen composition. Hence, many investigators have spent great 
efforts to render quantitative microprobe analysis more effective. 
We hope that the present NBS publication will give the reader a 
balanced view of the present state of art as well as of the areas in 
which further investigations are required. 

Solutions to the present problems are sought by a concerted 
attack from both the theoretical and the empirical points of view. 
Neither of these viewpoints is at present entirely satisfactory. 
Theory does not as yet describe unequivocally the electron-target 
interaction — and the subsequent x-ray emission — with the 
accuracy required for quantitative analysis. Hence, empirical 
adjustments are necessary to make models agree with the 
experiments. On the other hand, a fully empirical treatment of the 
problem is impractical in view of the excessive number of factors 
affecting the intensity of x-ray emission from a complex target. The 
lack of a sufficient number of reliable standards further hampers the 
testing of proposed procedures. However, in view of the progress 
made in recent years, it can be expected that, with a sustained effort, 
the remaining gap between theory and experiment will be rapidly 
closed. 

It should not go unmentioned that much valuable information can 
be obtained in practice through qualitative and semiquantitative 
analysis, in particular by applying scanning techniques. This area 
has been reviewed elsewhere [3] and will not be considered here. 
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II. Theory of Quantitative Analysis 


Quantitation is based upon the comparison of primary 
characteristic x-ray intensities emitted from the specimen and the 
standard, respectively. To predict these intensities, we must know 
the ratio of the x-ray intensities produced within the specimen and 
the standard, respectively, as well as the distributions with depth of 
the x-ray generation. Since the ionization cross-sections of the 
atomic levels producing the x-ray photons of interest vary with the 
energy of the exciting electrons, a workable theory of microprobe 
quantitation must provide, in the first place, a quantitative 
description of the electron fluxes and energy distributions as a 
function of the depth of penetration. (See paper 10, by Murata, 
Shimizu and Shinoda.) Diverse aspects of this problem are con- 
sidered in the communications included in this volume. It is cus- 
tomary to treat separately the variation of intensities generated 
within the specimen as a function of target composition (atomic 
number effect). This subject is treated in detail in the papers 3 to 10. 
The knowledge of the emission distribution in depth permits, in 
turn, calculating of the attenuation of the emerging radiation. 
Therefore (see Philibert, paper 3), we submit the measured emerging 
intensity ratios to an “absorption correction” and to an “atomic 
number correction’. However, as pointed out by Brown (paper 6), 
this approach, involving two separate corrections to the primary 
intensities, might not be necessary in future procedures. 

Besides the primary characteristic radiation, the specimen also 
emits fluorescent radiation, which may have been excited by both 
characteristic radiation of other elements and by continuous 
radiation (Bremsstrahlung). The theory of correction for 
fluorescence excited by characteristic rays [1, 4] is fairly well 
known and generally applied although further critical experiments in 
this area are desirable. The excitation by continuous radiation, 
however, is far more complex [5]. Since the need for correcting for 
this effect is now becoming more apparent, its discussion by J. 
H€noc (paper 12) is a welcome contribution to this publication. 

The continuous radiation falling within the spectrometer 
acceptance is part of the background which must be subtracted from 
the measured intensities. Philibert (paper 3) suggests that care must 
be taken in determining the appropriate background level. Critical 
studies in this area would also be useful. 
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III. Experimental Support 
A. TEST ANALYSES 


While many investigators have published the results of analyses of 
presumably well characterized test specimens, Poole and Thomas 
[6, 7] were the first to critically evaluate the effectiveness of diverse 
proposed correction procedures, using a large number of 
measurements performed on such specimens by various 
laboratories. This is extended to an even larger number of test 
specimens and procedures in Poole’s present contribution (paper 8). 
Similar error distributions are also included in Duncumb and Reed’s 
paper (paper 9). 

The effective performance of test analyses is a crucial test for any 
proposed analytical procedure; it is difficult, however, to locate 
unequivocally the sources of errors by this method. Ina study of the 
data used by Thomas [6], Heinrich [8] showed evidence that the 
most serious failures are not due to the atomic number correction. 
There is a strong indication that significant errors in this group can 
be attributed to excessive absorption of x-rays, to fluorescence by 
characteristic lines, and to errors in the chemical analysis of some 
test specimens. To improve the value of such test analyses, standard 
reference materials of tested homogeneity and accurately de- 
termined composition will have to be prepared. 


B. PARTIAL TESTS 


In view of the complexity of the target events it is important to 
provide tests that permit the locating of sources of error in the 
correcuon scheme. To cite a few examples, an electron distribution 
model that fails to predict the correct values of the electron 
backscatter coefficients must be expected to fail to predict the 
correct x-ray production as well. Therefore, the improved 
knowledge of the electron backscatter coefficients [9, 10] permits 
testing such models; an even more sensitive test could be 
established if the energy and angular distributipns of backscattered 
electrons were also redetermined reliably. 

It is interesting to note in this context that some theoretical 
expressions for the electron backscatter coefficient (e.g., Borovskii 
and Rydnik, paper 4) predict a dependence upon the ratio of atomic 
weight to atomic number, while other models do not contain a term 
involving this ratio. The backscatter coefficients determined 
experimentally by Heinrich [10] exhibit such a dependence, in 
qualitative agreement with Borowskii’s prediction (Fig. 1). 
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Figure 1. Electron backscatter coefficients and A/Z ratios for 
elements 22-29. 
a 


The most important partial tests are those involving x-ray 
emission. These include the following experiments: 

a. Determination of the distribution in depth of emitted x-ray 
intensities by the tracer method. Most work in this area concerns 
primary emission [2, 11]; but J. Brown has also studied by this 
technique the depth distribution of fluorescent emission [12]. 
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b. Determination of absorption of emitted x-rays as a function of 
the emergence angle [1, 13]. 

c. Measurement of secondary emission by the undiffused-couple 
method [14, 15]. 

d. Determination of secondary emission caused by the con- 
tinuum, by the aluminum-layer method [2, 5]. 

e. Experimental determination of the backscatter loss [16]. 

f. Measurement of the variation of x-ray emission as a function of 
accelerating voltage [17]. 

These experiments have been indispensable for the establishment 
of methods for correcting electron probe measurements. It must be 
added, however, that the experimental evidence available at present 
is insufficient from both the qualitative and quantitative point of 
view. The results of some attenuation experiments are available 
only in form of graphs difficult to read with the required precision, 
and it is particularly difficult to separate the effects of primary 
emission from those of emission by the continuum. There is no 
experimental evidence to speak of concerning the fluorescence 
excitation of K-lines by L-lines and vice versa, and even the case of 
K-K excitation is not sufficiently documented, so that it is 
impossible to test efficiently the models proposed for this case. 
Moreover, practically all these experiments were performed on pure 
elements, so that the emission from composite targets, observed in 
the microprobe, can only be calculated using untested assumptions.’ 
More, and more precisely executed and documented, experiments 
will have to be performed to provide more solid bases of comparison 
with theoretical speculation. 


IV. Errors of Input Parameters 


The effects of errors in the input parameters for correction models 
have not been fully recognized in the past. An analysis or error 
propagation in the absorption and fluorescence (by characteristic 
lines) corrections was performed recently [18]. This work shows 
that uncertainties in the values of x-ray mass attenuation 
coefficients, of the emergence angle, and of the fluorescent yield can 
seriously impair the accuracy of analysis, even if the model itself is 

1 Furthermore, there is practically no information available concerning the effects 


of electron beams impinging upon the specimen at an angle other than normal; 
hence the theory of analysis with such a geometry is not well founded at the present 


time. 
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satisfactory.” In the case of the absorption correction, such effects 
can be minimized by a careful choice of the conditions of the | 
measurement (i.e., using a high emergence angle and low excitation 
voltages). Similarly, a study of the validity of the assumptions 
frequently used in calculating electron scattering and deceleration is 
still needed. To mention only a few examples, the limitations of 
Bethe’s law, particularly at low electron energies, should be 
investigated, as well as the effects of uncertainties in the ionization 
cross-sections. 

A major difficulty in such investigations is that the necessary 
experiments as a rule require delicate and complex specimen 
preparation techniques, or x-ray instrumentation other than the 
electron probe. The involved expenses in time and money can 
hardly be avoided, however, if the proper balance between theory 
and experiment is to be maintained. 


V. The Application of Electron Probe Microanalysis 


When microprobe analysis is applied to a variety of specimens, we 
find many difficulties not considered in most conventional analytical 
schemes. New problems arise, for instance, with specimens in which 
abrupt concentration changes arise over short distances, such as 
inclusions [14, 15]. This problem has been discussed by Philibert 
(paper 3). Complications may also arise in non-conductive 
specimens, in the analysis of low atomic number elements, and in 
cases where chemical effects upon wavelength spectra (wavelength 
shifts, band-shape changes) become apparent. The analysis of thin 
films has been recently discussed by Hutchins [19] and by Colby 
[20]. 

Critical studies of the effects of specimen preparation were 
published recently by Picklesimer and Hallerman [21] and by 
Yakowitz [22]. Of great interest are also the experiments with 
specimen etching performed by Dérfler et al. [23]. These authors 
show that under carefully controlled conditions light etching of the 
specimen is frequently beneficial, contrary to common belief. 

The analysis of soft biological tissue is a field of great potential 
importance. The special problems of specimen preparation, 
measurement, and interpretation of the results are discussed in the 

? The communication of Nagel and Criss (paper 11) dealing with the uncertainty 


of mass attenuation coefficients in regions near the absorption edges is an important 
contribution in this field. 
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contribution by T. Hall (paper 14). The questions treated by this 
author will also be of interest in the analysis of non-biological 
Organic specimens (plastic material, photographic emulsions, 
textiles, etc.). Another area in which further work is needed is the 
analysis of particulate material, such as mineral powders and 
atmospheric particles. 

The contribution of Dorfler (paper 13) deals with quantitative 
phase analysis of heterogeneous specimens. This is an aspect of 
quantitative analysis which has not been given extensive and 
systematic attention until now. Yet, it offers unsuspected new 
applications of the microprobe to quantitative metallography and to 
analogous phase distribution studies in mineralogy. 

Instrumental developments which are presently under study will 
eventually permit the quantitative characterization of an entire 
specimen area. Such techniques will combine the characteristics of 
quantitative microprobe analysis, of scanning electron probe 
analysis, and of phase analysis. To reach this goal, extensive use of 
digital computers will be made in the programming and evaluation of 
the analytical experiment. While many difficulties still stand in the 
way to this “total microanalysis’, the possibility of such an exciting 
technique should stimulate the investigator in his present efforts. 
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SOME PROBLEMS WITH QUANTITATIVE 
ELECTRON PROBE MICROANALYSIS 


J. PHILIBERT and R. TIXIER 


Research Institute of the French Ferrous Metallurgy (IRSID), 
St. Germain-en-Laye, France 


Abstract 


The main lines of correction calculations are briefly reviewed, 
according to the ZAF scheme—where Z represents the atomic 
number effect, A the absorption, and F the fluorescence. The atomic 
number correction is discussed in detail and its importance in the 
case of thin specimens analysis is emphasized. 


I. Introduction 


Electron probe’ microanalysis has been frequently considered as 
an absolute method, since it gives directly the mass concentration of 
an element A in acomplex target ABC. ..: 


Ci =(I4/I(A)) (1) 


with the usual notation. 

This relation is of course an approximate one, and the first 
question which arises is as follows: what kind of intensities are to be 
considered in relation (1) ? 

A careful distinction has to be made between generated intensities 
and emerging intensities. 

Let us call k, the ratio of intensities of radiations (i.e., Ka) 
generated within both targets (specimen and standard) 


ka = (L4/1(A)) (2) 


The theory has to derive the relation between k, and C4. 
In Castaing’s ‘‘first approximation’, the relationship is simply: 


k,= oF (3) 
while the Castaing ‘“‘second approximation’”’ takes the form 
Qa C A 


2 aj Cj 
J 
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A more exact approximation which may be easily derived, is: 


(R/S) ; 
kK, = specimen (5) 


MS) anand 

R is the ‘“‘backscattering factor” (loss of ionizations due to electron 
backscattering) and S is the “stopping power factor’. Both factors 
depend on the electron retardation law and the ionization cross- 
section of A atoms. Moreover, R depends on the number and 
energy distribution of backscattered electrons. 

The second formula to be derived relates the ratio k, of generated 
intensities to the ratio K$ of the intensities J of the radiation 
emerging from the specimen and entering the spectrometer 


K4 = a/J(A)) (6) 


Two effects contribute to the difference between K9 and k,. First 
of all, radiation is absorbed inside the target and secondly, 
fluorescent radiation is emitted with the same wavelength as the 
primary. Relationships (3), (4), or (5) are only valid for primary 
emissions. 

Thus, the essential features of the calculations may be 
summarized as follows: 


intensi- 
ties 


K? 


A 


The secondary emissions have to be subtracted from the total 
measured intensities (K4 —> k$). The primary emergent intensities 
have then to be corrected for the absorption effect (k? — k4) and 
finally the true concentration C, is calculated from the ratio of 
primary generated intensities (atomic number effect). 

This sequence may be expressed as the FAZ sequence. 
Conversely, by calculating the ratio of emergent intensities from the 
known (or assumed) concentrations, the ZAF sequence has to be 
followed. ‘‘Zafizing’’ is the usual method of calculation for 
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establishing theoretical calibration curves, K? versus C, or K9/C, 
versus Cy (or K%), or K8-C, versus K®, while “Fazising” is gen- 
erally employed for iterative calculations. 

The importance of the order of the factors (namely FAZ or ZAF) 
should be noted. If the calculation stages are expressed as 
multiplicative factors, i.e., 


ko wee ke « £ (C) 


and so on... ., the order of calculation is not significant. This is the 
case of many calculations, mainly with computers when iterative 
methods are used. . 

Nevertheless, experience seems to me to show that frequently 
one of the corrections is more significant than the others and its 
relative importance appears clearly when the right order of the 
sequence is respected. Generally speaking, every time the 
calculation cannot directly obey the general scheme, it is necessary 
to examine the physical significance of the processes involved, and 
the ZAF scheme remains the basis of such a critical investigation. 

In developing general methods, homogeneous targets are assumed 
but in practice this assumption is often not justified. Analyses near 
boundaries (precipitates, diffusion, layers, .. .) are very frequent, 
and a “‘blind’’ calculation becomes impossible. Here again a clear 
understanding of the physical processes involved (as shown by the 
ZAF scheme) is absolutely essential. 

I would suggest that the case of non-homogeneous targets has not 
yet received all the care it deserves. The correction calculation 
method must be generally verified by looking at homogeneous 
targets, although platings of A/B type are also very useful from this 
point of view and can give useful! data in connection with absorption 
or fluorescence effect: (pz) function, ratio of secondary to primary 
emission, etc. .. .). But in practice, the “‘microprobist” has to deal 
with boundaries, precipitates, and so on, so that each new 
measurement often appears as a “‘particular case” and does not 
enter the general scheme of calculations for which programs are 
available. 

From this point of view, the analysis of small particles embedded 
in a more or less amorphous matrix has not yet received sufficient 
attention. Such is the case for extraction replicas in metallurgy, 
foreign particles in biological tissues, .. . . The quantitative analysis 
of such specimens is very crucial in many fields of research; it has 
expanded widely with the developments of EMMA and similar 
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instruments combining electron microscopy and microanalysis. 
General methods of calculation (absorption, atomic number) are 
lacking for such specimens and no precise tests have been made to 
determine whether the corrections are negligible or not. 


II. Discussion 
A. ABSORPTION CORRECTION 


The analytical expression for the f(x) functions has been widely 
employed for some years, in spite of the drastic assumptions used in 
its derivation, even with the “‘effective 0” improvement suggested 
by Duncumb and Shields. 

In the computer age however, the need for simple formulae is not 
as acute as during the slide rule period. It is thus to be hoped that the 
“collective model’ on which the formula is based will be 
reconsidered in spite of the many difficulties likely to be 
encountered. The inaccuracies and the inadequacies of the physical 
laws involved (multiple scattering and _ diffusion, electron 
attenuation and retardation laws, etc.) have been pointed out in a 
series of papers by Cosslett and Thomas [11 ]. 

Notwithstanding the rather pessimistic conclusions of these 
authors, this description offers nevertheless several advantages, the 
most important being that a good derivation of the @(pz) distribution 
function would enable the Z and A factors to be calculated in a 
single step. 

B. FLUORESCENCE CORRECTION 


I should like to present only two short remarks about these 
corrections: 

(a) characteristic radiation: the well known Castaing [8] 
formula, with or without the improvements or the simplifications 
due to several authors (Birks, Reed, Wittry,.. .), applies first of all 
to K-K excitation. The case of L-L, K-L. . . .excitations have 
perhaps not yet been analyzed with the careful attention required. 
For instance, in his general paper, Reed (1965) [17] finally gives a 
numerical application only in the case of K-K_ excitation. 
Furthermore, the absence of data on the fluorescence yield and the 
absorption jumps, together with the complexity of Coster-Kronig 
transitions, seem to frighten off fresh investigation in that field. 

(b) continuous spectrum: \ am afraid that people have too 
frequently claimed this correction to be negligible, without any 


PHILIBERT AND TIXIER 17 


calculations to ascertain the validity of such an assumption. In the 
case of A/B interfaces, this fluorescence effect is known to be 
frequently quite important. 


C. ATOMIC NUMBER EFFECT 
With the assumption of a continuous energy loss law, the ratio of 


Ex, quanta (X = K, Li, . . .) produced in the specimen and the 
standard can be written as follows: 


ob) 
Ts ee) dE 
fe R, E, [dE/dps}, , 
nA) Ca RCA) Ey ya (Bp) (7) 
SS dE; 
Ey {dE/dps}., 


where R(A) is relative to pure A standard, R, to the specimen (for 
element A). E is the mean electron energy, Y\(E) the ionization 
cross section of the A atoms for the X level, Ey the ionization energy 
for this level. dE/d(ps) is the retardation equation of the electrons in 
the target, p its specific mass, s the length of the path traversed by 
the electrons in the target. The subscripts st and sp are respectively 
related to standard and specimen. By using a well known theorem, 
this expression can be simplified to: 


R R, (diydps),, c- 


nA) -—-«R(A). (dE/dps),, p> > 


n 


Since the ratio of stopping powers s = dE/dps is rather insensitive 
to the energy E, the second factor on the righthand side may be 
calculated for some mean value of the energy, i.e., E, = (E,+Ex)/2. 
Whence, with the usual notation: 


(n4/n(A)) = C4 (Ra/R(A)) (s(A)/S4) (9) 
or 
(na/n(A)) = (aaCu/@) (10) 
with 
a4 =s(A)/R(A) and @ = §4/Ra 
The ‘“‘second approximation” assumes that 


a= aC; (11) 
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This simplification can hardly be justified, but it works! Of course, 
the a’s depend on the incident energy E,. As used by Poole and 
Thomas, it has been very successful for the analysis of binary alloys 
or compounds. 

For a more exact calculation, equation (7) is rewritten: 


Na C Raau 


nA) R(A)/S(A) os 
where 
E? 
A (BE) dE 
S(A) = os (13a) 
[dE/dps] , 
and 
Ey 
: if WA (E) dE 
a (138) 
[dE/dps] complex target 


E 


o 


The R and S factors have to be calculated for the standard (pure 
element) and for the specimen (complex material). 

As far as the S factor is concerned, an exact calculation can be 
carried out in. both cases by calculating equation (13a) and (13b) 
with the help of some analytical laws for V and dE/dps. 


D. CALCULATION OF S FACTOR! 

Let us consider a target containing elements A, B, C,. . .of atomic 
masses A;,...atomic numbers Z;.. ..and mass concentrations C;j.... 
such that 2Ci= ite 

Let this target be bombarded with electrons of initial energy 


E,=e-V,; Ex is the ionization energy of the X level of atoms A. 
We shall study the element A. 


See Brit. J. Appl. Phys. (1968) ser. 2, vol. 1, 685. 
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If dny is the mean number of ionizations of the X level of the A 
atoms produced by the electrons along the path increment ds: 


dny = Cy p % ¥X(E ds . 


A 
Ex 
x 
eee Sf eM, un 
dE/dps 


assuming that (dE/dps) is defined and is continuous along the path 
and that dn, might be integrated. N is Avogadro’s number. Bethe 
(1930) [3] and Bethe, Rose, and Smith (1938) [4] have given the 
following expressions for V and dE/dps: 

a.  Tlonization Cross Section: 


4 
We 9 7 op BE (15) 
Ex Bx 


Zx. number of electrons on X level 
bx: bx = 0.35, b, = 0.25 


By- 1.65 Ex according to Bethe, but Worthington and Tomlin 
(1956) [20] gave a better form for low excitation energy as By - 4Ey. 
We shall take the value of 4E, for electron probe microanalysis, 
where the electron energy is quite small (< 40 keV); we then have 
v—0 when E> Ex. 

The by value does not appear in the atomic number effect 
correction (see later). 


Eo ; 
Pe) == i, Ce (over-voltage ratio) 
Ex Ex 
Zx b 
WX (U) = ret ——— .- Ad - logU (16) 
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Let (1/S) = ny-(A/N)-(1/C,), where (1/S) is a function which can be 
used to represent the electron mass stopping effect in atomic 
number effect corrections. 

Putting X = U-W, we can integrate (1/S) in terms of logarithmic 
integral (li) function and we get: 


i ais 1 
3 = Soni uM jw. - )- W log W x 
x [ui (U,.W) — li wht (22) 


The above equation allows the calculation of (1/S) in any target. 

In a target made of a pure element, it reduces to an already known 
equation (Archard, Mulvey, 1962) [1]. 

By assumption, we must have U,:W > 1. If W — 1, (1/S) remains 
finite as can be seen in the series expansion: 


Ss = co 


(log x)® 


lix saC +elege| dogex | 
; s. s! 
8s = 


C=Euler’s constant. The above expression allows the li function 
to be easily computed. 


1.A Practical Way of Calculating (1/S) for a Target of Known 
Composition 


The terms Wi = (1.166 EJ) can first be calculated. We have 
tabulated W* for all elements of 3<Z<92, taking the ionization 
energy Ey for the K level and L level from the tables of Bearden 
(1964) [2] and Blochin (1957) [6] (Fig. 1). We have used J; - 11.5 Z; 
which might not be the best form for J (Ex and Ji in eV). 

Afterwards one can calculate M (Eq. 18) and log W (Eq. 20). 

The assumptions U,-Wix> 1 involve a theoretical minimum value 
for U,, while in practical cases its value will always be greater. Asa 
matter of fact, a small value of Wiis found for analysis of a light 
element in a heavy matrix, hence a low Ey and a high U,. 

One can then calculate (1/S). Practically, (Zx:bx/2N) need not be 
calculated as this term vanishes in the correction coefficient. One 
then calculates a term (1/S’). 

We have tabulated 


(M/S’') =U, —1 —(1/W) log Wdi U.-W—li W) (23) 
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Figure 1. W¥ = (1.166 Ex/11.5 Zi). 


for different values of W and U, (Figs. 2,3,4) as the table of (M/S’) 
values can be used for any target. 


2. Applications 


The “universal” curves (Figs. 2,3,4) give (M/S') from U, and W 
values. W for an alloy can be calculated from W, in pure specimens 
(Fig. 1), for the element analyzed, according to formula (20). 

For instance, in copper-gold alloys where copper (Cu K,) is 
analyzed, and in copper-aluminium alloys where aluminium (AI K,) 
is analyzed, W variations have been plotted against copper 
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Figure 4. M/S’ versus W for different U values. 


concentration (Fig. 5). Generally, W is not a linear function of 
composition. 

In a copper-gold alloy. using values for the backscattering 
coefficient R computed by Duncumb (1966) [14] from Bishop's 
measurements (Fig. 6) and (1/S’) values from equation (23), we have 
calculated the correction coefficients 


Le es R (24) 
© S | sample S | standard 


for different accelerating voltages and against concentrations 
(Fig. 7). 
3. Comparison with Other Results 


P. M. Thomas (1964) [18] supposes that one may substitute an 
average value for the stopping power (dE/dpz) in the range E, 
to E, and takes this quantity outside the integral (14). Writing 
s=(dE/dpz) (different from our S) she assumes that for a specimen 
consisting of n elements in concentrations C; 


G)- Nsw 3 
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Figure 5. W versus copper concentration in copper-gold alloy (copper analyzed) 
and in copper-aluminium alloy (aluminium analyzed). A linear approximation has 
also been traced. 


R is calculated from Brandt’s data on the energy distribution of 
electrons backscattered from pure element targets. The values of s 
she used are taken from the tabulations by Nelms (1956, 1958) [16] 
based on the Bethe formula for electron stopping power. The value 
of s chosen for estimating the correction is that corresponding to an 
energy half way between E, and Ex. 

Though Nelms’ tables are limited to 10 keV and are not very 
practical for use in micro-probe analysis conditions, Thomas’ results 
are interesting to compare with ours since Nelms used for her tables 
an adjustment for the J variation law, and discussed the validity of 
calculations with the Bethe formulae. If we consider a 50-50 copper- 
aluminium alloy in which aluminium is analyzed with E, = 10 keV, 
we find with our method (1/S)spec./(1/S)stana. = 1.144 and with 
Thomas’s method 1.137. The discrepancy is not important in this 
case. Figure 7 might also be compared with the same computed by 
Archard and Mulvey. It should also be interesting to compare the 
k/c values obtained here with some others deducted from direct 
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Figure 6. R versus Z for different U values according to Duncumb. 


calculation of x-ray production by Monte Carlo methods according 
to Green (1962) [15] and Bishop (1965) [5]. 

The analytical forms show that approximation using a “mean 
atomic number” in order to have the same calculation with a mixed 
target as in pure elements is generally physically unfounded and can 
lead to important relative errors. 

The validity of the present calculation is limited, especially in 
cases of small over-voltage: by approximation inherent in the Bethe 
formulae; by the values of the coefficients we used; and particularly 
because we neglect straggling by taking the mean electron energy as 
parameter (cf. Cosslett, 1964 [9], 1965 [10] and Brown, 1965 [7]). 
Since the atomic number effect is more important when the over- 
voltage is low the present model would need to be refined, using for 
instance the Walske (1952 and 1956) [19] calculations for 
extending the validity of Bethe’s formula, or adjusting coefficient 
and parameter values with experimental measurement (Duncumb 
and da Casa). 
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Figure 7. The atomic number effect correction factor versus concentration. 


E. CALCULATION OF THE R FACTORS 


The R factors can be computed for pure elements by using 
analytical expressions for Y and dE/dps, provided that the energy 
distribution of electrons backscattered from these pure targets is 


known. 
E} , 
f .o 8 @ 
ene CA) = — abies (26) 
E A (BE) 
je pes ain 
Ee dE/d pS 
with 
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where the 7(E) and dE/dpS apply to the complex or the pure target. 
The analytical expressions for dy/dE or 7(E) are not available. 
The integrations have to be carried out using either experimental 
data for n(e) or calculated data (e.g., by Monte Carlo method or by 
transport equation method). 
An alternative way would be to start from the ¢(pz) functions 
determined either experimentally or theoretically. 


Lf d (pz) dp2. | 


R = K > ———————. (27) 
f Ex Wy, (E) 
E, ‘dE/dpS 
where K is a normalizing factor introduced to express the numerator 
and denominator in the same units. 

Direct measurements of the R factor are also possible as shown 
by Dérian [13], who has designed a special type of target such that 
all the electrons lose all their energy inside the target material. The 
R factor is readily calculated by comparison with a normal plane 
target. 

Dérian applied this method to the determination of R in pure 
targets of Al, Cu, and Ag for a series of over-voltage ratios 
U,- E./Ex. As these values are in good agreement with Duncumb’s 
evaluations (based on equation (27) and 7(E) derived from Bishop 
experimental and theoretical results) one may be confident in the 
latter. Other calculations of the R factor (by Green, from older 
experimental data, by Brown from its T.E.P. calculation) seem to 
give figures which are too low. 

We are finally faced with the calculation of R4, i.e., the R factor 
for A element in a complex target. This seems a priori to be a 
formidable task, as this factor like the S factor, must be dependent 
on U,, on all the Z;, C;, and E¥, or equivalently on Ug, all the Z;, C;. 
and E, (= Ey U,). 

Let us look again at the calculation of the S factor. The case of A 
radiation in pure A is very simple (Eis a Z, function). S(A) depends 
only on U, and Z,. But the case of A radiation emitted from an 
otherwise pure B target is more complicated. Three variables have 
to be considered: US = E,/E%, Et. Z,. In other words, the S factor 
depends on W and US = E,/Ex but W depends on Z, and Z,. 

For a complex target, we have to calculate a mean W depending 
on the Z; of the components, but a simple relation like Si=>(C;S, 
does not hold, and is even meaningless. : 
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The situation does not appear to be better for the R, factor. Ina 
pure B target, R must evidently depend on UA= E,/E%, Z, and Zp. 

According to Bishop (1966) [5], a valid approximation assumes 
that R, depends only on US= E,/E’and Zz, 1-e., the excitation ratio 
for the analyzed element and the atomic number of the target, 
regardless the Z of the analyzed element, or more exactly, 
regardless of its excitation energy. The quantity to be considered is 
U* which in fact combines two parameters: primary energy E,, 
atomic number Z., of the analyzed element (or E? equivalently). 
Once this assumption is allowed, calculation for a composite target 
is possible, as follows: 


Ra =2 C; Ri (28) 


where R; is calculated for the excitation ratio UA= E,/Efin the pure 
i targets. 

The simplification has been shown to be a fairly good one by 
Bishop, who compared the results of such calculations with more 
direct ones carried out with the help of a Monte Carlo computation. 
But, there is, a priori, no reason for such a comparison to be more 
valid for the R’s than for the S’s. 

It would be interesting to look at the possibility of W being a more 
reliable parameter, because W is determined by the properties of the 
target material and of the excited A atoms. We should then need 
tables of Ry versus W and UA = E,/Ex. This suggestion seems 
reasonable, since W depends essentially on the target properties, 
i.e., in the case of a pure B target (A emission in otherwise pure B) 
Zz, Jp. and E% (i.e., Z.), all quantities on which the backscattered 
electron energy and number might be dependent. 


F. THIN FILMS AND EXTRACTION REPLICAS 


If we want the relative concentrations of two elements, A and B, 
in a thin target, i.e., a target whose thickness is very much less than 
the range in terms of beam energy (for instance an extraction replica 
or a thin foil for electron microscopy), the atomic number effect 
takes a different form. 

For such an analysis, we use a probe with constant intensity and 
energy on the same point of the target to measure the apparent 
concentration K, = (J4/J(A)) of A and that of B, and we generaily 
write the result as the ratio K,4/K,. The standards are supposed to be 
the massive pure elements as usual. 

If we assume that the effect of backscattering in the specimen can 
be neglected in this case (since we are calculating a ratio) and that 
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If we put 


log UA 
Ene s, 


(29) 


K C B 
ee = ial . = (30) 
Kp Cp Pp 


If Ps >P,,the measured concentration in A against that of B is 
greater than the real concentration. 


Example: 


a. Analysis of very thin precipitates of Ni+Al in a carbon replica 
(P4:/Pyi) = 0.63 at 30 keV, 0.55 at 20 keV. 

b. Analysis of low copper concentrations in a thin foil of an 
aluminium-copper alloy (P.4:/Pc.) = 0.67 at 30 keV. 

In both cases the measured value of the aluminium concentration 
was less than the true value. The effect is just the opposite of what 
would be observed in a bulk target, and it is far greater. 

If the specimen is not thin enough, or if the voltage is not 
sufficiently high, the effect must lie between those characteristic of a 
bulk target and of a thin foil; however, it seems difficult to calculate 
the correction or even to determine whether the factor is greater or 
less than one, and the absorption effect in the specimen is no more 


negligible. 
Experimental Results: 


Ni and AI containing precipitates were extracted from a semi- 
martensitic stainless steel. Experimental results are given in the 
following table: 


Ni/A, (exp®) N,/A, (corrected) 
30 kV Seal 2.1 
20 kV 4.25) 2.30 


Without corrections, experimental results would indicate Ni2Al 
composition. After correction for atomic number effect, the results 
are in favor of Ni Al. This determination has been confirmed by 
electron diffraction (Ni;Al was a possible precipitate). 
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This thin film correction has also been studied by Duncumb from 
both theoretical and experimental viewpoints. 


III. Conclusion 


As it has been tentatively shown, the expressions used for the 
correction calculations depend on a lot of drastic assumptions and 
on the validity of some physical laws involved (ionization cross- 
sections, continuous retardation law). The validity of the 
expressions used for these laws is known to be not very good, and 
probably limited to some more or less wide range of atomic 
numbers. Moreover, the validity of Bethe retardation law is 
generally questionable since it neglects energy straggling. This last 
effect probably modifies appreciably the energy loss distribution as 
a function of depth and, consequently, the ionization distribution 
with depth (the so-called ¢(oz) function). 

These limitations affect to the same extent the other approaches 
which would seem more accurate: Monte Carlo computation, 
resolution of Boltzmann transport equation. These approaches 
suffer basically from the same inaccuracies: moreover, they give 
numerical solutions and no analytical expressions for the Z and A 
corrections. One has perhaps to get rid of the feeling that analytical 
expressions are necessary and to convince oneself of the 
convenience of working with tables, the results of numerical 
methods being collected in these tables. Probably these numerical 
methods will give more and more accurate results through more 
realistic models of the electron behavior in massive targets. For 
everyday calculations, however, analytical expressions which would 
need only a limited quantity of input data seem to be desirable. It is 
hoped that such better expressions will be available in the future: in 
combination with tables they will permit corrections to be readily 
carried out in most of the common cases. 

In conclusion, the need for more reliable data concerning the 
basic parameters (u/p, Wx. J... .) as well as for the physical law 
involved (¥, dE/dps, multiple scattering, backscattering), must be 
stressed. 

Experiments on composite targets (measurement of backscattered 
electron energy distribution, direct measurement of R factor, etGae.) 
will enable a better check of the suggested computation of the Z 
effect to be made. The case of non-metallic specimens, such as 
complex oxides, would perhaps deserve specially careful 
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measurements. Finally, theoretical computations, based on the 
Monte Carlo model, the resolution of Boltzmann transport equation, 


the 


invariant imbedding method (Dashen [12]) or the older 


‘collective’ model, could perhaps be carried out with more refined 
basic laws. The case of thin films and extractions replica also 
requires Careful attention. 
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THE THEORY OF QUANTITATIVE ELECTRON 
PROBE MICROANALYSIS 


I. B. BOROVSKII AND V. I. RYDNIK 


Institute of Metallurgy, USSR Academy of Sciences, Moscow 


Abstract 


The authors propose a theoretical basis for a method to correct 
the results of electron probe microanalysis using an external 
elemental standard. The paper is divided into two parts, the first of 
which provides a general expression for the intensity of 
characteristic x-radiation produced by the impact of electrons upon 
a thick anode. The following approximations were made in the 
quantitative calculation: 

1. In order to calculate the effective range of ionization by 
electrons, in a given layer of anode material, the electron current 
through this layer is divided into two parts: the forward current 
(integrating over the scattering angles O0<@n<7/2) and the reverse 
current (integrating over the scattering angles 7/2<d)S7r). Each of 
these currents is characterized by its energy distribution and by a 
mean cosine of angular distribution. 

2. The energy distribution of the electrons in the anode is 
expressed in the form proposed by Makhov, and the values of the 
parameters n and p found experimentally by Dupouy et al. 

3. The differential effective ionization cross-section of the given 
atomic level is taken in the form proposed by Cosslett and Green. 

The expression for the ionization function by electron impact 
obtained under these assumptions can be evaluated by numerical 
integration, and it agrees satisfactorily with the experimental results 
of Castaing and Descamps. 

However, the expression obtained for the x-ray intensity cannot 
be presented in an analytic form in the general case. Therefore, the 
authors propose in the second part of the paper an approximation for 
the ionization function which allows a reduction of the numerical 
calculation. In this approximation, the two variable parameters, n 
and p, are considered to be constant for a mean value chosen for one 
of them (n). The applicability of this approximation is tested by 
comparing with experimental results the variation of the intensity of 
characteristic x-ray emission as a function of the overvoltage with 
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respect to minimum excitation potential. A similar comparison was 
made between calculation and measurement of the x-ray absorption 
as a function of the x-ray emergence angle with respect to the target 
surface. Finally, we have derived expressions for the atomic number 
and absorption corrections. A _ slight modification of the 
fluorescence correction procedure of Castaing is also proposed. 
Results of comparing measured and calculated concentrations for a 
series of binary systems of elements are presented. 


In local x-ray spectral analysis with the aid of fine electron beams, 
the method of internal standards is not applicable, and the use of 
many-element standards in the method of external standards is 
complicated by the difficulty in preparing highly homogeneous 
specimens. Therefore, in microprobe analysis one chiefly uses a 
method of external standards, in which the standards are prepared 
from pure elements. 

It was shown by Castaing (1951) [1] that in the first 
approximation the weight concentration C; of the i element in the 
specimen being analyzed is found from the relation 


C; = 1/1; (1) 


where I;* and I; are the intensities of the measured characteristic x- 
rays emerging from the specimen and the standard respectively. In 
the second approximation, where the differences of excitation and 
absorption of this radiation in the specimen and the standard are 
taken into account, an additional factor is introduced in eq. (1). 
which is called a correction to the results of the analysis. 

Several empirical and semiempirical methods have been proposed 
to determine this correction (e.g., the review of Philibert (1965) 
[2]). The (semiempirical) nature of these methods of calculation is 
basically due to the complexity of the theoretical description of the 
distribution of electron scattering and deceleration in solids. 
Experiments indicate that the accuracy of currently used methods of 
calculation is not always satisfactory; therefore, further procedures 
are required. 

The intensity of characteristic x-radiation emerging from the 
specimen is, in general, the sum of three terms corresponding to the 
excitation by electron collision (e), the fluorescence excited by 
characteristic radiation of other atoms (f); and by the 
bremsstrahlung emitted by the electrons (b), at frequencies above 
the absorption edge of the corresponding q; level: 


Ti* = Tie (1 +1 y*/Tie* +19" /Lie*) (2) 
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When the fluorescent radiation excited by other elements is weak, 
the second term in (2) can be neglected (this term will be considered 
at the end of this paper): experiments also show that the third term 
in (2) is significant only for elements with high atomic number. In 
this work it is assumed that this term is negligibly small. 

The expression for Il; has the following form for massive 
specimens: 


mage nen ve. (x) @ Hi X Cosec 6 4 (3) 


where N, is the electron beam intensity impinging upon the sample, 
N; is the number of atoms of the i element per unit volume of the 
specimen, W,; is the fluorescent yield in the q; level, ju; is the (linear) 
absorption coefficient of the respective radiation in the specimen, 6 
is the x-ray emergence angle, and w(x) is the distribution of the 
radiation excited by the electrons of the q, level at the depth x of the 
specimen. 

In this paper we describe a method for calculating . based upon 
the use of the law of attenuation of parallel monoenergetic electron 
beams in matter which was introduced in the publications of 
Makhov (1960) [3] and Dupouy and co-workers (1965) [4]. 

One can write Wj. in the following general form: 


E, 
Wie = S| (F(x,E,@)/cos 6) o(E,E;) dEdO (4) 


in which F((x.E.) is the distribution of electrons according to 
energies (E) and angle (¢) with respect to the initial direction at the 
depth x in the specimen: o(E,E;) is the differential effective cross- 
section of excitation of the q; level of characteristic radiation; cos @ 
takes into account the effective path of electrons in the layer of 
material between the depths x and x +dx, which, due to scattering, is 
longer than the thickness of this layer; E, is the initial energy of the 
electrons, E; is the excitation energy of the qj level, and s is a 
universal factor of proportionality. 

The current theory of the scattering of electrons with energies of 
the order of 103—104 electron volts does not allow the satisfactory 
calculation of the function F;(x,E,@) for all angles of scattering in the 
range 0<#<7. and for energies of the electrons such that EXSE<E,. 
Therefore, in most publications (e.g. Castaing (1951) [1]) the 
following simplification is made: 


(Fi(x,E,@)/cos 6) — F(E) (5) 
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That is, the angular and energy distributions of the electrons are 
neglected; the function F(E) ts considered to be universal and the 
difference in the conditions of electron deceleration in different 
elements is introduced as follows. One introduces (5) and (4) into (3) 
and disregards the absorption (4; — 0); thus;-one finds 


{" F(E)dE 
E, —(dE/dx), 


where x; is by definition the depth where E(x;) = Ej. In this way, the 
differences which were pointed out above are transferred to the 
stopping power of the (target) material, —(dE/dx);. Moreover, in this 
form the electrons which are backscattered do not appear in the 
calculation, and their contribution tow; must be taken into account 
through an empirical factor A; in (6) (Castaing (1960) [5], Poole and 
Thomas (1961) [6]). Philibert (1962) [7] attempted to empirically 
account for the backscattering of electrons and to obtain a form of 
Wie Closer to the experimental values (Castaing and Descamps 
(1955) [8]). 

Both these methods have the disadvantage of neglecting the 
energy distribution of the electrons. In particular, the existence of 
this distribution leads to the fact that w(x > x;)#0. In addition, the 
quantity E in (6) is actually used in the sense of a mean energy of 
electrons; and while there is a theoretical expression (Bethe and co- 
workers (1930) [9]) for dE/dx, this, however, is valid only for the 
path length of electrons, so that x does not coincide with the 
thickness of the material along the original direction of the electron 
beam. Therefore, (6) is only a quite coarse approximation, even 
when the backscattered electrons are empirically taken into 
account. On the other hand, the method of Philibert ignores the fact 
that at the depth of (complete) diffusion, the angular distribution of 
electrons becomes isotropic, and therefore cos ¢ in (4) cannot be 
considered to change continuously at all depths of x, as Philibert 
assumes. 

Rejecting all the assumptions which are not well founded, we 
introduce the following simplification. We divide the electron beam 
which passes through a section of the specimen into two parts: those 
moving in forward direction (0<@y<7/2) and those moving in 
backward direction (7/2<@s<7), each being characterized by its 
energy distribution and mean angular distribution: 


Xj; 
i | ea (6) 
O 


F (x,E,¢) By GE) 85 (xB) 


cos COS py (x) cos dg (x) 


(7) 
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where the indices y and 6 correspond to the forward and backward 
fluxes. In what follows, in the calculation of Wie, We will use for 
cos p7(x) the expression obtained by Blanchard and Fano (1951) 
[10], and for the cross-section o(E,E;) the expression proposed by 
Green and Cosslett (1961) [11]. Then, the calculation according to 
the scheme which we propose for the backscattering (mainly 
Rutherford scattering) shows that cos @8(x) ~ const. = 1/2. 

Let us now turn to the determination of gy and gs. To obtain gy we 
will use the law of electron attenuation of Makhov and Dupouy 


7(x) = (N(x)/N.) = exp { —(x/X)?} (8) 
where 
| De “a 
— iE ,n=2.dd (2) ee (9) 
Pp A 1819 Z 


p. A. and Z are the density, atomic weight, and atomic number of the 
material, and a = 3.33 x 10-§, when E, is expressed in kV, and x in 
cm. 

We note that the equation (8) can be obtained starting from the 
consideration that the linear attenuation coefficient of electrons in 
substances, q(x). is determined by the electron scattering processes 
which depend on the energy E(x). Writing the equation for the 
electron flux 


> ¢ 
NO) =N.—| NO a(x) dx, (10) 
oO 


where y = x/X, and assuming for the sake of simplicity that q(x) = 
ay? where a and b are constants greater than zero, we find from (10) 
for the boundary condition N(O) = N,: 

D1) = O50) Eerie # (10a) 
whence assuming that a =b+1 =p we come to (8). The value of p is 
thus larger than 1 for all elements, and this agrees with experiment 
(Dupouy et al. (1965) [4]). 

To find gy. one must also know the law of electron deceleration. 

Let us consider a group of electrons of energy E;. among the 
electrons which traverse the thickness x of the material. Let us call 
the maximum range of this group of electrons x;>x. To determine the 
relation between E,, and x; we will use a power law of deceleration 
of the form proposed by Dekker (1958) [12]: 


E(x) = FE," — cx,c = E,"/Xmax (11) 
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When this law is applied to the group of electrons with energy E;. we 
obtain 


E. n 
ie ge eg (12) 
ee Xp Xk 
Then, according to the definition of x, 
Ex 
xed = 00 — |" en) dé. (13) 
) 
We find therefore that 
dn (x,) dn (x,) 4x, 
ae ne ge 14) 
dé, dy, dé, ( 


Using (8) and (12), and eliminating the index k due to its arbitrari- 
ness, for (0<&,<1), we find 


— i 


p 
&n(y.8) = pny? ee exp {— ( x ) 
(I-e9""4 1_én 


i 
f Bn (x.d) dé = x) (15) 
oO 


To determine gs, let us consider the following calculations. A 
layer of material at depth from x to x+dy attenuates the electron 
flux by dN(,). Calculations show that the probability of double 
backscattering at such depths, for E~10°— 10* is negligibly small, 
compared to the single backscattering in the layer between 0 and x. 
Because of this the backscattered fraction from the layer at depths 
x, xtdx moving towards the surface of the specimen (x = 0) is 
mainly absorbed. Let dNa(x) designate that fraction of the electrons 
which emerges through the surface of the specimen, and let a 
thickness sy of the specimen (s >1) be such that the attenuation of 
the beam N(x) will there be the same (in relative units) as the 
attenuation of the (upward) beam of dN(x). Then we may write 


(dNa(x)/dN(x)) = (N(sx)/N(). (16) 


Using for N(x) the expression (8) and assuming for simplicity that s 
is constant or that it is a slowly varying function of x, and also taking 
into account that the backscattering coefficient 5,. (for a thick 
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specimen) tends to 0.5 with increasing Z(p—1), we find that s = 2 
and that . 


Opn) = 0.572) (17) 


A comparison of 5,(Z) from equation (17) with the results of the 
calculations of Everhart (1960) [13] and Archard (1960) [14], and 
with experimental determinations (Philibert (1962, 1964) [15]) is 
given in Figure 1. It is seen there that equation (17) gives a 
satisfactory agreement with the experiment for all values of Z. 


O25 
“ae Se 
ie 


fA 


O04 


20 40 60 80 


Figure 1. Dependence of the coefficient of backscattering of electrons, 6,,,on the 
atomic number z. : equation (17); —.—.— : Archard (1961) [14]; ———: 
Everhart (1960) [13]. 


Figure 2 shows the fraction of electrons Ap = 1— n» —6p which is 
absorbed in the film of thickness D, according to equations (8) and 
(16), and the corresponding experimental results obtained by 
Cosslett and Thomas (1964) [16]. These calculations allow us to 
conclude that the main contribution for the backscattering is due to 
the processes of elastic single scattering (Rutherford scattering) of 
electrons at angles @ > 7/2. Hence, using the expression which was 
found with the aid of the equation (16) (when s= 2) for the total 


295-798 O-68—4 
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Ap 

0.25 

0.! 0.2 0.3 0.4 0.5 
p0,10-> r/cm? 
Figure 2. Fraction of electronsAp = 1 —7»—5p. which is absorbed in a copper film 
of thickness D, for E, = 5, 10, 15 keV. -W~: theory,  -------- : experiment 


(Thomas and Cosslett (1964) [16]). 


number of backscattered electrons which pass through the section x 
of the specimen, we write 


© 7 (2y—y) ie 
saf HE ae of y?-1 exp {—(2y-y)?} dy (18) 
nix) ny) XY 


Using the energy distribution gy (15), we find the energy distribution 
of the backscattered electrons, gs(x,€) 


dé(y) 
dny 


gb Cy, é) = 
mx) 


g (2y—yx,€) dry) = 


a fore) 
= , iE rt saan P-1(9y_ Z a 
2pn =a (2y—y)? exp {-[1+ (1-é") >] (2y—)? } dy. 
(19) 
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In particular, for backscattered electrons which emerge from the 
surface of the specimen, we have 


pn 1g 1 
N02 = ae (0, dé= 80 . 20 
7 idee of, © ne oe 


A comparison of (20) with the experimental results for the 
determination of gs (Brandt (1951) [17]) is given in Figure 3. We 
see that the agreement is quite satisfactory. 


0.2 0.4 0.6 0.8 
Figure 3. Energy distribution of backscattered electrons, g(0.¢) for various 
elements. : equation (20), --------: experiment (Brand (1951) [17]). 


We have calculated gy (15) and gs (19) for p = 2 and inserted the 
results into (7) and then into (4). The choice p = 2 is conditioned by 
the possibility of analytical calculation of the integral in (19) and also 
by the fact that this value of p corresponds to Z*20; in this region of 
Z we have experimental results available (Castaing and Descamps 
(1955) [8]) which allow us to carry out a comparison. This 
comparison is shown in Figure 4, where the upper curve (for Cu) 
corresponds to p = 1.7, and the lower curve (for Al) corresponds to 
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0.5 1.0 1.5 
px,mg/cm? 


Figure 4. Distribution of the intensity of characteristic x-rays in a massive anode. 
1,3: experiment (Castaing and Descamps (1955) [8]) for Cu and Al; 2: theory, 
with p=2. 


p = 2.3. Figure 4 indicates a quite satisfactory agreement of the 
proposed calculation of W-(x) with the experimental results. 
However, for non-integer values of p (equation 9) these 
calculations require the numerical integration of (4) and another 
numerical integration for the determination of I; from (3). 
Therefore, there arises a need for an accurate and simple 
approximation to wie, which would allow us to carry out the 
calculation of Ije in an analytical form. The examination of 
experimental results for wie allows us to conclude that their 
dependence on x is quite similar over a wide range of Z, and 
therefore of p, even including the case when p tends to 1. Moreover, 
Wie appears only under the integral sign; and this permits us to 
introduce a simple function which compensates for the hump of wie 
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at small values of y and for the rapid (~exp(— x”)) decrease of Wie at 
large values of x. 

Starting from these considerations, we will choose a tentative 
approximation for wie in the following form: 


Wie~Wie(Oexp |. as 21 
il a on ( ) 


where €; = Ej/E, and x and n are calculated from (8) and (9). The 
definition of Wj(0) according to (4), (7), (15), and (20) yields the 
following: 


In B 1 
W ie (OQ) =——— +2 £5 (0,6) 0(€,€)) dé = 
B 1/B 


= ~ " ae (be) \ (22) 


where 8B = 1/é;. A comparison of the results of calculating (0) 
according to (22) with the experiment is given in Table I. 


TABLE 1 
Matrix Emitting na > oA if i Q) 
element A element B (eq. 9) o 9) Bp : ee 
Au Bi ess ee? Ze 0.44 157 1.61 
Cu Zn 1.65 1.70 3.01 30 1.46 1.475 
Al Cu 70 2305.2 1 135 1.19 1.16 


! Philibert (1962, 1964) [15]. 
2 Castaing and Descamps (1955) [8]. 


Substituting (21) and (22) into (3), we can obtain the dependence 
of the intensity of the characteristic radiation of a pure element I, on 
the overvoltage 8 = E,/Ei, the (mass) absorption coefficient 7; = 
ilp;, and the emergence angle of this radiation with respect to the 
specimen surface: 


Br-1 InB 


x \ ee a cone 
1 (Ger, cee [1 + Qe 1 — pF omen (23) 
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In this equation, Q = aE;"7; cosec 6. When B>I1, the relation (23) is 
reduced to the following form: 

I(B)~(Ing.p2-)/(1 + Q B”) (24) 
and it is characterized by a maximum at £,,, which is determined by 
the equation 


ai 
nB_={1- cele 50 24 
( 1498" ) oS 
The dependence of I(7,6) for 8 = const. has the following form: 
I(7,0) ~ =.) oe (25) 
Le @ (B" — 1) 


We checked the expressions (24) and (25) over a wide range of 8 
and Z. The comparison of (24) with the experiment (Campbell 
(1963) [18]) for Be, B, and C (in these cases p > 3) is shown in 
Figure 5,and the comparison of (25) with the determination of I(7.6) 


30 


100 120 140 


50 100 150 200 250 B., 


Figure 5. Dependence of 1(8) for K radiation of light elements. Solid curves 
represent equation (24); points represent the experiment of Campbell (1963) [18]. 
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for aluminum, for different values of B (Green (1964) [19]) in 
Figure 6. In all these cases a quite satisfactory agreement of 


theory and experiment is observed. 


-0.4 
log f (/) 


\s0 keV 


3 


2 4 6 8X10 
[t/p cosec 6 


rigure 6. The dependence of I(u,0) for Al Ka radiation, for various values of 
E, : equation (25), points represent the experiment (Green (1963) [19]). 


Equation (23) can be used to introduce corrections which take 
into account the atomic number effect and the absorption (of x-rays) 
in the calculation of the results of microprobe analyses using pure 
elements as external standards. In this case, we have 

ka= Tepe Re’, 


where 
* —n 
RO - Wee 2641-8) 
1+28.(1—B™) 
RO 1+aE¢ 7; (1—B™ ) cosec 6 © 866) 


lia B17; (1—B~) cosec 6 


j 
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7; being the absorption coefficient for absorption of qr-radiation of 
element i by element j. In accordance with the approximation (21) 
we chose for na value equal to 1.62 (Dupouy et al. (1965) [4]). 

For elements of relatively close atomic number Z, the factor Rf 
= |]. within limits of experimental error. Thus, (in absence of 
fluorescent excitation)(26) reduces to a linear system of equations: 


Cj (OES Ti3) 
yp lee (27) 
B 


in which q; = a(E,” —E;")cosec 6. This system can be solved without 
difficulties. In particular, for binary systems of elements, we have 


k; (1 q; 7:3) 
OS reece ae (28) 
q; [kjr,, oF (1—k,) Ti) 


We shall give here the results of comparing equation (26) with 
experiment, including limiting cases in which either Rj‘) or R;°? are, 
for all practical purposes, equal to one. A comparison of the data 
given by Poole and Thomas (1961) [6], and Ziebold and Ogilvie 
(1963) [22] with our own results is given in Table 2. 

A comparison of results of the determination of C;. in the system 
Fe-Cr, according to equation (28), with the data of Colby and 
Conley (1965) [20] is shown inFigure7. where we also present the 
results of the calculation according to Duncumb and Shields (1965) 
[21]. and to Ziebold and Ogilvie (1963) [22]. It is seen that the 
precision of equation (28) is compatible to that of the method of 
Duncumb and Shields when C;, is small, and somewhat better when 
Cre 1s large. The fact that these relations show the same type of 
divergence from the experimental values when different 
assumptions are being used indicates that there is probably some 
systematic error in the measurements of k;e by Colby and Conley. 

In the case of many-element specimens in which there is 
considerable (fluorescent) excitation of the radiation of the level Gi 
by the characteristic radiation of other elements with v;>E,/h, the 
second term in (2) must be taken into account. We use an expres- 
sion obtained by Castaing (1951) [1] which is the most accurate of 
all those proposed (see Duncumb and Shields (1963) [23]); but we 
will slightly change several terms. Instead of the energy factor 
E,/E; we shall use the excitation cross-section in the form proposed 
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by Green and Cosslett (1961) [11]: thus we obtain 
EK, _ In (E,/E;) 


E,; In (B,/E,) 


TABLE 2 
Element 
System ing Cae C AC/C% 
analyzed (eq. 26) 
Nb/Be Nb 0.462 0.454 0.460 —0.4 
TiO fs 50 elz2e 745 — ./ 
Au/Mn Au -765 .683 si/Spp) 40 
UO, U 881 .837 895 +1.6 
ZrSiz Zr .620 544 PFs —6.8 
Cu/Au Au .238 .174 235 alee 
Cu/Al Cu .536 .496 oo + .6 
Zr/O a .945 .920 Be =e 
Au/Ga Au .139 “TES .725 —1.9 
Fe203 Fe .700 .653 .704 — .6 
Ni/Pt Ni 551 —-.560 Sos) + .73 
.297 .305 .296 a 
.164 .166 .162 eal 2 
.065 .067 .066 i) 
Au/Cu Au .206 mlz .198 —3.88 
.402 .324 .403 = 325 
.601 505 .602 Sells) 
.799 .730 .799 0 
Ta/Ru Ta .165 .160 .175 sOs! 
.309 .289 SU se 6p) 
.434 .414 .439 +1.14 
544 32 558 SHA) 
.642 .635 .662 ako 
.807 .800 .812 aoe 
941 .960 .963 +2.34 


This, in accordance with the experiment, slightly decreases the 
correction for fluorescence. The improvement obtained by inserting 
o! = [a(E," —E,;")]~! instead of the constant of Lenard (c) in the log 
term v = a/pz7;*, which follows from the law of attenuation in 
equation (8), is less important. Finally, the possible difference 
between the q; level of the spectral series which causes the 
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Figure 7. Concentration C,,. in the Fe-Cr system as calculated from the values of 
ke measured by Colby and Conley (1965) [20]. 0: equation (26), x: Duncumb and 
Shields (1965) [21]. A: Ziebold and Ogilvie (1963) [22]. 


excitation and the q; level which is excited can be taken into account 
following the procedure of Reed (1965) [24]. Figure 8 shows the 
improvement of the correction for fluorescence in C;, in the system 
Fe-Cr which is obtained when these modifications are introduced, 
using the data of Colby and Conley (1965) [20] of kc,. For 
comparison, we also give there the results of calculations by the 
unmodified equation of Castaing and by the equation of Ziebold and 
Ogilvie (1963) [22] and Wittry (1961) [25]. 

In general, the equations (2) constitute a substantially non-linear 
system which can be solved only by successive approximations. 
Due to the large volume, such calculations can be carried out only 
on an electronic computer. 
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Figure 8. Concentrations C,, in the system Fe-Cr, calculated from the values of k.-, 
measured by Colby and Conley (1965) [20]. 0: theory, e: Castaing (1951) [1]. 
with improvement according to (29), x: Castaing (1951) [1]. A: Ziebold and 
Ogilvie (1963) [22], O: Wittry (1961) [25]. 
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ON THE STRUCTURE OF FORMULAS FOR 
QUANTITATIVE ANALYSIS 


JOHN CRISS 
Naval Research Laboratory, Washington, D.C. 


Abstract 


Two mathematically equivalent forms for expressing total 
characteristic x-ray emission are discussed. It is shown that the 
common practice of representing the various physical effects as a 
sequence of correction factors has led to approximations and 
associated errors. The less common formulation, which expresses 
total x-ray emission as a sum of several contributions, would be 
equally convenient for computation, if the approximations were not 
made. A new formula is proposed, to express fluorescence by 
characteristic lines in terms of f(x). As an example, Philibert’s f(x) 
was used to compare this formula with the mathematical form 
obtained by Castaing and others. Using the same values for 
fluorescence yield, absorption coefficients, and all other 
fundamental parameters, the two expressions can differ by more 
than 6% in their predictions of the fluorescence contribution. 


I. Introduction 


This discussion is essentially an essay, in that it represents a 
personal point of view and makes no attempt at completeness. The 
first half includes an interpretation of the basic problem of 
quantitative analysis and some general comments on approaches to 
the problem of developing convenient formulas. The second half 
compares an equation written in terms of correction factors with one 
that expresses total x-ray intensity as a sum of primary and 
secondary contributions. A new formula is proposed, to express 
fluorescence by characteristic lines in terms of f(y). This formulation 
avoids the previous necessity of approximating ¢ (pz) and provides 
a convenient means of improving the fluorescence correction as 
better expressions for f(x) become available. 
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II. Discussion 
A. PROBLEM 


The fundamental premise of quantitative electron probe analysis 
is that, given a set of operating conditions and a measured 
characteristic x-ray emission spectrum, there can be only one 
composition for the specimen. 

The basic problem is to discover this functional relationship, and 
to express it in a form that permits calculation of specimen 
composition. Ideally, one would have an explicit equation— 


Mass concentration of a particular element = some function of: 
relevant properties of all elements in specimen, measured 
characteristic x-ray intensities, properties of the apparatus, 
operating conditions, and other environmental factors. 


Failing the discovery of such an explicit expression, one would have 
to use an implicit formulation, from which specimen composition 
might be determined by a number of techniques. 


The problem involves, first of all, identifying those features that 
affect the experimental results, and that also vary within the scope 
of the desired formulation. The second part of the problem involves 
expressing our understanding of the effects of all relevant variables. 

The essential requirement is to express the effects of changes in 
various parameters, and not necessarily to express all the physical 
interactions through which these effects arise. In other words, there 
is nothing wrong with an empirical method that works. 
Unfortunately, the empirical methods suggested to date generally 
require the analysis of several standards and usually are of limited 
applicability. 

B. APPROACHES 


It is the failure of empirical approaches, together with our desire 
to understand and formulate the physics involved, that requires us to 
express the effects of different parameters in terms of our 
knowledge of more fundamental physical processes. A “brute 
force” approach that, in principle, would solve the problem would 
be a complete Monte Carlo treatment. A large number of electrons 
would be followed through every interaction until they either had 
escaped the specimen or had lost sufficient energy to be no longer of 
interest. All the consequences of these interactions would 
themselves be described, and the final effects of interest would be 
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calculated. The disadvantages of such a treatment include the 
enormous number of calculations needed to insure statistically good 
results and, more seriously, the huge quantity of fundamental 
information required to describe all the individual interactions. 
Sufficiently accurate data simply do not exist. 

It is true that if we really understood all the fundamental physical 
interactions quantitatively. then we could calculate composition 
from relative x-ray intensity. However, it does not follow that to 
achieve any specified finite accuracy we need to understand all the 
physical interactions. Such complete understanding is an ultimate 
goal, but our present analysis techniques must be based on whatever 
information is available. The degree to which we analyze physical 
processes, and the kinds of interactions on which our calculations 
are based, should depend upon whether the ultimate interactions are 
any better understood than their grosser effects, and whether the 
combined effects of these ultimate interactions really can be 
expressed and calculated. 

When suitable simplifying assumptions are made, then Monte 
Carlo calculations become much less formidable and numerical 
solutions of a transport equation become feasible. In addition, fewer 
input data are required for such treatments. The accuracy of the 
results depends on the accuracy of the input data, the aptness of the 
mathematical model, and the precision of the computational 
technique. 

The results of interest should be checked with experiment. If the 
agreement is not satisfactory, then the mathematical model might be 
modified and more accurate input data might be sought. If the 
results of our most elaborate calculations, using the best input data 
available, still do not match our observations within the 
experimental error, then we probably will try to adjust our 
calculations in a manner that would insure agreement. Thus we 
would make our method partly empirical. 

If we are interested primarily in the physics of x-ray production, 
then an empirical adjustment would be unappealing; we would 
prefer to let experiment determine fundamental parameters (such as 
various cross-sections), rather than affect our results more directly. 

However, if our main concern is to calculate the composition of 
electron probe specimens, then we would welcome any method, to 
whatever extent empirical, that would be widely applicable and that 
would give good answers. Of course, we also want calculations that 
are simple. 
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C. DEVELOPMENT OF FORMULAS 


One very great advantage of the fundamental approaches ts that 
they can lead to convenient formulas. Suppose a method of 
calculation, perhaps very complicated, has been tested 
experimentally for several widely different situations. This method 
could be used to generate values of compositions and corresponding 
x-ray intensities for a greater variety of situations than experiment 
alone could feasibly provide. Such information could be used to 
check the results of more approximate treatments. It might also 
happen that simpler theoretical approaches could provide a 
mathematical frame into which could be substituted parameters 
calculated solely to make the simpler formula agree with results of 
the more elaborate calculations. 

As suggested earlier, the real test of a formula is whether the 
results of direct interest in quantitative analysis agree with 
experience. To check less essential implications of a method might 
be too severe a test. An example is provided by Philibert’s 

fee 1S a) 
(14+ y/o)[1 + h(1 + y/o)] 


This representation corresponds to an electron excitation function 
of the form 


leh 


d(pz)=(const.) x {exp [— opz] —exp[— opz|}, (2) 
which may be verified by calculating 
FW=| p2) exp [- ypaldpz @) 
oO 
and 
f(X)=F(x)/F (0) (4) 
An interesting feature is that 
(0) = 0 (5) 


regardless of the value of the constant. Such obvious disagreement 
with measurements of ¢(pz) (Fig. 1) should not in itself be a 
criticism of the formula for f(x). Philibert’s equation (especially with 
the o as modified by Duncumb and Shields, and others) has enjoyed 
wide applicability and reasonable accuracy. 
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Figure 1. Comparison of two (pz) curves for copper at 29 keV. The solid line is 


the measurement by Castaing and Descamps. The dashed line corresponds to 
Philibert’s f(x) with the Duncumb-Shields o. The curves are normalized to give 


equal values for F(0). 


D. STRUCTURE OF FORMULAS 


Whether one used elaborate calculations or a partially empirical 
technique, there would seem to be an advantage in organizing the 
available information in a way that treated individually those 
contributions that could be found separately. 
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It has been customary to consider separately the following three 
sources of characteristic radiation: 

(1) ionization by the incident electrons, 

(2) ionization by other characteristic radiation, and 

(3) ionization by the Bremsstrahlung. 
If these components are labeled 1,, I., and I, then the total intensity 
is 


I=], +I, 41s (6) 
and relative intensity is 
1 bth+h A 


* It + i +1 


where the asterisk refers to the comparison standard. 
In spite of the simplicity of this last equation, the relation often is 
expressed in terms of factors: 


l; ( =) I 
Lt 
fi +t 


These two forms are mathematically equivalent, and the choice 
between them could be a matter of personal preference. The first 
factor in equation (8) usually has been written as the product of an 
“atomic number factor” and an “absorption correction factor’. The 
remaining factors are ‘fluorescence correction factors’ for 
excitation by other characteristic lines and by the continuum. 

Each correction factor supposedly accounts for the effect of a 
different type of physical interaction. The atomic number factor is 
fashioned so that it would equal unity if the rate of characteristic x- 
ray production caused directly by electron ionization of the target 
atoms were proportional to mass concentration. The absorption 
correction factor is so contrived that if certain combined effects of 
electron scattering and x-ray absorption were the same for unknown 
and standard then this factor also would be unity. Similarly, the 
greater the contribution of fluorescence by characteristic lines, then 
the further the fluorescence correction factor departs from unity. 
Fluorescence by the continuum is considered by means of another 
factor with similar interpretation. 
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The arrangement of these contributions into factors has three 
disadvantages. First of all, these factors do not contain only those 
effects that they presume to describe. Each factor includes other 
contributions. Secondly, if 1,, l., and 1; are calculated individually, 
then the factorization creates a mathematical redundancy that 
increases computational labor. Thirdly, this redundancy tempts us 
to make approximations in order to simplify the formula. One 
approximation that suggests itself immediately is to take 


( a —-)- ( + =) (9) 
I, + L I, 


This introduces very little error, for 1, and I; are generally small, 
compared to I,. Nevertheless, this approximation is not necessary if 
we use [=1, +]. 41s. 

Approximations have been made in several derivations of the 
factor for fluorescence by characteristic lines, 


I, 
+ =) 
1, 


To illustrate this, it will be necessary to express I, and I, in some 
detail. 
The primary radiation for element A can be written as 


1,=Gafa(xa) (10) 


where the absorption function f(x) applies to element-A radiation. 
The factor G, represents the total radiation of element A that is 
generated throughout the specimen, before any absorption occurs. 

It has been shown [1] that the element-A radiation fluoresced by 
element-B characteristic radiation can be expressed in terms of fx(x) 
as follows 


I, = felva) - 4) GgCao,Q — Vd apap 


co 1 — fy(t)/fy(X,) 
x 4 (1/x4) + In (1 + x4/um Be) «f ee) 
UuB hE = XA) 
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Simplification of the integral above will be described a little later. 


At the moment, consider what happens when the effect of 
fluorescence is expressed as a factor: 


I, f5(X a if Gp 1] 
(ere |e - —~ —~iGuem (1 — — | aie > (12) 
I, falXa) y) Ga J A 
A natural temptation is to simplify the expression by making the 
approximation 


feta) 
B\XA (13) 


falXa) 


In fact, this is precisely one of the approximations made by Castaing 
in his derivation [2]. and made also by several others [3.4] who 
have developed or modified formulas. It is not obvious whether this 
approximation always is a safe one to make. Using the Philibert 
expression for f(x). as modified by Duncumb and Shields [5]. one 
finds that for a 10% Cr—90% Ni specimen, analyzed with a probe 
voltage of 20 kV and a take-off angle of 10°, 


fy dX cr) 
= 1.03 (14) 


fo AXc r) 


Fortunately, though, this 3% error in the fluorescence intensity 
contributes only a .3% error to the total intensity, for this particular 
case. Perhaps for some other specimen the errors would be greater. 
At any rate, these errors can be avoided simply by not making the 
approximation. 

The integral that occurs in the complete formula (Eq. 11) can be 
eliminated easily whenever f(t) is represented by a rational function 
(a quotient of two polynomials). For example, one of the 
approximations of Castaing was to use 


B(pzZ) « e~ TP 2 (15) 


in part of his derivation [2]. From the definition of f(x) (Eqs. 3 and 
4), one may calculate 


f(t)" 


(16) 


Leere 
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which permits integration in closed form, leading to 


Pot dm(eS)-2 (i | (17) 
X4 Fae oo PMB 
This result is the same as Castaing’s, which originally was obtained 
through a different mathematical formulation. 

Although Castaing’s formula is a good compromise between 
accuracy and mathematical complexity, it would seem reasonable to 
seek further improvement by taking advantage of the general 


formula (Eq. 11), and using whatever additional information we 
have concerning f(x). At present, a useful expression is Philibert’s 


[6] 


lash 
OS ——————————— (18) 
d +y/on)[ l +hd + y/o) ] 


This, of course, is a rational function, and permits reduction of the 
integral in equation (11), leading to 


bo +x b phe 
ee Ee Aj po ESS i (1s I (19) 


b,(b.—by) Lys b2(b,—b,) Lue 
where 
l+h 
b, =o, and b, = , oR (20) 


The result is slightly more complicated than Castaing’s formula, but 
would be practically no more time-consuming in computer 
calculations. 

This expression was compared with Castaing’s (Eq. 17) for a 
10% Ti-90% Cr binary analyzed at 30 keV with a take-off angle 
of 15°. The Philibert f(x), as modified by Duncumb and Shields [5 ] 
was used. If the same parameters are substituted into equations 
17 and 19, the values differ by 4.1%. A more appropriate com- 
parison is to use the Philibert o [6], as recommended by Reed [4], 


62 ELECTRON PROBE 


when evaluating equation 17. If the Duncumb-Shields o is used, 
as before, in equation 19, then these two expressions differ by 7%. 
This produces more than 1% error in the total calculated intensity. 
Errors of this size might not be particularly serious. The point iS 
that here is one more source of error that now can be avoided. 


III. Conclusion 


The effect of fluorescence by characteristic lines can be expressed 
in terms of f(x), without any need for 4(pz) per se. When f(x) is 
represented by a rational function, the resulting formula has a form 
that is convenient for calculations. In particular, Philibert’s f(x) is 
well suited, and produces a formula only slightly more complicated 
than Castaing’s. As better expressions for f(x) are developed, the 
formula for fluorescence by characteristic lines can bé improved 
correspondingly. 
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COMPUTATIONAL METHODS FOR X-RAY 
EMISSION FROM TARGETS EXCITED BY 
ELECTRONS 
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Electrical Engineering Department, University of Southern California* 
Los Angeles, California 90007 


Abstract 


This review treats the question, what methods are at our disposal 
for the theoretical calculation of the production of electron excited 
x-radiation. Three approaches to the problem are described: 
numerical solution of a Boltzmann equation for electron transport, 
analytical solution of a Boltzmann equation in terms of moments of 
the electron distribution, and Monte Carlo calculation of the travel 
of a representative group of electrons. The differences and relative 
advantages of the three methods are stressed. Limitations of the 
theory and of the necessary input parameters to the theory are 
commented on. Some significant predictions of the theory are 
compared with experimental work. 


I. Introduction 


The aim of this paper is a brief critical survey of the presently 
available techniques for the calculation of the distribution in depth 
of primary (electron excited) x-ray production. The approach will be 
personal and selective rather than objective and exhaustive. First, 
we analyze three quite different computational approaches which 
have been tried with some success. Secondly, we consider the 
common body of physical theory on scattering, energy loss, and 
ionization phenomena which is used by each of the computational 
methods. Then we will compare the predictions of theory with 
various experimental data and attempt a judgment of the status of 
the theoretical (and experimental) research program. Finally, a few 
comments on several courses of action which might or should be 
followed up. 


*Presently at Naval Research Laboratory, Washington, D.C. 
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II. Theoretical Discussion 
A. THREE COMPUTATIONAL TECHNIQUES 


We shall be interested in the bombardment of a homogeneous 
semi-infinite solid target with electrons of perhaps 30 keV. Before 
beginning let us introduce three fairly reasonable simplifying 
assumptions. First, the impinging electrons will be assumed to lose 
energy only through collisions with atomic electrons. Second, they 
will be assumed to be deflected only by two-particle elastic 
scattering interactions with the field of the atomic nuclei. Third, 
after an electron has lost a certain energy to the target. the path 
length it has traveled in the target will be represented by the mean 
path traveled by electrons while losing this much energy. Each of 
these simplifications may be somewhat relaxed, but it 1s the fact that 
these are a reasonable schematization which gives this problem such 
simplicity as it possesses. Two additional properties of this physical 
process can often be used to simplify analysis. They are the facts 
that scattering is predominantly into small angles, and that after the 
electrons have been frequently scattered their travel becomes a 
diffusion process. 


The Transport Equation: 


The travel of high-energy electrons in solids may be handled with 
a Boltzmann transport equation. The essence of this treatment is 
that one may treat the particles not individually but rather with a 
“distribution function” 


f(F.V.t) 
which is the probability of a particle at time t lying within d’r around 
Yr and having a velocity vector lying within d’v around V. If we 


assume a one-to-one relation between path traveled, s, and velocity, 
v, then the same information will be given by 


f(r,U,s) 


where U is a unit vector in the direction of motion. The time and the 
magnitude of the velocity are both specified by the distance the 
electron has traveled, s. Now, the equation of motion for the 
distribution function, the transport equation, is 


(d/ds) f(F,U,s) = -1-V,f(Fu,s) + 
N J [o(a,v) sin a da dp] [f(F,0s)—f(F,0,8)] (1) 
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(N is the number of scatterers (atoms) per cm: o(a.v) is the cross 
section for scattering of an electron of velocity v_ through angle a: 
sin ada d@ is the solid angle lying between a and @ plus da, 8 and 
8 plus dB where @ is the azimuthal angle in spherical coordinates; W’ 
is some other direction of motion making an angle a with U). In this 
equation the first term on the right hand side represents convection 
or streaming, the first term in the integral represents scattering into 
the solid angle at u and the second term represents the scattering out 
of it. This very complicated differential-integral equation can be 
much simplfied by introducing the “small angle approximation”. 
The scattering terms are given a series expansion and, recalling that 
scattering is predominantly through small angles, we retain only 


(9/ds) f(F,U,s) = —U- V, f(F,U,s)+(1/A) V2 f¢F,U,s) (2) 
where A is the momentum mean free path 
(i/N)=aN f sin ada o(a,v)(1-cos a) (3) 


Furthermore, we shall consider only the distribution in depth below 
the specimen surface. This reduces the number of independent 
variables from seven to only three, viz 


(0/ds) f(x,0,s)= —cos @ (0/dx) f(x,@,s) + 
(1/d)(1/sin 6)(8/00) [sin @ (0/00) f(x,6,s)] (4) 


where @ is the angle between the direction of motion and the internal 
normal to the specimen surface. This equation appears much less 
formidable and can in fact be solved numerically given A as a 
function of v, and v as a function of s [1,2]. Knowing f(x,6,s) it is not 
difficult to calculate the distribution in depth of primary x-ray 
production given the probabilities for ionization of the relevant 
atomic shell. The numerical solution also yields very interesting 
information on the distribution in energy and angle of electrons 
backscattered from the specimen. 

It is useful to know that after a large number of collisions the 
transport equation may be well approximated by a diffusion 
equation. We define the total electron density at a given position 


+7 
F(x,s)=|  £(x,0.s)[27 sin 6 dé] (5) 


th! 


and the current density 


+7 
J(x,s) =| [cos 6 f(x,6,s)][27 sin 6 dé] (6) 
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Then when 


(1/J) (d3/ds) << (1/A) 


it may be shown [3] that 
(@F/ds) = (A/6) (0° F/dx?”) (7) 


where /6 is of course a diffusion coefficient. Note that in this 
transformation we have eliminated one more independent variable 


and have obtained a much easier equation to work with. 


Moment Methods: 


Spencer [4], elaborating on the methods of Lewis [5]. has solved 
the Boltzmann equation in terms of the moments of the electron 
distribution without using the small angle approximation. 
Unfortunately this solution is for “scattering media which are 
homogeneous and without boundaries.’’ Here the transport equation 
is attacked by an expansion of f(x,@,s) and o(a,v) in spherical 
harmonics. These expansions are substituted into the transport 
equation leading to a linked system of differential equations in terms 
of the expansion coefficients. These coefficients are 

are! 


fi(x,s)=27] d(cos 6) P(cos @) f(x,6.s) (8) 
—1 


+1 
aov)=27}] d(cos a){1-P(cos a)}o(a,v) (9) 
1 


where the P,,(z) are Legendre polynomials. This series of equations 
has not been solved for the f(x.s) but it has been solved for the 
spatial moments of the expansion coefficients 


fin(S) -| dx x" f;(x,s) (10) 


It is easy to see, for example, that the mean depth for a given value 
of s is 


(x(s))= for(s) 


since P,(z)=1. Metchnik and Tomlin [6] have treated X-ray 
production using a simplified version of Lewis’ theory. They use 
only his mean depth, which may be written 


(x(s)) = fo1(s) -[as exp -[ eines] (11) 
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where A is again the momentum mean free path (a function of v and 
therefore of s). As the Metchnik and Tomlin treatment is rather 
overly simple we shall not consider it further. The Spencer 
treatment may be useful for our problem in cases where the effect of 
the boundary at x -O can be neglected. Its principal advantage 
appears to be its avoidance of the small angle approximation. From 
the point of view of computational difficulty it appears to be at least 
as troublesome as the other techniques that we shall discuss. 


Monte Carlo Methods: 


The Monte Carlo technique has a quite different structure from 
the two just described. It does not deal with a distribution function 
but rather makes a random sampling of calculated paths of 
individual electrons. The simulated electron trajectories are 
generated by using random numbers to determine the new direction 
and energy of an electron after each scattering event by sampling 
from the appropriate scattering distribution, and also to determine 
the distance the electron travels between events. The technique as 
just sketched is often prohibitively expensive in computer time, and 
in order to reduce the required amount of computation it is common 
to abandon the complete description of particle histories. In this 
approximation the availability of analytical solutions for certain 
aspects of the multiple scattering problem is utilized. A 
“condensed” history is sampled by letting the particle carry out a 
random walk in which each step takes into account the effect of 
many collisions [7]. . 

For instance, in the treatment of Bishop [8] of our problem the 
electron trajectory is divided into 25 steps. The electron is assumed 
to scatter at some random fraction of the step length through an 
angle selected from a scattering distribution given by Goudsmit- 
Saunderson multiple scattering theory [9]. The latter gives the 
angular distribution of electrons having traveled a distance s in 
terms of a series in Legendre polynomials. (We shall give a bit more 
detail on this theory below.) The physical assumptions used by 
Bishop in his Monte Carlo calculation [10] are very similar to those 
used in the numerical solution of the transport equation [1,2]. The 
only clear difference is that the Goudsmit-Saunderson theory does 
not use the small angle scattering approximation. Differences 
resulting from this fact would be expected to show up most clearly in 
the energy distribution of backscattered electrons. This is due to the 
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fact that the small angle approximation is expected to underestimate 
the large angle scattering (5). These differences have not been 
observed, as will be discussed below. As used in the above 
examples, the transport equation solution appears to be slightly 
more efficient than the Monte Carlo solution. This is no doubt partly 
due to the ability to shift to a diffusion approximation to the 
transport equation when sufficient scattering has taken place. 
Unfortunately a comparison of the efficiencies of the two techniques 
is a bit speculative because of the difficulties of comparing work by 
different programmers on different computing machines. 


B. SINGLE AND MULTIPLE SCATTERING THEORY 


Let us look briefly at the theory of electron scattering available to 
be introduced into the computational schemes outlined above. A 
quantum mechanical treatment using the Born approximation (a first 
order perturbation theory) gives the curious result that the cross 
section for scattering of an incident electron by the nucleus is given 
correctly by the classical Rutherford cross section. The Born 
approximation is better as one goes to high energy electrons, to low 
atomic number nuclei, and to small scattering angles. Comparison 
with the more accurate Mott theory [11] indicates that the 
Rutherford scattering cross section for a scattering angle of 180° and 
an electron energy of 50 keV is 20% high for Al and 225% low for 
Pb. The discrepancies are very much smaller for the predominant 
small angle scattering. A further problem is that the Rutherford 
cross section blows up as the scattering angle goes to zero (as the 
impact parameter goes to infinity). This difficulty can be overcome 
by taking into account the fact that the Coulomb field of the 
nucleus is shielded by the atomic electrons at large scattering 
parameters. This introduces the problem of choosing a reasonable 
representation of V(r), the atomic field. For atoms which are not 
too light one may use the Thomas-Fermi statistical atomic model 
where 

V(r) = — (Ze?/r) f(t/p) 

p=0.885 a, Z-175 
a = first Bohr radius of H 

= 0.529 R 

The function #(r/) has been tabulated. Unfortunately it is known to 
be inaccurate for large values of r/u [12]. This will show up in the 
small angle (large impact parameter) scattering. The Hartree-Fock 
field is better for low Z and large r but its application can be a 


(12) 
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lengthy procedure. Moreover, neither of these theories take into 
account the modification in the potential due to solid binding. This 
too will affect the small angle scattering. Massey [13] suggests that 
the following approach may be ‘“‘as accurate as the neglect of 
modifications due to the solid justifies, except for the lighter atoms.” 
We approximate the Thomas-Fermi field by 


d(r/p)=ee"! # (13) 


where c is an empirical constant of order unity. Using the Born 
approximation this yields (in non-relativistic form) 


o(a)=(Z2e*/4m?v*)[sin? (a/2) + B?]? 


B=0.565 Zc (27re2/hv) (14) 


Note that 6? is a damping constant which prevents o(«) from blowing 
up as a goes to zero. Note also that this is a conveniently simple 
form for o(@). In particular it draws from Thomas-Fermi theory the 
property that one equation applies to all atomic numbers (if they are 
not too small). 

In any treatment of our problem account must be taken of the 
probability that an electron may scatter more than once. In Eq. 8, 
containing the small angle approximation, this process is covered by 
the Laplacian term 


(1/\) V2 fr,0,s) 


where the cross section for single scattering is contained within A. 
Substitution of Eq. 14 into Eq. 3 yields, neglecting small terms 


(1/A) =(@NZ?e4/m?2v4) [ Jn. (1/B?)-1] (15) 


Note that the damping constant is contained in a logarithm. This 
somewhat reduces the sensitivity of 4 to a proper choice of the 
empirical constant c which appears in 8B. One good way of evaluating 
c¢ is by comparison with a numerical determination of A using a 
Hartree-Fock potential. 

In the Goudsmit-Saunderson multiple scattering theory used by 
Bishop [9,8] a property of Legendre polynomials is exploited. If 0, 
is the deflection after one impact and @ is the total deflection after n 
impacts then 


(P(cos 6)) = (Pi(cos 6;))” 


That is, the average value of any polynomial after n impacts is equal 
to the n th power of the average value of that polynomial after one 
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impact (providing that the scattering law is cylindrically 
symmetrical). The Goudsmit-Saunderson work is a predecessor of 
the Lewis work and is closely related. It concerns itself only with 
the angular distribution, yielding 


F(0.s) =f f(F.0,s)dr = (1/2m7) $1 +1/2) Pi(cos 8) 


I=0 


x exp |-N I ‘ova | (16) 


Note again that o/(v) is a generalization of 1/A (compare Eqs. 3 and 
9, and Eqs. 11 and 16). Once again this solution is for a medium with 
no boundaries, and @=0 corresponds to the initial direction of the 
electrons. Note finally that the Goudsmit-Saunderson theory retains 
the details of any chosen single scattering cross section in the 
various a(v). 

One of the virtues of a numerical solution of a problem is the ease 
with which one may make a judicious combination of techniques, 
using each in that portion of the problem for which it is best suited. 
For example, the following approach has been found useful. First 
the electrons are allowed to penetrate a very short distance into the 
target and to assume an angular distribution given by the cross 
section for single scattering. This avoids the small angle 
approximation in a region where it is most important. Then the 
electrons are allowed to proceed as predicted by Eq. 4, the transport 
equation with small angle approximation. Finally, after considerable 
scattering has occurred the electrons proceed as predicted by Eq. 7. 
the diffusion equation. This scheme seems to strike a nice 
compromise between rigor and computational efficiency. 


C. ENERGY LOSS AND STRAGGLING 


The assumption of a one-to-one relationship between the energy 
of an electron and the distance it has traveled in the target is almost 
always made. In fact it can be shown that electrons must have a 
distribution of energies which is approximately Gaussian with a half 
width at half maximum equal to about 


AV=0.126 V Z(V,-V) (17) 


where V is the mean energy (in keV) of the electrons after having 
traveled a certain distance and V, is the initial energy (s=0). The 
effect of energy straggling is difficult to assess. It may be reasoned 
that straggling is most pronounced after the angular distribution has 
become nearly isotropic and thus the effect of a distribution of 
values of A is minimized. The effect of straggling must be most 
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pronounced in the distribution of electrons at considerable depths 
below the surface. This is clearly so since electrons which have lost 
less energy than average can travel farther. This is probably not too 
important for our problem since x-rays produced at great depths are 
heavily attenuated. Some rough correction for straggling can be 
attempted by allowing some fraction of the electrons to travel a bit 
farther than normal and some fraction to travel a bit less far than 
normal, but the effect of such a correction on the distribution in 
depth of x-ray production is small. 
The usual range-energy relation is 


Eo 
bs i (dE/ds)1dE (18) 
E 


where the mean rate of energy loss dE/ds is taken from Bethe’s 
theory, one simple non-relativistic form of which is 


—(dE/ds) =(27re*N/mv?) Z In (m?2v4/12) (19) 


where I is an empirically determined average ionization energy. 
Two brief comments on Eq. 19. First, the values to be used for I are 
still in contention [14]. Moreover, the values for I are determined 
for energies much greater than the K shell ionization energies. What 
is to be done for energies lower than this is not completely clear. 
This is of interest for the calculation of production of L lines, but 
fortunately this is usually of interest for heavy elements where the 
fraction of K shell electrons is small. Secondly, experimental checks 
of the Bethe law [15,16,17] give no clear idea of how good it is. The 
work of Bichsel [18] implies that the expected accuracy should lie 
between 1% and 5%. Now, a comment on Eq. 18 which contains the 
implicit assumption that 


(ds/dE)=(dE/ds)"! 


Since energy loss is not a continuous process this is not strictly true 
but an approximation. Spencer and Fano [19] have treated this 
problem in some detail. A first approximation solution of Spencer- 
Fano theory to the same non-relativistic approximation as Eq. 19 is 


(ds/dE)= —[(27Ne*/mv?)]"[In (4V2/I2)+ 1 - In [V/V -V)]_ (20) 


Note that this equation tends to blow up as V approaches V,. This 
correctly indicates a reduction in the rate of energy loss in the 
vicinity of V,. This results from the fact that energy losses greater 
than V,-V are not possible. A mean range determined from a version 
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of Spencer-Fano theory has been applied to our problem [2]. The 
effects on the distribution in depth of x-ray production are not 
striking. The maximum in the energy distribution of back scattered 
electrons does shift to higher energies, improving agreement with 
experiment. 

D. IONIZATION CROSS SECTIONS, COSTER-KRONIG, ETC. 


To calculate the distribution of x-ray production from the electron 
distribution function of course requires information on ionization 
probabilities. The fact that in microprobe work one is almost always 
using ratios of intensities serves to reduce the sensitivity of the 
problem to the details of these probabilities. This is fortunate, since 
both the experimental and theoretical work in this area are in an 
unsatisfactory state. A combination of theoretical and experimental 
considerations suggest that the cross section for K shell ionization 
may be roughly represented by the form 


Qx varies as (1/Vx2)(Vx/V)" In (V/Vx) (21) 


where n is a constant of the order of one. The constant of 
proportionality is not necessary for the determination of a ratio of 
intensities. The situation for L lines is less satisfactory. For lack of a 
better solution it is usually assumed that Q,; has the same form as 
Q,. Furthermore, in the case, for instance, of L,,, ionization one 
really should account for the probability that an L; ionization may 
make a non-radiative transition to an L,,; ionization. To do this one 
needs the Coster-Kronig coefficients giving the transition 
probabilities (not well known) and also the ratio Q, ;;;/Q), ; (not well 
known). Once again, the effect of these uncertainties is somewhat 
reduced by taking intensity ratios. Finally, if one wishes to calculate 
the absolute intensity of x-ray production one needs to know the 
constant of proportionality for Eq. 21 and to know the fluorescence 
yield factors. These latter are not well known for low atomic 
number. 


E. IONIZATION DUE TO FLUORESCENCE 


Secondary ionization may occur as a result of fluorescence by the 
continuum or by sufficiently energetic characteristic lines. The latter 
is usually of importance only when the exciting line is close to the 
ionization energy of the excited line. This effect has been treated 
well enough for our purposes by Reed [20]. Fluorescence due to the 
continuum can also be treated approximately. In this case the 
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mathematics may become very tedious, especially when there are 
many absorption edges between the ionization energy and the short 
wavelength limit. Nevertheless, the key physical assumptions 
involved in this treatment may be stated concisely. All of the 
exciting radiation is assumed to be produced at the surface and to 
travel in all directions with equal probability. Thus half of the 
intensity is immediately lost from the target. The number of 
continuous quanta per electron located between A and d plus da is 
assumed to follow a law like 


dN.(A)=34.2x106Z ATAswe gy 


ASH hi 
where Aswi is the short wavelength limit of the continuous spectrum. 


III. Experimental Justification 


We have discussed some of the possibilities and problems basic to 
the calculation of the distribution in depth of x-ray production. Now 
let us see if we can make a judgment as to the success of such 
calculations by comparing predictions with experimental results. 

In Figure 1. the predictions of the transport equation program 
(TEP) [2] are compared with the results of Castaing and Descamps’ 
tracer experiment [21]. The agreement is encouraging. The 
differences for Au (Bi tracer) at low mass-depths are thought to 
result from the use of a somewhat too thick tracer layer in the 
experiment. It is not really clear why the calculated x-ray 
production lies as far as it does above the measured in the case of Cu 
(Zn tracer) at large mass-depth. Figure 2 compares the tracer 
experiments of Castaing and Hénoc with the predictions of the TEP 
and of Bishop’s Monte Carlo program [22]. Here also the 
agreement is sufficiently good that it is difficult to decide in what 
ways the theory may be superior or inferior to the experimental 
data. In Figure 3, we look .at the energy distribution of back- 
scattered electrons. Here the TEP and Monte Carlo predictions 
are compared with the measurements of Kulenkampff and Spyra 
and of Bishop [23,8]. The Kulenkampff and Spyra data have 
been normalized so that the total backscattered fraction agrees 
with that measured by Bishop [8]. It is interesting that the TEP 
and Monte Carlo results are very similar. This would seem to 
indicate that the introduction of the small angle approximation 
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Figure 1. Distribution in depth of primary x-ray production. Initial electron energy, 
29 keV. Normal incidence. 


into the transport equation is not serious. Figure 4 compares 
the predictions of the TEP of the absolute intensity of 
emerging x-radiation from Al at a takeoff angle of 15.5°. The 
experimental data have been previously reported [24] but the 
voltage has been recalibrated and the Heinrich absorption 
coefficient [25] has been used. The agreement is surprisingly good 
since the fluorescence yield factor for Al is uncertain (we used 
.0267). In Figure 5, we show the calibration curve (Latioy/ I pure Versus 
weight fraction) for Ni K, radiation in the Fe-Ni system. Here the 
predictions of the TEP are compared with the measurements of 
Goldstein [26] and with calculations using the absorption 
corrections of Green [27] and Castaing and Descamps [21]. The 
surprising thing here is the degree of disagreement between Green 
and Castaing and Descamps. The takeoff angle was 15.5°. Figure 6 
makes a similar comparison with Ziebold’s measurements for the 
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Figure 2. Distribution in depth of primary x-ray production for Al with a tracer of 
Mg. Normal incidence. 


Au L, line in Cu-Au alloys [28]. Here we found it necessary to 
make a correction for secondary ionization due to the continuum. It 
is calculated that at this takeoff angle (52.5°) 15.3% of the measured 
radiation is due to secondary ionization in the case of pure Au. 

The previous comments have indicated the need for more precise 
experimental work. From the point of view of judgment and 
improvement of the theoretical work, we are most in need of better 
data on the energy distribution of backscattered electrons and on the 
distribution in depth of x-ray production. Also, as has been 
indicated, the data on ionization probabilities are definitely in need 
of work. 


IV. Conclusions 
A. ANALYSIS OF THE THEORY 


In our judgment the major weakness of the theory at present lies 
in somewhat questionable schematization of the scattering process. 
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Figure 3. Energy distribution of backscattered electrons. W is V/V.. The curves 
are, in ascending order, for Al, Cu, and Au (with the exception of the Kulenkampff 
and Spyra data where the upper curve is for Pt). 


Some improvement might be expected from the introduction of a 
more realistic atomic potential and from correction for the Born 
approximation and the small angle approximation. These 
modifications do not appear to be easy. Two possibilities come to 
mind. First, one can imagine using a Thomas-Fermi-like potential 
which took better cognizance of the presence of the atom in a solid. 
Secondly, it might be possible to introduce the Spencer moment 
method during the early stages of electron travel where the 
limitation of infinite scattering media is of less importance. This 
would allow a more exact use of the single scattering cross section 
during a critical region. A generalization of the theory which would 
be most interesting would be to determine the three dimensional 
distribution rather than just the distribution in depth. This greatly 
complicates the problem. In the case of the transport equation one 
goes from three to seven independent variables. Further, it would be 
interesting to remove the restriction to homogeneous scattering 
media. No doubt this could be handled, but the computational effort 
appears excessive at the moment. 
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Figure 4. Variation with voltage of x-ray intensity emerging from an Al target at a 
takeoff angle of 15.5°. Absorption coefficient from Heinrich. Fluorescence yield 
factor, 0.0267. 


B. COMMENT ON APPLICATION OF THE THEORY 


The art of making corrections for quantitative analysis with the 
microprobe (empirical calibrations aside) has become polarized 
around the absorption, fluorescence, and ‘‘atomic number” 
corrections. This division has proven useful, but it is perhaps well to 
remind ourselves again that it is somewhat artificial. For instance, in 
the calculations leading to the TEP results in Figures 5 and 6, the 
atomic number and absorption correction factors did not enter 
explicitly. The calculation proceeded directly from an integration 
over the distribution in depth of primary radiation. Ideally, the easy 
availability of reliable computer calculations of the x-ray 
distribution will render these concepts excess baggage. It is not yet 
clear that we have reached this state. 
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© Calc. absorption correction using Greens f(x) 
O Calc. absorption correction using C&D's f(x) 


Figure 5. Calibration curve for Ni K. radiation in Fe-Ni alloys. C is the weight 
fraction of Ni. K is the intensity ratio Iaoy/Ipure. Incident electron energy, 30 keV. 
Takeoff angle, 15.5°. 
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TEP corrected for secondary ionization due to continuum 
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Figure 6. Calibration curve for Au L, radiation in Cu-Au alloys. C is the weight 
fraction of Au. K is the intensity ratio Lanoy/lpure- Incident electron energy, 30 keV. 
Takeoff angle, 52.5°. 
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Abstract 


The general physical picture of the interaction of the electron 
beam with the specimen in the x-ray microanalyzer is clear. 
Nevertheless, many of the numerical results yielded by even the 
most successful theoretical calculations fall outside the range of 
experimental error. An improvement in this position can be attained 
in principle but only at the expense of long and tedious calculations. 
However. if one is prepared to limit the field of application of a 
model on an empirical basis or introduce plausible assumptions, 
surprisingly accurate quantitative analysis can be performed in 
practice. The present paper reviews various models of this type, and 
makes some suggestions for further work. 


I. Introduction 


Electron probe microanalysis is now acommonly accepted tool in 
quantitative microanalysis. Many difficult technical and 
instrumental problems have been overcome in recent years, so that a 
remarkable range of specimens can now be examined. For many 
purposes an approximate idea of the concentration of an unknown 
element is adequate, but eventually all electron probe users are 
faced with the problem of providing a quantitative answer, to a 
relative accuracy of perhaps one or two percent. It is at this level 
that the real difficulties begin. There are many reasons for this in 
practice. 


II. Discussion 
A. INSTRUMENTAL ERRORS 
Among these difficulties may be mentioned instrumental 
shortcomings such as electrical and mechanical drifts and 


instabilities. Field tests on groups of instruments made by the 
Midlands probe users group suggest that errors from these causes of 
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up to 5% are not uncommon in day-to-day working, but can be 
overcome with time and care. Other errors can arise from errors in 
the data needed for applying various corrections. An obvious 
example is that of mass absorption coefficients in the soft x-ray 
region. Errors of 100% in this region have been suspected at times 
when corrections are being applied to the measured carbon content 
of uranium carbide, for example. 


B. GENERAL CONSIDERATIONS ABOUT MODELS 


The present contribution is not concerned with errors of this type 
as they contribute only incidentally to error in quantitative analysis. 
However, there are certain experimental errors which are more 
insidious and which may influence profoundly the performance of a 
particular model which forms the basis of the correction procedure. 
For example, the fraction y of primary electrons backscattered from 
a pure element is an important parameter in any empirical method of 
quantitative correction. In some models, experimentally determined 
values of backscattering coefficient are built into the method. The 
accurate measurement of this simple ratio is surprisingly difficult to 
carry out in practice. The two most recent and careful 
determinations by Philibert and Weinryb (1962) [1] and by Bishop 
(1966) [2] lead to coefficients that differ by more than 10 percent 
for heavy elements. A similar situation arises in the more complex 
experimental measurement of the distribution as a function of 
energy of the backscattered electrons. For example, the widely used 
experimental results of Kulenkampff and Spyra (1954) [3] cannot 
be reconciled quantitatively with those of Bishop (1966) [2]. 
Nevertheless, both sets of data have been successfully put to use in 
various correction procedures. 


C. IDEAL REQUIREMENTS OF A MODEL 


Ideally this state of affairs should not arise. A genuine theory of 
electron probe analysis should be based on more fundamental 
considerations such as the electron scattering and x-ray emitting 
properties of atoms in metals. Unfortunately it must be admitted 
that we are not yet in possession of a comprehensive theory of 
electron interaction with metals. A quotation from Professor S. F. 
Edwards (1967) [4] in a recent article entitled “‘How do electrons 
really behave ina metal?’ runs as follows: “In conclusion I would 
say, if I were a pessimist, that metal theory has passed into the same 
state of knowledge that classical liquid theory entered many years 
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ago. The picture is there but the numbers are not. If an optimist, I 
would say that our knowledge is so good that it is really up to 
theorists to show why it all works (notwithstanding the comments 
above) as well as it does.” 

In many ways this statement could serve as a summary of the 
closely related subject of the present state of the theory of electron 
probe analysis. It is still possible to take on logical grounds either an 
optimistic or a pessimistic view of the possibility of deriving all the 
corrections for quantitative analysis entirely from basic principles. 
In the meantime samples for analysis are accumulating around the 
instruments, and quantitative results must be declared with 
confidence. 


D. TWO APPROACHES TO CORRECTION PROCEDURES 


It is not surprising therefore that two approaches to the subject 
may be discerned which will certainly influence the choice of model 
and which are inspired by (1) the need to obtain at all costs the 
correct result in the quickest and most certain manner possible in 
the knowledge that considerable liberties have been taken in the 
process and (2) the ultimate necessity of understanding in detail the 
underlying physical principles of electron probe analysis so that new 
situations can be tackled with confidence. In the limit the first 
approach calls for the production of a close range of comparison 
samples thereby eliminating the need for any corrections. It is of 
course difficult to make the range of standards. In the limit the 
second approach substitutes for the close standard merely the name 
of the pure standard element. Most correction methods at present in 
use rely more or less heavily on calibration procedures inasmuch as 
they contain adjustable constants whose value is determined from 
experimental measurements on test alloys. For this reason the fact 
that a particular model or correction procedure leads to the correct 
analytical result, although extremely consoling, does not necessarily 
constitute a fundamental advance and may even be invalidated by 
the arrival of more accurate data. It is therefore useful to analyze 
empirical methods, successful or otherwise, with a view to 
discovering their useful area of application. 


E. PHYSICAL PICTURES AND QUANTITATIVE THEORIES 
In discussing theories of electron probe analysis it should be 


recognized that the real difficulty is to obtain a detailed numerical 
theory to account for the strong interaction of the primary electrons 
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with the atomic nucleus and its associated strongly bound electrons 
of comparable energy in the inner shells. It is not surprising that the 
greatest progress in the quantitative theory has been in the area of 
weak interaction such as occurs in secondary fluorescence of the 
specimen by characteristic or continuous x-rays. In his original 
derivation of the theory Castaing (1950) [5] preferred to deduce an 
approximate theory using the experimentally inspired laws of 
electron retardation of Williams and of Webster. These have the 
great advantage of leading to the correct answer (to a first 
approximation), as revealed by subsequent experiment, whilst 
avoiding several awkward physical problems such as the precise 
nature of the energy loss process and scattering of electrons in the 
target. 

The physical basis of electron probe analysis put forward by 
Castaing and Descamps (1955) [6] was more solidly based relying 
as it did on the experimentally determined distributions of generated 
x-ray intensity with depth by the tracer method. The generalization 
of these results led to a satisfying physical picture of the physical 
processes that are at work. Nevertheless it should be emphasized 
that a correct physical picture is not synonymous with a detailed 
quantitative theory. For example, a knowledge of the electron 
density distribution on pure metals does not make it immediately 
obvious how to analyze an alloy. In fact the labor of calculating 
accurate electron distributions in pure elements alone is 
considerable. 

Thus the early controversies about the existence or not of an 
“atomic number effect” could not be resolved simply by inspecting 
these experimental distributions. It is always possible of course that 
refinements of technique may make it feasible to obtain an adequate 
number of electron distributions in alloys but at the moment this 
approach does not seem to be yielding sufficient data to eliminate 
the need for accurate calculations. 

Another approach might be to measure the intensity of 
characteristic radiation from a sample as a function of take-off angle. 
Knowing the mass absorption coefficient of the material the 
required distribution could be found. Because of purely mechanical 
difficulties and lack of precision in mass absorption data this 
experiment cannot be performed to the necessary accuracy. In fact, 
by means of such experiments one can quickly realize that under 
typical operating conditions f(x) curves (y=(u/p) cosec 6) are not 
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very sensitive to the precise form of the electron distribution with 
depth. Several authors have of course taken full advantage of this 
fact when calculating f(y) curves from comparatively crude electron 
models. None of the present models, including the most Monte 
Carlo methods, is equally accurate for all values of y or for all 
elements. This suggests that, as more accurate (/p) values become 
available it may be possible to refine the experimental technique to 
the point where it might provide useful information about the 
electron distribution with depth especially for soft radiations. 


F. THE NEED FOR A VARIETY OF MODELS 


Since it has not yet proved possible to consider all corrections 
simultaneously either experimentally or theoretically, it is necessary 
to consider them piecemeal. Consider the intensity ratio I4/I[ A] 
measured from sample which contains a weight fraction C, of 
element A. 


E 
Ah * Qk (E) 
14 Ci. OR (8 Ca f(X) Re E, (dE/ds), a) 
I[A] “eek, Ra if Qk (E) dE 
E (dE/ds) 4 


°o 


Here f(x)s refers to the sample and f(x). to the pure standard. Q,(E) 
is the ionization cross-section for K(or L, M, N, etc.) radiation 
(dE/ds) is the electron ‘“‘stopping power’’, R, is a backscattering 
factor that takes care of the fact that some electrons leave the 
material with an energy greater than the critical excitation potential 
E,. E, is the initial potential of the electron. Here s refers to the 
mass/unit area (density x distance) traversed by the electron along 
the trajectory. 

It should be noted that it is not necessary or even desirable to use 
the same model for each factor. For example, if the value of f(x) is 
greater than 0.2 the quickest procedure for adequate accuracy is 
usually the Philibert (1962) [7] expression. 


h 
Ler Xo 
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with o given by Duncumb and Shields (1964) [8] as 


o - 2:39 x10" and - L2A (3) 
E 1.5 oR 1.5 Z? 


It should be mentioned that this expression is based on a model 
that assumes that the ionization cross section Q, does not vary with 
kilovoltage and is therefore likely to be inaccurate where the over- 
voltage ratio E/E, and mass absorption coefficients are high e.g. in 
light element analysis. In such a case a model which employs a more 
exact value for Q, but is perhaps less satisfactory in other respects, 
is likely to be more accurate. 

In many practical cases however, equation (1) can be written 

1* C f, (x) Rs Sy 


A = (4) 
I[A] fa(x) Ra Ss 


where S represents a suitably averaged stopping power in the target 
or pure element. Poole and Thomas (1964) [9] have taken full 
advantage of this simplification in their method, which in its valid 
range of application does not require a knowledge of Q,. It may be 
remarked here that the R values assumed by these authors do not 
agree with those recently determined by Dérian (1966) [10] so that 
some readjustment of the other parameters may be needed to take 
this into account. The general result is that the atomic number effect 
tends to be overestimated by Poole and Thomas. The chief factors 
to be considered in quantitative analysis then are the stopping power 
dE/ds and the backscattering coefficient R. These factors vary with 
atomic number in such a way as to produce an enhancement of the 
X-ray intensity from the light element in a heavy matrix and a 
depletion of that from a heavy element. The effect is noticeable for 
elements of widely different atomic number but can be observed 
(with some difficulty) in the copper-nickel system. Accurate 
measurements in this system might well throw some light on the 
atomic number effect. Experimentally it is difficult to isolate this 
effect since even a small uncertainty (+5%) in the relevant mass 
absorption coefficients is often sufficient to blur it out. For this 
reason many workers in the field have expressed profound 
scepticism even as to its existence. There is little doubt, however, 
that the high intensity ratios observed from low concentrations of 
light elements in heavy matrices are principally due to this cause. A 
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calculation carried out in 1963 by Archard and the author (un- 
published) showed that useful enhancements of several hundred 
percent for the carbon content of uranium carbide could be expected 
at accelerating voltages of 5 kV and take-off angles in the 30—45° 
region. 


G. THE RELATION BETWEEN STOPPING POWER AND 
BACKSCATTERING 


The backscattering of electrons is closely connected with 
stopping power. In fact, if the trajectory of the electron is known a 
separate calculation of backscattering does not arise since the 
integration of equation (1) can be stopped at the point where the 
electron leaves the target. This method is ideal but places great 
reliance on knowing the trajectory. In the target primary electrons 
are scattered elastically by the (screened) nucleus and inelastically 
(by the atomic electrons). Clearly these processes are complicated 
and the loss of energy at each inelastic collision is difficult to 
calculate. It is however. possible to calculate a mean free path 
between elastic and inelastic collisions, using methods developed for 
electron microscopy and discussed by Halliday (1962) [11]. Elastic 
differential cross-sections can be calculated on the basis of 
Wentzel’s (1927) [12] model which takes some account of the 
screening effects of the atomic electrons in the nucleus. Inelastic 
cross-screening effects can be calculated by the method of Lenz 
(1954) [13]. 

To give an idea of orders to magnitude: at 30 kV the total mean 
free path (inelastic and elastic events) in gold is about 30 A witha 
most probable angle of 5 <x 10-2 radian for elastic scattering and 
5 x 10-4 radian for inelastic scattering. In carbon the corresponding 
figures would be 80 A for the mean free path, 3 x 10-? radian for 
elastic and 1.6 x 10~4 radian for inelastic scattering. In gold, elastic 
scattering would be about two and a quarter times as frequent as 
inelastic scattering, whereas in carbon, inelastic scattering would 
be over four times as frequent as elastic scattering. 

A model of this general type should be capable, in principle, of 
yielding valuable information in both electron microscopy and probe 
analysis. A difficulty arises, however, in the lack of detailed 
information about the relation between inelastic scattering and 
energy losses. In practice it has normally proved necessary to resort 
to the Bethe (1930) [14] formula which replaces the actual discrete 
losses by a continuous mean loss. 
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As a matter of interest, a somewhat simplified Monte Carlo 
programme by Lauria (unpublished) based on the foregoing 
treatment has indicated that the above approach can give useful 
results but not of such a degree of accuracy as to justify the 
prohibitive computing time required. 

H. THE BETHE CONTINUOUS ENERGY LOSS RELATION 


According to Bethe (1930) [14] the mean energy loss may be 
written 


dieV) _ d(eV) _ _5 NaZe* ,, 2eV (5) 
d(px) ds eV ’ 


where N, is Avogadro’s number, Z the atomic number and eV the 
energy of the electron, and J is the mean ionization energy of the 
atom. Although there are many approximate versions of this law 
which are simpler for hand calculations, most of these achieve 
simplicity by obscuring the more fundamental constants. It is 
therefore worthwhile to examine Bethe’s Law in more detail. 

An alternative treatment (Bethe 1933) [15] leads to a slightly 
different logarithmic term in equation (5) namely 


vA 
In: =| “) where € = 2.718, 
2 J 


the base of natural logarithms. For an excellent discussion of these 
and other related topics see Bishop (1966) [2]. Probably the most 
difficult term to calculate in equation (5) is the mean ionization 
energy J. Unfortunately in electron probe analysis the range of 
energies of the electrons is large and the energies comparable with 
. the binding energy of the atomic electrons themselves; this makes 
calculation difficult. Until recently it was generally assumed in 
calculation in electron microscopy and probe analysis that an 
expression of the form J 11.5 Z electron volts adequately 
described the situation, especially as the term occurred as a 
logarithm. 


I. REVISED VALUES OF J? 


Recently this view has been challenged by Duncumb and da Casa 
(1967) [16] following a systematic analysis of many well 
authenticated analyses of microprobe specimens of known 
composition. By a process of elimination of various errors in 
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correction procedure, these authors have found it necessary to 
postulate a very different relation between ionization energy and 
atomic number from that given above. This suggests that more 
intensive study should be made into this question. 

Another aspect of the Bethe equation that has been emphasized 
by Bishop (1966) [2] in his Monte Carlo calculations, is that the 
statistical straggling of electrons in the specimen is ignored in the 
Bethe equation and that this could cause errors. This effect is also 
thought to be a principal source of error in Green’s method using 
experimental scattering data from thin films to build up a Monte 
Carlo calculation of a solid target, using the Bethe equation to 
calculate the energy loss in each film. 

It therefore seems feasible that in the not-too-distant future 
greatly improved Monte Carlo methods could be available which 
would lead to a better understanding of the basic processes in 
electron probe analysis and also serve as a working basis for more 
empirical but simpler methods to be applied in everyday use. 


III. Conclusions 


One of the most important problems outstanding in quantitative 
electron probe analysis is the determination of the statistically 
varying energy losses in metals. In the meantime, the advantages of 
a continuous energy loss model are considerable. The Bethe 
expression possibly in slightly modified form appears to be the most 
suitable for the purpose but serious attention must be given to the 
determination by theory and experiment of the excitation energy J. 
The most promising way of achieving a soundly based theory of the 
microprobe is probably by a Monte Carlo method with improved 
scattering cross sections and a modified stopping power relation as 
described above. In the meantime, less fundamental methods may 
be expected to profit from recent improvement in data and give 
quick and reliable results, provided that new ground is not being 
broken. In these empirical methods it is desirable, but not essential, 
that the basic theory and experimental data be the best available. 
The following preferred data are put forward as a basis for 
discussion. 

a. Experimental data on the distribution of backscattered 
electrons by Bishop (1966) [2]. 

b. Backscattered fraction 7 of electrons according to experiments 
by Bishop (this is supported by experiments by Mulvey and Page 
but not by Philibert and Weinryb). 
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The combination of a and b leads to R values that agree well with 
those determined experimentally by Castaing and Derian but not 
with those proposed by Poole and Thomas. 

c. f(x) values greater than 0.1 or 0.2 as determined by the 
Philibert/Duncumb-Shields model. For the smaller values than this 
f(x) values to be determined by models in which the ionization 
cross-section Q, is evaluated as a function of electron energy. Those 
determined by the Monte Carlo method of Bishop would be ap- 
propriate here, especially for light element analysis (cf. Duncumb 
and Melford 1965). 

d. Scattering data that have proved useful in electron microscopy 
and electron diffraction should be used with caution in Monte Carlo 
calculations. 

e. Nearly all the models suggested up to now have their place but 
it is important to define the limits of applicability. 

f. Remarkable agreement between corrected and chemically 
determined composition is not necessarily proof that a model is 
soundly based. 

g. As auxiliary data such as mass absorption coefficients are 
refined, the need for a sound theoretical model will become more 
rather then less urgent. 
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PROGRESS IN THE CORRECTION FOR THE 
ATOMIC NUMBER EFFECT 


D. M. POOLE 


Metallurgy Division, Atomic Energy Research Establishment, Harwell, Didcot, 
Berkshire, England 


Abstract 


The atomic number effect in electron-probe microanalysis results 
in a non-linear relation between generated x-ray intensity and 
composition; the paper describes those procedures for correcting 
microanalysis data which take into account this effect and compares 
their effectiveness by applying them to experimental data from 
various laboratories. Four procedures are found to be the best; 
namely those of Thomas (1963) [1] and Duncumb (1967) [25] for 
general use, and those of Belk (1964) [3] and of Ziebold (1964) [4] 
for use when absorption effects are not large. 


I. Introduction 


Mean atomic-number differences between alloy and standard in 
electron-probe microanalysis give rise to two factors which must be 
taken into account when converting intensity ratios into 
concentrations. These effects are (i) a non-linearity in the relation 
between primary generated x-ray intensity and concentration, and 
(ii) a difference in distribution of the generated x-rays between alloy 
and standard which gives rise to a difference in the absorption effect 
even if the absorption coefficients in the two materials are identical. 
This paper is concerned with the attempts which have been made 
over the years to deal with the first effect —i.e., the one which is by 
usage entitled the ““Atomic Number Effect”. The evolution of 
usable correction procedures will be traced, their principles 
outlined, and their relative merits assessed as far as possible by their 
application to experimental data obtained in various laboratories. 
These data consist of two batches, the first of 150 analyses of alloys 
of known composition and the second of an additional 79 analyses; 
histograms have been prepared of errors resulting from the use of 
various correction procedures on either the 150 cases, or, where 
further evidence was required, on the full 229 cases. (See Appendix 
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for notes on the method of applying the corrections and on the 
preparation of the histograms.) 

This discussion is restricted to work of a theoretical or practical 
nature which has led to the statement of a procedure which the 
practicing microanalyst can apply to his own data; it does not, 
therefore, make any attempt to review related work not leading to a 
working correction method. 


II. Discussions 
A. THE ATOMIC NUMBER EFFECT 


For simplicity in the discussions which follow, let us consider the 
analysis of element A ina binary system AB, the analysis being with 
reference to a pure standard of A; the data being obtained as the 
ratio, I[A/I(A), (or K), of the intensity of the characteristic x-ray 
emission from the alloy to that from the pure standard, A. More 
complex situations involving multi-component systems, compound 
standards, etc., which arise in practice, can generally be dealt with 
by a simple extension of the binary method and are not discussed. 

The physical situation can be visualized by reference to Figure | 
where the behavior of electrons incident on the alloy and standard is 
shown schematically; the alloy is supposed to be of a low mean 
atomic number (Z) and the standard of a high Z. A smaller fraction 
of electrons are backscattered from the alloy leading to a relative 
enhancement of the x-ray intensity from the alloy; on the other 
hand, the electrons lose energy more rapidly in the alloy, have less 
opportunity to produce ionizations, and thus generate a relatively 
reduced x-ray intensity. The balance of these two factors is such, 
that, in general, a low Z alloy referred to a high Z standard will 
have a generated intensity ratio less than the mass concentration of 
the analyzed element —i.e., the, deceleration terms just predominate. 

The generated x-rays will be distributed in depth (pz) somewhat 
as shown by the function (pz) in Figure 1; as noted above, the 
integrated intensity under the alloy curve is not directly proportional 
to concentration -this being the atomic number effect as defined 
previously. The problem is to derive some means by which this 
overall enhancement or reduction effect can be estimated to enable 
the intensity ratios to be converted to concentration. 

Furthermore, the distributions in alloy and standard are not of the 
same shape, thus giving rise to the atomic number contribution to 
the absorption correction through the change in absorption path 
lengths. 
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Figure 1. Schematic representation of electron backscatter, electron 
deceleration and distribution of x-ray generation in high and low atomic 
number targets. 


In discussing the many attempts which have been made to correct 
for the atomic number effect, it is not possible to disregard the 
related absorption corrections which are required, and in this 


96 ELECTRON PROBE 


respect there must be overlap between this paper and those dealing 
with the absorption itself. 

Possible characteristic fluorescence effects, which can be quite 
important, have been disregarded in the discussion and the analyses 
used to test the methods are of systems where any such effects will 
be non-existent or negligible. 


B. PROPOSED METHODS OF CORRECTION 


The inter-relation between the many methods which have been 
developed over the last 12 years can conveniently be described by 
reference to the evolutionary plot given in Figure 2. 
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Figure 2. Evolutionary plot of methods for correction of the atomic number 
effect in electron probe microanalysis. 


The overall objective of a correction procedure is to estimate the 
factor relating the intensity ratio to concentration, C4, in the 
expression 


ii Paw (2) + EXD — Xap pz d(pz) 
Ke 264 0 


iL Pa (pz) + exp —y, pz a(pz) 


' Superscripts refer to the element or radiation concerned (normally A and omitted 
for clarity). Subscripts refer to the pure standard, A, or alloy, AB. 
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This expression is exact and includes the two main corrections since 
each d(pz) element of generation (through®@) is linked to the 
appropriate absorption path (through x). 

Three main routes can be proposed: 

Firstly, (Route 1!) measurements can be made by tracer 
experiments, of the type employed by Castaing (1960) [5], of the 
function (pz) for alloys and standards of interest so that equation 
(1) could be evaluated. The amount of effort involved would be 
impossibly large for general purposes and no such work has been 
attempted. However, it might well be worth while carrying out an 
examination of selected alloy systems as a direct check on some of 
the estimation methods proposed. 

Secondly, (Route 2) there is the estimation, by various means, of 
the function ¢(pz) and the associated absorption effect; this route 
has been extensively used and can be regarded as having three sub- 
routes — 2(i), 2(ii), and 2(iii) — covering calculations using models of 
individual electron behavior, descriptions of an average electron 
behavior by means of scattering parameters, etc., and empirical 
approaches which combine the whole correction into a single 
parameter. 

Thirdly, (Route 3) there is the approach whereby the x-ray 
intensity and distribution is considered as dependent on electron 
backscatter and retardation terms and on the ionization cross 
section WE); the absorption is evaluated separately. Using these 
concepts, there is then a choice as to the degree of precision with 
which the factors are evaluated— roughly speaking, two branches 
have developed: 3(i) in which approximate solutions have been 
sought and 3(ii) in which a more rigorous approach has been 
adopted. 

We may now consider these routes in turn and the procedures 
which have been allocated to them. 

Route 2(i). Estimation of (pz) from a consideration of 
individual electron behavior can be carried out in various ways. For 
example, a large number of electrons can be followed through a large 
number of interactions with the target material by a Monte Carlo 
type calculation, or simplifications can be introduced to make the 
calculation more manageable. An example of the latter approach is 
that of Archard and Mulvey (1962) [6] in which a relatively simple 
model of the behavior of a selection of individual electrons was 
used; the model is one which has already been shown (Archard 
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(1961) [7]) to represent the backscatter process adequately. A 
simple extension enabled x-ray yield and absorption effects of 
equation (1) to be calculated for selected metal and alloy targets 
under various excitation conditions from which curves were 
obtained of the variation with composition of both the atomic 
number and absorption effects in a few alloy systems. 

Strictly, the correction factor curves can only be used for those 
systems to which they refer and the method cannot be generally 
used as it stands unless the user is prepared to perform the calcu- 
lations for his own particular cases. However, an attempt has been 
made to approximate and interpolate between the published curves 
in order to perform some sort of correction to all 150 cases: (the 
error distribution diagram of the uncorrected data is shown in Fig- 
ure 3) the resulting histogram is shown in Figure 4 but should not 
have much reliance placed upon it in view of the interpolations 
employed to produce it. Figure 5, however, shows those cases 
where little or no departure from the published curves was involved 
and considerable residual errors are still obvious here; in the 
absence of further calculations of the corrections for actual experi- 
mental situations, it is not possible to judge the method fairly. It 
is to be hoped that the authors will find some means of carrying 
through these additional calculations. 

Route 2(ii). This route contains those methods which have 
evolved from consideration of the form of the d(pz) distribution 
function; however, the curious point emerges that all the workable 
procedures involve the introduction of factors into the absorption 
terms in order to correct for the atomic number effect, even though 
the latter is really one of generation, i.e., the correction for o(pz) 
shape is being modified to attempt to correct for area differences. 

The pioneer work of Castaing (1951) [8] and Castaing and 
Descamps (1955) [9], measuring #(pz) and laying the theoretical 
basis for further work, must be mentioned here although it did not 
lead directly to a usable procedure. In his thesis, Castaing (1951) 
[8] introduced an empirical a term describing the properties of each 
element such that the generated intensity ratio, K’, was given by: 


K!' = (C4a4/C4agt+CF ag) (2) 


This expression involving the assumption, among others, that 


( | eT aupzyf]daioa d(p2) = (az/a4) (3) 
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the various 4, dy here describing radiation A in pure A, or the same 
radiation in effectively pure B. In his later publication, Castaing 
(1960) [5] suggests that @ is the product of two Z-dependent 
factors: A, a coefficient describing the effect of backscatter, and a 
deceleration term taken at that time as Z/A following Webster 
(1928) [10]. Here, and in equation (2), we have the forerunner of 
the methods later discussed under Route 3(i) and Castaing’s work 
might equally be mentioned under that heading. 

Absorption terms, F(x) or f(x) according to assumptions made,? 
can then be introduced such that the emitted intensity ratio, K, is 
related to the generated intensity by: 


K = K(F(y)ap/Foya) (4) 


Philibert (1961 on) [11] derived an expression for F(x) from an 
electron distribution model which enabled the x-ray distribution 
function to be estimated in various target materials. His expression 


1/F(y) = (1+ x/o) [1 + bh + y/o] (5) 


introduced the parameter h(=1.2 A/Z?) which enabied the function 
to be calculated for any pure metal target (o is a Lenard coefficient 
dependent on incident voltage); by introducing an alloy h, calculated 
from the mean A/Z? value for the alloy, the absorption function for 
the alloy target could also be calculated. The parameter h takes into 
account the atomic number part of the absorption correction but 
does not, however, constitute a correction for the atomic number 
effect as such, although at the time this was not universally 
appreciated. 

About the same time, Theisen (1961) [12] and Tong (1961) [13] 
produced expressions for F(x), exactly similar to those of Philibert, 
which were claimed to perform the whole of the necessary 
correction from intensity ratio to concentration when used in the 
equation 


+; 


K =C (F(x)aa/F(x)a) (6) 


the parameter h (called ¢) in Theisen’s expression was evaluated 
from 


h =3.5 A/Z? (7) 


2 F(x) and f(x) are related by the the expression f(x) = F(x)/F(0) where F(0) refers to 
F(x) when x = 0. 
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The results quoted by Theisen in support of his expression were 
good but despite this the histogram for 150 cases (Fig. 6) shows 
quite large errors. Heavy-in-light element combinations constitute 
87% of the 150 cases and the atomic number effect, if uncorrected, 
would bias the error distribution to the negative side; some evidence 
of this bias remains in this histogram suggesting that the effect has 
not been fully compensated for. 

In his book, Birks (1963) [14] put forward a simplified method of 
absorption correction into which he introduced a factor p, depend- 
ent on Z, which was used to adjust the value of x before reading 
F(x) from the tables provided; the F(x) values were then used in a 
simple expression identical to equation (6). This procedure was 
‘* |. to make a correction for the variation of (pz) and was 
claimed to perform the atomic number correction. Using this 
method on the 150 cases produces the histogram in Figure 7 from 
which the errors are seen to be large and biased heavily to negative 
values; the bias indicates that the atomic number effect is not being 
corrected for. 

Two years later, Theisen (1965) [15] produced his book in which 
his 1961 correction formula had been considerably modified to: 


K = C(Rap/Ra) (fy) a /fly),) (8) 


where R is an effective current factor (after Thomas (1963) [1]) to 
allow for backscatter loss and f(x) is used (instead of F(x)) and is 
calculated from 


h 
1/f(x) = (1 + x/og) E ( \ sho (9) 
Leh 


where oy is a modified Lenard coefficient taking into account 
overvoltage: 


Or =(8.9 x 105/(V—V,)?) (10) 


and h now combined atomic number and voltage terms in the 
expression 


h=1.72 x 10-§ V2 A/Z? (11) 


Application of the method to 40 of the available cases suggests 
that the method is less satisfactory than the earlier 
version — disregarding sign, the mean value of the apparent error is 
now 16% compared to 8% for the same cases treated by Theisen 
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[12], and 4% by the Thomas method. This is hardly surprising as 
we are introducing now only one of the two factors (backscatter 
and retardation) which to a large extent counterbalance each other 
in theory and in practice. The result of this is that the reduction in 
apparent concentration of heavy element analyses by the decelera- 
tion effect is not corrected for and large negative errors appear in 
these cases; similarly, analyses of the lighter elements of the binary 
combinations show large positive errors. This bias in the sign of 
the resulting errors can be seen from the following table: 


Total no. Negative errors Positive errors 
Heavy in light 26 25 1 
Light in heavy 13 0 12 


In view of the obvious inadequacies of this method, it has not 
been thought worthwhile to apply it to the full 150 cases and no 
histogram has therefore been prepared. 

Route 2(iii). Ziebold and Ogilvie (1964) [16] proposed a method 
by which both the atomic number and the absorption effects were 
combined into a single parameter, a. This was employed in the 
relation 


(1—K)/K = a(l—C)/C (12) 


The derivation of the expression by which a may be readily 
calculated has its origins in Route 3 —i.e., it takes into consideration 
backscatter and retardation terms — but its method of combining the 
atomic number and absorption effects into a single parameter leads 
to its discussion under the present head. The expression for a is: 


ao+xX 7, \ 0-2 
Rea IOS, ( = =| : (13) 
Tax he 


The histogram of errors for the 150 cases is in Figure 8 and 
shows a generally satisfactory distribution in view of accepted 
uncertainties in some of the data; virtually no skewness remains 
and the atomic number effect would seem to be well accounted for. 

The method was further applied to the additional 79 cases and the 
229-case histogram is given in Figure 13. 

A second method relying on a single parameter to combine both 
major corrections is that of Traill and Lachance (1965) [17,18] who 
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Figure 4. Error Histogram— 150 cases, Archard and Mulvey method. 


be represented by a Z’ = 40+0.3 (Z—40). The method will not work 
well when the absorption correction is large and Belk has set limits 
outside which errors greater than 2% can be expected. Of the 150 
cases, 128 are such as to be inside these limits and Belk has obtained 
for these cases the histogram which is shown in Figure 10. Points 
outside Belk’s 2% limits have been added in distinguishing shading. 
Despite its extreme simplicity, the method clearly works very well 
and compares favorably with the more complicated methods. 

Application of the method to all 229 cases gives the histogram of 
Figure 15; again, points corresponding to cases which are outside 
Belk’s limits are marked. 

I’in and Loseva (1966) [21] have evolved an exactly similar 
expression to equation (17). In this instance, however, R is set 
equal to (1—7) where 7 is the backscatter coefficient and S is 
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Figure 5. Error Histogram—150 cases, Archard and Mulvey method, 
selected cases. 


again taken from Nelms’ tables. Mean values of S and R are 
calculated separately for the alloy by weight fraction. The early 
work of Poole and Thomas has already shown that experimental 
observations indicate a value of € in the equation R=(1—€&yn) 
which is far from unity and hence, it seems certain that Il’in’s 
method will not give results of a good accuracy. On theoretical 
grounds, too, it is clear that the backscatter ionization loss (1 — R) 
will not directly equal », as Il’in assumes, since many of the 
backscattered electrons will already have contributed to the 
The absorption factors are computed from a simple expression 
involving only the absorption coefficients of alloy and standard and 
the concept of a mean depth of emission—this depth is either 
estimated from E and E, or obtained by calibration. The method has 
not yet been applied to the test cases. 
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Figure 6. Error Histogram— 150 cases, Theisen method. 


Smith (1965) [22] has also evolved a method for evaluating the 
terms S/R in the correction equation (17); he has utilized the more 
rigorously determined R curves of Green (1963) [23] and an 
empirical expression for S (based on one first proposed by Long) 
namely 


S=[4.7+0.9 In(Ey—E.)-In<Z>] <5 (24) 


where <> denotes a mean value appropriate to alloy or standard. 
These terms are put forward for use with a set of mass absorption 
coefficients which have been specially derived to fit a large number 
of microanalysis results from mineralogical samples. The tabulation 
of coefficients are not extensive enough to enable Smith’s method to 
be rigidly applied to all our test cases; however, the departure of the 
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Figure 7. Error Histogram— 150 cases, Birks method. 


values from those given by Heinrich [24] are in general not 
significant except for the soft radiations and Heinrich’s values have 
been used in evaluating Smith’s method as shown in Figure 11 for 
the 150 cases. 

Extension of the method to the 229 cases is shown in Figure 16. 

Route 3(ii). A more rigorous approach has been adopted by 
Duncumb [2] who has carried through accurate evaluations of the 
expression f{ W(E)/S(E)dE and of the backscatter loss. By this 
means, he has been able to estimate the errors involved in 
approximations and simplifications which have been proposed to 
enable the correction to be simply carried out; for example, he has 
shown that the assumption of S constant, which is implicit in all the 
Route 3(i) methods, is one which in general introduces only a small 
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Figure 8. Error Histogram— 150 cases, Ziebold method. 


error. As well as looking into the finer details, this work has also 
produced a readily used method— Duncumb (1967) [25]. In this, 
the familiar S and R terms are employed in an equation identical to 
(17); R is taken from the curves recently produced by Bishop (1966) 
[26] and S is evaluated from the expression 


S = const. (Z/A)(1/E) In (1.166 E/J) (25) 


where J is the mean ionization potential for the target material and is 
evaluated from an empirical relation: 


J/Z = 15.05 [1 —e-9-972 2] +(42/Z2/1°) — (Z/400) (26) 
Equation (26) was evolved to give values of J which resulted in the 


best possible fit between corrected analytical results and known 
concentration for selected alloys—i.e., microanalytical results have 
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Figure 9. Error Histogram—150 cases, Thomas method. 


been used to determine the apparent variation of the physical 
parameter, J. The absorption correction is carried out using 
Philibert’s f(x) formula as modified by Duncumb to take account of 
overvoltage. 

Application of the method to the 150 cases produces the 
histogram in Figure 12; in Figure 17, the extended histogram for the 
229 cases is shown. It is clear that the method is among the more 
successful. 


III. Conclusions 


The general progress achieved by the various methods developed 
from 1961 onwards can be assessed by reference to the histograms 
for the 150 cases in Figures 4-12; the differences in the success of 
the various methods are emphasized by the tabulation (Table 1) of 
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Figure 10. Error Histogram—150 cases, Belk method. 


errors up to 10% are common, and only 27% of cases fall with 
ae 2by. 

The first comprehensive method of Theisen (1961) [12] can be 
seen to have achieved some measure of success in that the residual 
errors do not show any of the bias which would arise from failure to 
correct for a particular factor; however, the histogram is broad, 
the percentage of cases for each method which fall with the limits 
Sy 

The basically more complex method of Archard and Mulvey [6] 
introduced in 1962 does not show any better results on the present 
assessment with only 22% of cases falling within +2 42%; in the 
absence of further evidence to the contrary, this cannot be regarded 
as a successful approach as far as general application is concerned. 

In 1963, Birks [14] published his method which reduced the 
correction to very simple steps suitable for hand calculation. The 
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Figure 11. Error Histogram— 150 cases, Smith method. 


histogram shows that the atomic number effect was not successfully 
dealt with and the advantage of simplicity is outweighed by the large 
errors resulting; only 13% of analyses are corrected to within the 
2 ‘2% limits. 

The method of Thomas [1] was also published in 1963 and shows 
a big step forward in effectiveness; the atomic number factors are 
well corrected for and 55% of the cases fall within +2 %%. The 
procedure can be carried through by hand but can be readily 
computerized if required. 

The extremely simple method introduced by Belk [3] in 1964 can 
be seen from the histogram to be remarkably successful; some of the 
cases outside the prescribed absorption correction limits are 
reasonably accurate and even including all such cases in the count 
42% of the results fall within+2 %%. Where absorption effects can 
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be kept small, by suitable choice of voltage for example, and where a 
quick, easy correction is required then this is obviously a suitable 
method. 

Ziebold and Ogilvie’s method [4] introduced in 1964 also 
provides a simply used method which seems, however, to be slightly 
less effective than Belk’s with 37% of cases better than 2 4%. 

The methods of Traill and Lachance [17,18] and of Theisen [15], 
introduced in 1965, did not improve on the existing array of 
procedures, nor did that of Il’in and Loseva [21] introduced in 
1966. 

Duncumb [25] had been working on his method for some time 
before its nominal date of 1966 and it can be seen from the 
histogram that it is very successful— some 53% of cases fall within 
SIL ie 
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Figure 13. Error Histogram—229 cases, Ziebold method. 


The method of Smith [22] though dated 1965 has had little 
publicity and only recently became widely known. The 150-case 
histogram in Figure 11 is of a reasonable shape but shows a strong 
bias towards negative errors which apparently arises from the 
method of computing the atomic number correction. Figure 18 
compares atomic-number-effect-only calibration curves for the 
copper-gold system calculated by Smith’s method and by the 
Thomas method via a-values, from which it emerges that for both 
copper and gold analyses the Smith method will give lower values of 
the corrected concentration; it seems possible that there may be a 
change with composition from negative to positive errors in certain 
systems. Thus, it appears that this method is a promising one but 
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Figure 14. Error Histogram—229 cases, Thomas method. 


that in its present form is likely to give rise to a generally low 
analytical result; of the 150 cases tested here only 30% fall within 
the +2 %%. 


From the foregoing, it is clear that five methods Thomas, Belk, 
Ziebold, Duncumb, and Smith are the most satisfactory and 
between them offer either simplicity or accuracy or both. These 
methods when applied to the 229 cases produced the histograms in 
Figures 13 to 17 from which emerges a similar pattern of success to 
that apparent from the 150-case histograms—see also Table 1. 

The details of the results making up these histograms are given in 
Appendix I] and examination of these and the histograms leads to 
the following comments. 
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Figure 15. Error Histogram—229 cases, Belk method. 


Firstly, the methods of Belk and of Ziebold are quite good when 
the absorption effects are not large: both methods fail badly on 
the light element analyses in the data of Ziebold and Ogilvie (e.g., 
Ru-La in W) and of Calais (e.g., Al-Ka@ in Ni) especially when the 
overvoltage is high and the effect of large absorption coefficients 
most marked. Both methods deal well with results obtained through 
a wide range of overvoltage when the absorption effects are small, as 
shown by the measurements of U-L in UC, UN, etc., made by 
Colby. Both methods are very simple and involve calculations 
which are quick and easy to do by hand; on the present evidence 
Belk’s method seems slightly more successful. It should be 
emphasized that neither method is satisfactory when absorption 
effects are large and reference should be made to Belk’s paper for 
the limits within which he recommends operating. 
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Figure 16. Error Histogram—229 cases, Smith method. 


Secondly, the methods of Thomas and Duncumb which are 
basically similar, give results which are equally satisfactory. Both of 
them deal tolerably well with the high absorption cases and with 
results obtained over a wide range of overvoltages. Bearing in mind 
that there is considerable doubt over the accuracy of the basic data 
in many cases it does not seem possible to draw any firm 
conclusions as to the finer shades of merit between these two 
methods either of which seems to provide a method of general 
applicability; that of Thomas is a little simpler to carry out by hand 
but both can readily be computerized. 

Thirdly, it now emerges more strongly than before that the Smith 
method leads to a tendency towards negative errors; the shape of the 
histogram is quite good but it is centered on about —3% relative 
error and the percentage of results within +2 4% is only 29%, The 
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Figure 17. Error Histogram—229 cases, Duncumb method. 


appendix notes details of the variation between the absorption 
coefficients used and those recommended by Smith and it is clear 
that the overall negative bias in the corrected results does not arise 
from this factor. 

The data employed in this assessment of the various methods 
fulfill the conditions that the alloy composition should be 
(supposedly) known, that characteristic fluorescence effects should 
be negligible, and that atomic number effects should be significant. 
No other selection has been carried out and the data includes cases 
where the analyzed element is present in very small amounts, where 
the “known” compositions may be unreliable, and where very large 
absorption corrections are involved; these factors no doubt 
superimpose a considerable spread of errors on top of those arising 
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from the correction for the atomic number effect but it is clear that 
the relative merits of the various procedures can be assessed by a 
consideration of the overall error histograms. What can not be seen 
from this treatment, however, is the magnitude of the errors arising 
solely from the atomic number effect and it is clear that more 
reliable data are required before the various methods can be more 
closely compared or refined. 
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Figure 18. Comparison of Thomas and Smith atomic number correction curves 
for the copper-gold system (adsorption and fluorescence neglected). 
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Table 1 
Method Percentage of results falling within 
+2 1/2% error limits 
150 cases 229 cases 

Archard and Mulvey (22) = 
Theisen [12] (27) es 
Theisen [15] a<27 = 
Birks 6(13) = 
Ziebold and Ogilvie 037 (44) 39 
Thomas 25 51(53) 61 
Belk 42 47 
Duncumb 215) 35 
Smith 30 22 


2 All 150 cases not computed—performance inferred from smaller sample ran- 


domly selected. 
» Figures in brackets were obtained when the data was processed by the dif- 


ference method (see appendix) using early values of absorption coefficients: the 
remaining figures were obtained by the normalizing method using Heinrich’s tab- 
ulation of absorption coefficients. 
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Note Added in Proof 


Heinrich has recently presented® a discussion of the sources of 
error in microprobe analysis. In particular, he examines in detail the 
data used in the present paper and suggests the exclusion of 
measurements which show inconsistencies, involve low 
concentrations, or high absorption effects: when this is done the 
error distribution is greatly improved and Heinrich concludes that 
the serious errors in the original distributions were due, not to the 
failure of the atomic number correction, but to poor characterization 
of samples, high absorption corrections, and fluorescence effects 
which were not corrected for. 


%““Common Sources of Error in Electron Probe Microanalysis”, K. F. J. Hein- 
rich. Advances in X-Ray Analysis, Vol. 11, Plenum Press, New York, 1967. 
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Appendix I. Execution of the Methods and Construction of the 
Histograms 


Two main variations are possible when the correction methods 
are being used which have an effect on the details of the results; 
however, it has been established by appropriate comparisons that 
these effects are only very minor ones and do not significantly 
influence the overall picture of the value of the various methods. 
These variations are: 

(a) Choice of absorption coefficients. The tabulation by Heinrich 
(1964) [24] has been preferred in this work but certain of the 
histograms are based on earlier values (see Poole and Thomas 1964) 
[27]: the Thomas method has been carried through using both the 
early and Heinrich values and no great difference was observed. 

(b) Treatment of binary alloys. Where only one component has 
been measured the other has to be estimated by difference in order 
to calculate alloy absorption coefficients and other parameters. 
Where both components have been measured then each can be dealt 
with entirely separately, as in the former circumstance (the 
difference approach; alternatively, best values for both components 
can be normalized and used for estimating alloy absorption 
coefficients etc., at each stage of iterative procedures (the 
normalizing approach). Hand calculation using the difference 
approach was employed on the methods of Archard and Mulvey, 
Theisen and Birks; computer calculation' using the normalizing 
approach was employed on the iterative methods of Thomas, Belk, 
Smith, and Duncumb; computer calculation was also used on 
Ziebold and Ogilvie although this does not involve estimating 
composition dependent parameters or iterations. 

Relative errors were calculated for each case by comparing the 
corrected data to the “known” concentrations and used in the 
construction of the histograms; a low result is recorded as a negative 
error. 


! The computer programs were written by Shaw and were based on his universal 
microanalysis correction program (Shaw 1967) [28] which can deal with multi- 
component systems. 
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Abstract 


The problem of calculating backscatter factors and stopping 
power for atomic number corrections in quantitative microprobe 
analysis is discussed. It is concluded that the stopping power S is 
best calculated from Bethe’s formula, using values of the mean 
ionization potential J determined empirically from analyses of 
known compounds. A table of J values for practical calculations is 
given. Values of the backscatter factor R are also given, from 
calculations using Bishop's experimental measurements of electron 
backscattering coefficients and energy distributions. Simplifications 
to the theory are discussed, together with methods of averaging S 
and R for compounds. The accuracy and range of application of the 
atomic number correction are considered, and areas where further 
experimental work might lead to useful improvements are indicated. 


1. Introduction 


It was demonstrated by Castaing [1] that the relationship 
between the mass concentration C, of an element A in a specimen 
analyzed in the microprobe, and the ratio k, of the intensity of the 
characteristic x-ray line (usually Ka) from the specimen to that from 
a standard consisting of the pure element A, is, to a first approxi- 
mation, simply 

k,= C4 . ( ) 


It is assumed that instrumental corrections, such as those for dead- 
time and background are carried out before calculating k,, and that 
the intensities from specimen and standard are measured under 
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identical experimental conditions. Departures from the simple law 
of proportionality expressed in equation (1) can be large, and if 
accurate quantitative analysis is to be attempted with the 
microprobe, it is essential to apply a correction factor 


k4=C, X (correction factor) (2) 


The correction factor is placed on the right hand side of the equation 
because it is itself a function of C,, and of the concentrations of the 
other elements present. 

Following Castaing, most authors have divided the total 
correction factor into three separate factors: absorption, 
fluorescence, and atomic number. Methods of calculating 
correction factors for the absorption of the characteristic x-rays in 
emerging from the specimen, and for the additional intensity 
contributed by fluorescence excited by other x-rays in the spectrum, 
were proposed by Castaing and have been developed further by 
many authors. The third correction, the so-called ‘“‘atomic number 
correction’’, takes into account the non-linearity in the relationship 
between ky, and Cy, which-remains after the other two corrections 
have been applied. This might more appropriately be called the 
“generation correction” since it is governed by the relationship 
between the intensity of characteristic x-rays generated in a 
specimen and its composition. The term atomic number correction 
has come to be used because the properties of an element with 
respect to x-ray generation are largely determined by its atomic 
number. 

In the microprobe, electrons accelerated to an energy in the range 
5-40 keV are focused into a probe, usually of the order of 1um, or 
rather less in diameter, carrying a current generally between 10-*A 
and 10-°A, which is made to strike the specimen at the point to be 
analyzed. The incident electrons are subject to interactions with the 
atoms in the specimen. These are broadly classified into elastic 
scattering in which there is a considerable change of direction, but 
negligible loss of energy, and inelastic scattering characterized by 
significant energy loss. Much of the high-angle elastic scattering is 
the result of interactions with atomic nuclei, whereas inelastic 
scattering is due to interactions with atomic electrons. The spatial 
distribution of incident electrons in the specimen is largely governed 
by elastic scattering, while inelastic scattering determines their 
deceleration and how far they travel before coming to rest. One form 
of inelastic interaction is ionization of an inner electron shell, such 
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as the K or L shell, which is followed in a certain proportion of cases 
by the production of a K or L characteristic x-ray quantum. 
However, an inner shell ionization is a relatively rare event, and the 
main contribution to the stopping of incident electrons is from large 
numbers of inelastic interactions with outer atomic electrons. Each 
electron suffers multiple scattering before either finally coming to 
rest in the specimen or leaving the specimen altogether, as shown in 
Figure 1. The physical picture is thus one of considerable 
complexity, which makes the atomic number correction the most 
difficult of the three major corrections to reduce to a general and 
reasonably simple form. 


Figure 1. Schematic representation of the volume irradiated by electrons incident 
on the target. Characteristic emission may be generated anywhere along the track 
of an electron, up to the point where its energy has fallen to the critical excitation 
potential E,. Some electrons are backscattered from the surface and cause 
reduction in the mean ionization per electron. 
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The ionization cross-section, Q, is defined as the probability per 
unit path length of an electron with a given energy Causing ionization 
af a particular inner electron shell (K, L, or M) of an atom in the 
specimen. There is enough experimental information to establish 
with reasonable accuracy the dependence of Q on electron energy, 
E. It is therefore possible to calculate characteristic x-ray 
intensities, given the number and energy distribution of electrons in 
the specimen. For this purpose it is necessary to have a model of the 
physical situation which is amenable to mathematical treatment. All 
such models involve a degree of simplification which makes it 
essential to have experimental confirmation of results. The 
relatively simple diffusion model of Archard [2] is not sufficiently 
close to physical reality to be entirely reliable as a basis for 
calculating atomic number corrections. More sophisticated 
calculations by Brown [3], based on a Boltzmann transport 
equation adapted to electrons, give x-ray absorption factors which 
agree quite well with experimental data, but fail to reproduce 
accurately the observed energy distribution of backscattered 
electrons. The most physically satisfactory approach is the use of 
basic electron scattering data in a computer program which 
synthesises electron trajectories by a Monte Carlo procedure. 
Green [4] and Bishop [5] have used this method to compute 
various quantities, such as electron backscattering factors and x-ray 
depth distributions, some of which can be measured experimentally. 
The agreement with experiment obtained still falls short of that 
required for atomic number corrections, owing partly to inadequate 
scattering data, but also because, even with the largest 
contemporary computers, it is not possible to simulate physical 
reality with sufficient accuracy. In any case it would not be 
practicable to carry out a Monte Carlo calculation for every analysis 
to be corrected. Even in the Monte Carlo method, it has proved 
necessary to make use of a continuous mathematical function to 
represent the loss of energy by an electron as it travels through a 
specimen, whereas energy is in fact lost in discrete amounts, and the 
energy lost by electrons travelling a given distance is variable. 

Given a suitable equation for energy loss per unit distance 
together with an expression for Q, the intensity of x-rays which 
would be generated if all the incident electrons stayed in the 
specimen can readily be calculated, independently of any model or 
other assumption. This procedure ignores the statistical nature of 
energy loss by inelastic scattering, but this is equally true of the 
models discussed above, which are chiefly of value for the 
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information they give about backscattering. There is in addition a 
considerable amount of experimental data on electron 
backscattering, and it is preferable in practice to make use of this 
rather than data obtained from theoretical models, although the 
latter are useful, for instance, in suggesting how to deal with 
backscattering from compounds. 

The ability of a given material to slow down incident electrons is 
usually given in terms of stopping power S defined by 


S =—(1/p)-(dE/dx) (3) 


where p is the density of the material, x is distance measured along 
the path, and the incremental energy change dE refers to the mean 
change of energy in travelling a distance dx. Stopping power defined 
in this way is approximately constant for a particular chemical 
element regardless of its physical or chemical state. It follows from 
the additive nature of energy losses that the stopping power for a 
compound specimen AB is given by 


Sap=DiCSi (4) 


where C; is the mass concentration of the i element. the stopping 
power of which is Sj. 

The most suitable formula for stopping power is that given by 
Bethe [6], 


S =const. (Z/A)-(1/E) In (1.166E/J) (5) 


where Z and A are respectively the atomic number and atomic 
weight of the element concerned. The constant 1.166 is correct in 
this case, rather than the value 2 often encountered in the literature, 
which is appropriate when the incident particles are protons or other 
positive ions, (Bethe and Ashkin [7 ]). 

Bethe’s formula was originally derived for the hydrogen atom, and 
the extension to heavier atoms necessitated the introduction of the 
mean ionization potential, J, which must be expressed in the same 
units as the electron energy E in equation (5). Bloch [8] deduced 
from the Thomas-Fermi statistical model of the atom that J should 
be directly proportional to Z making J/Z constant, with a value of 
around 13.5 eV. Several experimental investigations have 
confirmed that this is at least approximately true, though the 
energies at which the experiments were carried out were generally 
much higher than those encountered in the microprobe, and 
agreement between different experimenters is not very good. Wilson 
[9] obtained a value J/Z=11.5 eV for aluminium which has been 
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widely used in the literature, and may reasonably be substituted in 
equation (5), if it is to be assumed that J/Z is constant. For some 
purposes this assumption does not lead to any significant error, but 
we conclude in a later section that it is necessary to use a somewhat 
different relation between J and Z. 

From the definition of the ionization cross-section, Q, it follows 
that the average number n of K ionizations per electron incident 
with energy E, is given by 


n = (NopCa/A) f - dE (6) 
E, dE/dx 


where N, is Avogadro’s number, C, is the mass concentration of 
element A, and E;, is its critical K excitation potential. The same 
formula applies to lines other than K, provided the appropriate Q 
function and excitation potential are substituted. Making use of 
equation (3), equation (6) becomes 


EF 
n=(Ne-Cu/A)f “(Q/S)dE (7) 
K 
The number n of K ionizations is directly proportional to the 
intensity of the Ka line which is measured in the analysis, but in 
calculating this intensity, backscattering must be taken into account. 
This is achieved by introducing a factor R, which is equal to the ratio 
of the intensity actually generated to that which would be generated 
if all the incident electrons stayed in the specimen, and is always less 
than unity. We thus arrive at a formula for the intensity of 
characteristic x-rays generated 


E; 
one Corl °(Q/S)dE (8) 
Ex 


II. Evaluation of the Backscatter Coefficient R 


The backscatter coefficient R is related to the electron back- 
scatter coefficient 7 which is the fraction of the incident electrons 
which are backscattered. Figure 2 shows values of 7 measured by 
Bishop [10] for an electron beam of energy E, - 20 keV incident 
normally on the specimen. Similar results have been obtained by 
other workers [11], and it is well established that 7 is essentially 
a smoothly varying function of Z, and is almost independent of E,. 
in the range with which we are concerned. If all backscattered elec- 
trons retained their original energy E,, then 1-R would be equal to 
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Figure 2. Fraction of electrons backscattered (with incident beam normal to 
surface) as a function of target atomic number (Bishop [10]). 


yn. In fact they possess a range of energies, from E, down, which 
makes J-R less than y by an amount which depends on the energy 
distribution of the backscattered electrons. 

Webster [12] showed that R may be calculated from the energy 
distribution of backscattered electrons, given expressions for Q and 
S. Alternative methods of calculation proposed by Thomas [ 13] and 
Tomlin [14] are not completely rigorous. Following Webster, 
therefore, R is calculated from the formula 
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where the new variable W is equal to E/E,. The backscattered 
electron energy distribution is represented by the differential 
dy/dW. Experimental curves of dy/dW for carbon, copper, silver, 
and gold, due to Bishop [10], are shown in Figure 3(a). It is found 
experimentally that, not only is y insensitive to beam energy Ep, but 
also the shape of the distribution expressed as a function of W is also 
largely independent of E,. 


(9) 


Figure 3(a). Energy distribution of backscattered electrons (normal incidence), 
measured by Bishop [10], for carbon, copper, silver, and gold. 


The backscattered electron energy distribution may alternatively 
be expressed in integral form as n(W), the number of backscattered 
electrons with energy greater than WE,, which results in a rather 
simpler formula for R 
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(10) 


E, 
f = a5 
S 
K 


E 


R has been calculated from equation (10) using Bishop’s data for 
7(W) normalized to values of » from Figure 2 and interpolated 
smoothly for elements between those for which the distribution was 
experimentally determined (see Figure 3(b)). Equation (5) was used 
for S, assuming J/Z=11.5 eV, with the formula for Q given by 
Webster et al. [12]. Variation of J/Z within the limits of uncertainty 
which exist for this quantity has a negligible effect on R. Similarly 
the dependence of R on E, arising from the variation of S with E is 
very slight and may be neglected, so that R may be expressed as a 
function of Z and overvoltage ratio U = E,/Ex only, as shown in 
Figure 4. 


9 o-2 O-4 o6 o-8 to 
‘| (Se 


Figure 3(b), Integral form of energy distributions, with interpolated curves for 
aluminium, titanium, and plutonium. 
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Figure 4. Fraction of ionization R remaining in target after loss due to backscatter, 
calculated from Bishop’s data given in Figures 2 and 3(b). 


The R curves in Figure 4 are fairly close to those obtained by 
Green [15] using a similar method with earlier backscattering data 
and agree well with some direct experimental measurements by 
Derian [16]. The curves published by Thomas [17] are, however, 
significantly different. The difference can be attributed firstly to the 
inexact method of integration used by Thomas, secondly to electron 
backscattering data of doubtful accuracy and thirdly to the fact that 
the lowest atomic number for which Thomas calculated R was 29, 
the curves being extrapolated to R=1 at Z=0 for all U. Figure 4 
shows an inflexion in the curves in this region, implicit in the general 
way the backscattered electron energy distribution varies with 
atomic number. A linear extrapolation is therefore inaccurate, and 


introduces significant errors in the area where the commonest 
elements occur. 
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In carrying out the atomic number correction, the problem arises 
of how to calculate R for compounds. Experimental measurements 
of 7 show that the mass concentration average 


i is riCim (11) 


gives quite accurate results for compounds. It is therefore 
reasonable to assume that the same applies to R, so that for a 
compound AB 


Rap > =C,R; (12) 


Theoretical calculations by Bishop [18] and Brown [3] are in 
fairly good agreement with this assumption, although Bishop has 
suggested that it may be preferable to average the shape of the 
backscattered electron energy distribution independently of ». This 
is a question which requires further investigation; meanwhile it is 
reasonable to use equation (12) for practical calculations. 

It is advantageous to express R as a function of 1/U rather than 
U, which has been used previously; as noted by Bishop [18] the 
variation of R for a given Z is nearly linear in 1/U, which greatly 
facilitates interpolation. For practical calculations, it is convenient 
to have R in tabular form. The R curves in Figure 4 have therefore 
been converted into Table 1, from which R can be obtained by linear 
interpolation with respect to Z and 1/U, with an interpolation error 
of less than 0.2%. This table can readily be incorporated in a 
computer program for microprobe corrections. 


Table l. Values of backscatter coefficient R as a function of 1/U 
and Z 


z\WU 0.01 0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 
0. 


1.000 1.000 1.000 1.000 1.000 1.000 1.000 1.000 1.000 1.000 1.000 
10. 0.934 0.944 0.953 0.961 0.968 0.975 0.981 0.988 0.993 0.997 1.000 
20. 0.856 0.873 0.888 0.903 0.917 0.933 0.948 0.963 0.977 0.990 1.000 
30. 0.786 0.808 0.828 0.847 0.867 0.888 0.911 0.935 0.959 0.981 1.000 
40. 0.735 0.760 0.782 0.804 0.827 0.851 0.878 0.907 0.938 0.970 1.000 
50. 0.693 0.718 0.741 0.764 0.789 0.817 0.847 0.881 0.919 0.959 1.000 
60. 0.662 0.688 0.713 0.737 0.764 0.793 0.825 0.862 0.904 0.950 1.000 


70. 0.635 0.663 0.687 0.713 0.740 0.770 0.805 0.844 0.889 0.941 1.000 
80. 0.611 0.639 0.665 0.691 0.718 0.750 0.785 0.826 0.874 0.932 1.000 
90, 0.592 0.613 0.639 0.665 0.695 0.730 0.767 0.811 0.862 0.924 1.000 
S93! 0.578 0.606 0.634 0.661 0.691 0.725 0.763 0.806 0.858 0.921 1.000 


III. Evaluation of Stopping Power S 


From equation (8), it follows that the ratio k, of the characteristic 
x-ray intensity from the specimen to that from the standard, 
neglecting, for the moment, absorption and fluorescence, is given by 
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Ra E, 
f Q/S, + dE 
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where suffixes AB and A refer respectively to the specimen and the 
standard. Equation (13) can be simplified with very little loss of 
accuracy by virtue of the fact that S1/Ss varies only slowly with E. 
This ratio can therefore be evaluated at an energy halfway between 
E, and Ex (17), and taken outside the integrals, which then cancel. 
Thus equation (13) may be written 


ka=Ca-(Rag/Ra)-(Sa/Saz) (14) 


where S is the mean stopping power obtained by substituting for E in 
equation (5), a value E given by 


E = (1/2) (E, + Ex) (15) 


(13) 


The atomic number correction thus reduces to two separate factors, 
one taking account of backscattering and the other of differences in 
mean stopping power between specimen and standard. It is not 
necessary to use the full formula for S in equation (14), since the 1/E 
term cancels out. For practical correction calculations, 1/E may 
therefore be dropped from equation (5). 

In order to check the error introduced by eliminating the integrals 
in equation (13) in favor of the S approximation, the relative 
difference between the resulting correction factors has been 
evaluated for a large number of extreme cases. Although it is not 
possible to state simply the conditions within which the 
approximation its valid, the following points emerge: 

a. The relative error is worst when analyzing a trace of one 
element in another, and in general increases with difference of 
atomic number. 

b. The relative error is worst at a U value of 1.5-2, presumably 
because the ionization cross-section Q is changing most rapidly in 
this region. 

c. At U=2, the relative error, defined as [k/C (integrated)- 
k/C(S)]/k/C (integrated), is negative for light elements in a heavy 
matrix, and positive for the reverse situation. 

To illustrate the magnitude of the error, we take trace amounts of 
aluminium, copper and uranium in matrices of each of the other two 
elements, making six systems in all. For CuKa and ULa, the error 
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is evaluated in the worst excitation condition of U=2, but since this 
corresponds to only 3 kV for Al Ka. a beam energy of 10 kV is used 
in this case. The results are shown in Table 2. Even in these extreme 
conditions the error is seen to be less than 1% in all systems except 
for Al in U, where the severe absorption correction would in any 
case prevent an analysis to this order of accuracy. For the Al-Cu 
and Cu-Al systems the error is very small indeed. We conclude, 
therefore, that in the vast majority of analyses involving elements in 
the atomic number range of about 13-92, the error introduced by use 
of the S approximation is negligible. This also applies to the analysis 
of the heavier component of most carbides and oxides, but not to the 
lighter, where the absorption correction is in any case very high. 


Pable 2. Error introduced in correction factor by using the Ss 
approximation in a number of extreme cases. 


Rel. error in 


System Excitation conditions correction factor 
Ui = Cu U=2 0.57 % 
Utila — Al U=2 0.86 % 

Cu Ka — U (Whee —0.81 % 
Cu Ka — Al U=2 0.38 % 
Al Ka — U E,=10kV 231% 
AlKa — Cu E,=10kV 0.04 % 


Thomas [17]. having suggested the S simplification described 
above, introduced a further assumption first put forward by 
Castaing. by which both parts of the atomic number correction are 
combined in the a coefficient. In this method, which is also used by 
Ziebold and Ogilvie [19], equation (14) becomes 


k4=Cy (a4/XiCias) ( I 6) 


where a=S,;/R;. This gives somewhat different results from separate 
averaging of S and R (equations 4 and 12), which we have already 
found to be the preferred method on theoretical grounds, and in 
many cases the error introduced is found to be as high as 1-4%. 
Furthermore, in contrast with the S approximation, this error is 
worst for concentrations in the region of 50% which are often the 
ones that have to be determined with greatest accuracy. It would 
seem, therefore, that the slight advantage of the a method in 
requiring only one averaging calculation is outweighed by the 
significant error introduced. 
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The only remaining aspect of the calculation of the atomic number 
correction which requires consideration is the evaluation of J in the 
formula for S. The available information about J is inadequate to 
supply exact numerical values, although experimental data suggest 
that J/Z generally lies between 10 and 15 eV. It is therefore 
necessary to use values of J determined empirically from 
microprobe analysis of compounds of known composition. This 
procedure has the advantage that the overall effect of small errors in 
other aspects of the atomic number correction is automatically 
corrected, but is obviously dependent on the quality of the 
microprobe data used. 

For the empirical determination of J, we have used analyses by 
several different laboratories of a number of known _ binary 
compounds, collected by Poole and Thomas [13], to which have 
been added some analyses by the present authors totalling 48 in all. 
Only cases in which the absorption and fluorescence corrections are 
small (<2%) have been used, to ensure that errors in these other 
corrections cannot influence the results. A consequence of this 
selection is that all the analyses used are of a heavy element in a light 
matrix, but this should not affect the generality of the results. 


Table 3. Alloys Used in the Determination of J 


U in Cu, Ni, Fe; Ti, Al O-9e 
Au in Ag, Al 

Zr in Si, Al, O 

Ni in Al 

Fe in alee 

Range of concentration : 20 to 95% Ain B 
Range of kilovoltage : 1Ot6 35°kV 
Total number of measurements : 48 


The elements analyzed are shown in Table 3 and give a good 
coverage of the periodic table from uranium to carbon. The curve of 
J/Z against Z which gave the best overall results for these analyses 
is shown in Figure 5, and was obtained in the following way. The 
value of J for copper is probably the best known existing figure, and 
is given by J/Z)cu=13.0 eV. Starting with this value, a U-Cu alloy 
gave an initial value for uranium, setting (J/Z)v=13.7 eV to give the 
best agreement between true concentration of uranium and the value 
calculated from experiment. Analyses of U-Al, U-Ti, U-Fe and U- 
Ni alloys then gave points from which a curve from uranium to 
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Figure 5. Mean ionization potential J plotted as J/Z against Z determined em- 
pirically from a series of microprobe analyses of known alloys. 


aluminium (Z=13) could be constructed, taking into account 
analyses of Fe-Al, Ni-Al, Zr-Al, Zr-Si, Au-Ag and Au-Al alloys. 
Values of J/Z for carbon and oxygen calculated from analyses of U- 
0, U-C, Zr-0 and Fe-0 compounds gave a sharp rise in J/Z at low 
atomic numbers, but apart from this rise, the variation of J/Z with Z 
is rather slow. Although some scatter was evident where J/Z was 
determined from several analyses, this was generally less than 
+0.25 eV. It therefore appears to be valid to assign a unique J 
value to each element at least in the range of accelerating voltages 
covered (10-35 kV) and for the types of compound represented in 
this set of data. 

No obvious physical reason can be advanced to explain this 
sudden rise in J/Z at low atomic number, which has also been 
observed by Caldwell [20]. J/Z calculated in this manner is 
influenced to a certain extent by the R values used and the averaging 
method employed but this does not account for the rise, as need for 
it is found to be common to all methods. Neither is it explained by 
the error due to fluorescence from the continuous spectrum, which 
has been checked in a number of cases by the method due to Hénoc 
[ 2s 

An analytical expression has been fitted to the J/Z curve in Figure 
5 and this formula has been used to calculate J for all Z between 6 
and 92. These values are given in Table 4. The behavior of J/Z 
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Table 4. Mean ionization potential J determined empirically as a 
function of atomic number Z. 


Z eV) Z_ sev) Z  JeV) Z MeV) 
6 146 29377 52-706 is Wow 
7 15 30 392 53 720 76 1031 
Rew eas 31 407 54.734 77, 1044 
9 123 32 %a22 55-747 78 1057 
10123 33.437 5676! 79 1071 
11 126 34451 5s] 80 1084 
12 133 35 466 58 788 81 1097 
13. 142 36481 59 i ae 82.1111 
14 154 37-495 60 815 83 1124 
15 166 38 510 61 829 84-1137 
16-180 39524 62 843 85 «1151 
17-194 40 538 63 856 86 1164 
18 209 41 553 64 870 ee Oy 
19 224 42 567 65 883 88 «1191 
20 239 43 581 66 897. 89 1204 
2 44 595 67-910 90 1217 
22-270 45 609 68 923 91 1231 
23 286 46 623 69 937 92 1244 
24 301 47 637 70 950 93 1257 
25-316 48 651 71 964 94 1270 
26 © 332 49 665 72. 977 

27.347 50 679 73991 

28 362 51 692 74 1004 


below carbon (Z =6) is uncertain and the best procedure for lighter 
elements is probably to assume J/Z is constant and equal to the 


value for carbon. 
Using these values for J, the relative error in the correction factor, 
defined as 
er ) = ( Ka 
Relative error = \fa/ exp \Ca/ theory 
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has been calculated for the 48 binary compounds. The results are 
presented in the form of a histogram in Figure 6(a). Of the 48 alloys, 
24 show a relative error of better than +0.5%, and all but 2 are 
within +2.5%. In Figure 6(b) the results are recalculated, setting 
J/Z=11.5 eV, as has been widely used in the past; the increased 
errors found in comparison with Figure 6(a) are readily apparent, 
only 6 analyses giving an error less than +0.5%. Finally in Figure 
6(c) the uncorrected k, values are plotted in a similar way, to 
emphasize the need for making the atomic number correction. Thus 
errors extending up to 22% are reduced by nearly an order of 
magnitude if the present procedure is followed. Taking into account 
the undoubted existence of errors in the analyses, this is as good as 
can reasonably be expected, though as more and more accurate 
results become available, it may be necessary to modify the J/Z 
function still further. 


IV. Accuracy of the Atomic Number Correction in Practice 


It is important to know the accuracy of quantitative microprobe 
analysis. Reproducibility is governed by instrumental factors and x- 
ray counting statistics, whereas absolute accuracy depends on the 
accuracy of the correction theory. Considering first the 
backscattering factor in the atomic number correction, we see from 
equation (10), that a given relative error in 7 gives rise to an equal 
relative error in 1-R. Therefore there will be very little error in R for 
elements of low atomic number for which R is fairly close to unity. 
We estimate that R for elements with Z<30, which includes most of 
the common elements, is accurate to +1%. 

The position is less satisfactory for heavy elements, especially for 
Z >50 where both n and the energy distribution of backscattered 
electrons are appreciably dependent on E,. For instance, Bishop 
[10] found that » for uranium decreases from 0.534 at 30 keV to 
0.495 at 5 keV, corresponding to a 5% increase in R. This variation 
in R is further accentuated by the change in shape of the energy 
distribution with E,. The values of R in Table | were calculated for 
20 keV, so appreciable errors may arise if different accelerating 
voltages are used, particularly if they are below about 10 kV, when 
the tabulated values of R may be several percent too low. It is 
desirable that in due course values of R for heavy elements, which 
allow for the dependence on E,, should be calculated, and this is an 
area which would benefit from further experimental investigations 
of backscattering. 
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intensity ratios for 48 known alloys (a) corrected using empirical J/Z function of 
Figure 5 (b) setting J/Z =11.5 eV (c) with no atomic number correction at all. 
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The mass concentration averaging of R for compounds, expressed 
in equation (12), may not be precisely correct, but theoretical 
calculations (18) of R for compounds suggest that the error is not 
much more than 1% in bad cases, and it will often be much less in 
practice. Experimental investigations of electron backscattering 
from compounds would be most helpful in deciding whether a more 
refined method of averaging would be more accurate. Furthermore, 
if this and other aspects of backscattering could be studied with non- 
normal angles of incidence of the electron beam, it would make it 
possible to calculate values of R suitable for those instruments in 
which the probe is inclined to the perpendicular from the specimen 
surface. Present indications are, however, that the effect of inclining 
the electron beam on the atomic number correction is small. 

According to equation (5), the stopping power becomes negative 
when 1.166 E<J. This is entirely due to the mathematical form of 
the equation, and is obviously not physically correct, but only 
presents a problem for very light elements beyond the range of this 
discussion. Apart from this breakdown, there is a progressive failure 
of the Bethe formula as E approaches J, due to J being constant, 
while in fact the effective value of J decreases with decreasing E. 
Livingston and Bethe [22] have shown how the formula may be 
adapted to give the contributions to S of the K electrons and of all 
the other electron shelis separately. In a heavy element the K 
ionization potential is considerably higher than the highest 
accelerating voltage used in microprobe analysis, so that the 
contribution of the K electrons to S can be neglected. For E=15 
keV, the Livingston-Bethe formula indicates that the true stopping 
power of uranium is 1.4% higher than that given by equation (5), 
while if the estimated L-shell effect is taken into account, the 
difference becomes about 3%. A similar calculation for copper 
suggests a difference of about 2% in the same direction. K-shell 
effects in light elements, for which E>>By, are very small. Therefore 
if the true mean ionization potential wére used in equation (5) for the 
atomic number correction, S would be underestimated by an amount 
which increases with Z. However, the use of empirical values of J 
automatically tends to take account of K- and L-shell effects, and 
will reduce errors due to this cause. 

The possible effect of the chemical state of the atoms in the 
specimen has been neglected so far. Brandt [23] has calculated J for 
free and bound atoms of various elements. Appreciable differences 
were found; for instance a value of 109 eV was obtained for 
aluminium as free atoms, compared with 149 eV in the metallic 
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state. The corresponding figures for iron were 211 eV and 241 eV. 
No doubt variations in J for a given element in different solid 
specimens are much less than this, but if Brandt’s calculations are 
correct, chemical differences may affect stopping power by up to 
2%. This makes it desirable for the analyzed element to be in a 
similar chemical state in both standard and specimen, which also 
minimizes chemical wavelength shifts. 

In the error histogram in Figure 6(a), 81% of the analyses in which 
the absorption correction is small lie within +1.5% of the zero error 
line, which gives some indication of the general accuracy of the 
atomic number correction. However, the specimens vary widely in 
the atomic numbers of the constituent elements and the size of the 
correction. In the range 12<Z<30, 10 keV<E,<30 keV, within 
which a large proportion of practical cases lie, the atomic number 
correction factor is generally between 0.75 and 1.35, and an 
accuracy of 5% to 10% of the difference from unity is a realistic 
estimate. Thus an error of 3% of the concentration is possible in the 
worst cases. It is obviously desirable to use as a standard something 
which approximates, even if only roughly, to the composition of the 
specimen. If the correction factor is kept within the limits 0.90 to 
1.10 the error in the corrected concentration should be less than 
+1%. 

For heavy elements accuracy decreases, mainly due to increasing 
uncertainty in R. The error in the correction factor is least for 
accelerating voltages around 20 kV, but may rise to +20% of the 
difference from unity for the heaviest elements in combination with 
light elements, increasing still further as the voltage is lowered. It is 
preferable to analyze such elements at not less than 20 kV, though 
this often results in a large absorption correction, so that the overall 
accuracy may in any case be limited. 

With regard to specimens containing elements less than 12 in 
atomic number, the above procedure may be used for the analysis 
of the heavy component, but not of the light. Not only does the 
S approximation fail, but backscattering data are unreliable for the 
low voltages used for excitation of the light elements. In view of 
the large absorption correction to be expected in this region, some 
other procedure, such as the surface layer method reported by 
Duncumb and Melford [24], would be more appropriate. 

So far the absorption and fluorescence corrections have been 
ignored. It is outside the scope of this paper to describe how to 
calculate them, but we will briefly consider their combination with 
the atomic number correction. Some confusion has arisen in the past 
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in attempting to make the atomic number correction an implicit part 
of the absorption correction. In principle this is possible as 
discussed by Duncumb and Shields [25] but in practice it is not 
possible to represent the distribution of ionization with depth to 
sufficient accuracy, to give a good measure of the total intensity 
generated as a function of atomic number. For this reason, we 
recommend that the atomic number correction, which, as noted 
earlier, applies to the generation of x-rays, is treated as a separate 
factor. The absorption correction is then merely a ratio of f(x) for the 
specimen to that of the standard, where f(y) is the fractional 
transmission of the target for x-rays which emerge in the direction of 
the spectrometer. It is true that f() is dependent on atomic number, 
but this is not to be confused with the “atomic number correction’. 
A method of calculating f( x), based on that of Philibert, has been put 
forward by Duncumb and Shields [26]. The third part of the 
correction, that for fluorescence, is simply the relative enhancement 
of the measured intensity due to fluorescence, and may be 
calculated by the method described by Reed [27 ]. 

Referring back to equation (2), we are thus able to calculate the 
overall correction factor for any system of known composition. In 
the practical case where the composition is not known, it is 
necessary to start with an assumed composition which is 
successively improved by an iterative procedure until the measured 
intensity ratios are consistent with the calculated correction factors. 
This is carried out most easily with the aid of a computer, though 
this is by no means essential. More important is the need to develop 
a sound correction theory and establish its range of validity. 


V. Conclusion 


A practical method has been put forward for making the atomic 
number correction in the analysis of elements of atomic number 12 
and upwards. This is based upon Bishop’s experimental data for 
calculating R values to allow for electron backscatter, and uses an 
empirical relation between J/Z and Z for calculating stopping power. 
Although more accurate analyses of known alloys may lead to a 
modification of the J/Z function, the measurements used in the 
present study were selected from those in which the atomic number 
correction was dominant, and establish the general form of the 
function with some certainty. The theory has been simplified as far 
as its fundamental limitations will permit, and is straightforward to 
apply with or without a computer. 
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TARGETS 
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Summary 


Monte Carlo calculations were performed to clarify the behavior 
of electrons and to obtain depth distribution. functions of 
characteristic x-rays in copper and aluminum targets using Lewis’ 
multiple scattering theory and selecting the best fit values for the 
screening factor. The results concerning backscattering and 
penetration phenomena were obtained as a natural consequence of 
the computation process. Agreement with experimental results, 
both in the backscattering coefficient and the depth distribution 
function, is sufficient for application to other materials and 
problems. 

The shape of the diffused x-ray source was also determined, and a 
comparison was made of the resolving power of x-ray and specimen 
current methods. 


I. Introduction 


It is quite certain that an appropriate approach to clarify the 
behavior of electrons in the specimen is to obtain an analytically 
rigorous solution of the transport equation. However, to apply this 
to the problem of electron behavior, we must consider the effect of 
backscattering; and it becomes very difficult to obtain such an 
analytically rigorous solution. On the other hand, Monte Carlo 
calculations would provide valuable information on the behavior of 
electrons in the specimen target. Therefore, at present, Monte Carlo 
calculation is the most appropriate approach to investigate the 
behavior of electrons in the target material, although the results of 
the calculation should be checked with the experimental results. 

We have previously published the results of the determination of 
the depth distribution function of x-rays in copper using three 
different methods, i.e. (1) tracer method [1], (2) Monte Carlo 
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calculation [2], and (3) analysis of angular distribution of 
characteristic x-rays [3]. The agreement among the results obtained 
was quite good. Therefore, we propose that our Monte Carlo 
calculation should also be applied to many problems other than 
distribution functions. 

Before performing this calculation, an appropriate simplified 
model should be chosen to describe the behavior of electrons. The 
Archard diffusion model [4] is very simple and enables us to 
understand various phenomena concerning electron penetration. 


Il. Discussion 
A. THE ARCHARD DIFFUSION MODEL 


Bethe et al. [5] defined the depth of complete diffusion as that in 
which (cos @)q,, an expression of the mean deviation of electrons 
from the initial direction becomes 


(cos 9) av=(1/e) (1) 


Archard further simplified this model, as shown in Figure 1. 


INCIDENT ELECTRONS 


BACKSCATTERED 
ELECTRONS 


Figure 1. Archard diffusion model. 


SHINODA, MURATA AND SHIMIZU Haig 


Electrons are assumed to penetrate into the specimen to a certain 
depth keeping their original travel direction, and afterwards they 
become completely diffused; their paths are indicated by the arrows 
shown in Figure 1. The depth of penetration is such that the energy 
has changed from Eo to Ea as defined by 
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where s is the distance traveled and A is the mean free transport 
path. From this formula, Archard obtained the depth of complete 
diffusion Xa as 


40 
aa > 
where Z is the atomic number and x, is the range. Since the 
backscattered electrons are included in a cone with half apex angle 
6, the backscattering coefficient 7 is given by the following equation 


1 Xq 
ae aa (4) 
2 | XR — —| 


The dependence of 7 upon Z can be obtain using Eq. (3), and it 
agrees with the experimental results fairly well. These equations are 
deduced from the small angle multiple scattering hypothesis of 
Bethe et al. [5]. However, in the actual case, large—angle single 
scatterings are also important, although they are not included in the 
above treatment. As will be discussed later, the distribution 
function obtained from this model does not fit well the 
experimentally obtained values. Therefore, a better model should be 
tried in a Monte Carlo calculation which should contain a 
sufficiently high number of possible processes. 


B. MONTE CARLO CALCULATION 


When an electron of energy E strikes a target normal to the 
surface at point Po (Fig. 2), the electron suffers a large number of 
collisions with atoms and dissipates its energy through inelastic 
collisions. Most electrons lose their energy in the target and are 
detected as specimen current; some leave the surface and are called 
backscattered electrons. In the Monte Carlo calculation, it is 
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Figure 2. Simplified model of electron trajectory. 


assumed that an electron travels a small distance AS, in a straight line 
with constant energy Ei after having been scattered at the point Pi 
with a scattering angle (@:, $i). Thus, if we take a simplified model of 
the electron trajectory as shown in Figure 2, the behavior of the 
electron in the target can be determined by the angular distribution 
of scattered electrons, the energy loss, and the step length. The 
outline of the calculation is as follows. 


1. Angular Distribution 


It would be plausible to assume that the probability of deviation 
about the azimuthal angle 4: is uniform. However, for the zenithal 
angle wi, the solution of the transport equation by Lewis [6] for an 
infinite medium has been utilized to describe the angular distribution 
of electron scattering f(#) which is given for a certain path of an 
electron S as 
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es = 
f(@) = — (21+ 1) P, (cose) exp -f «x, dS) (5) 
An g ; re) : 
t=¢ 


where 


7 
te ann f o (wo) [1—P, (cosa)] sinwde 
oO 


IL st z 

yt(1—A)tdA 

oe eae -tasn f er (6) 
2B(1+B) 2 (A—p)t*? 


oO 


and P.(cosw) is the Legendre polynomial, 8 is the screening 
parameter, o(@) is the single scattering cross section, and 
A=27NZ’e4/p’v?. 

In the numerical calculation, the following approximation has 


been used: 
i 
dS = NS 
- Ky aortas) 


Then Eq. (5) becomes the same as that of Goudsmit and Saunderson 
(7] for athin layer or small AS. _ 

The screened Rutherford type [8] expression has been used for 
the single scattering cross section contained in the term x, in Eq. (6); 
that is 


o(w)=Z7e4/p*v7(1— cosw + 28) (7) 


Here the factor for inelastic collisions has been neglected since the 
probability that electrons are influenced by inelastic collision with 
large angle scattering is small enough compared to that of elastic 
collision if the atomic number is not very low. In the case of light 
elements, this effect is not negligible, and Z’ in Eq. (7) should be 
replaced by Z(Z+ 1) (Kulchetsky and Latyshev [9]). 

The above angular distribution is accurate enough to describe real 
scattering phenomena of electrons in a given thin layer. However, 
some considerations on the accuracy of the equation should be made 
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by comparison with experimental results of electron scattering in 
thin films. Then an optimum value of the screening angle may be 
found through comparison, since some discrepancies in the values of 
B are reported (for example at 20 kV, as seen in Table 1). 


Table 1. Values of screening parameter 6 for copper. 


Bx 10: Author 
6.59 Moliere [10] 
22 Nigam et al. [11] 
2.01 Wentzel [8] 
on Cosslett and Thomas [12] 


For each value of B in Table 1, the angular distribution f(@) was 
calculated using Eq. (5). The calculated angular distributions were 
compared with experimental data for a copper film, obtained by 
Cosslett and Thomas [12], and we have taken the value by Nigam 
et al. [11], as the best fitting value for copper at 20 kV. Before the 
actual calculation, the following considerations were made. 

Since Eq. (5) is obtained from an assumption of multiple 
scattering, too small a value of AS is not desirable. However, 
experiments are usually made on thin films, and f(® is obtained for 
values of thickness At. If At is sufficiently small we can take At 
instead of AS. Therefore, the value of At that corresponds to the 
beginning of multiple scattering is taken. As in multiple scattering, if 
f(9) is expressed by a Gaussian, then the log f(@)-0? curve will be 
a straight line. After several trials, we have reached the conclusion 
that multiple scattering should occur between At=0.0901.m and 
0.1403um. However, it will be very close to the former. 

If f(6) is expressed by a Gaussian, an estimate of the value of 8 
may be obtained from the value of f(0). Thus, for At=0.0901 um, 
B=2.50 x 10-8, and for At=0.14034m, B=3.66 x 10-3. Among 
the values shown in Table 1, the value 2.52 x 10-3 (Nigam et al. 
[11]) should be the best fit for copper at 20 kV. Then 


2 
B -= (1-12 =) , d= 23 / (088Ga,) 8) 
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where h is the reduced Planck constant and ao is the Bohr hydrogen 
radius. 

In Figure 3, a comparison is made with the experimental data of 
Cosslett and Thomas [12] in which f(w) is normalized (0) and 
values of f(0) are shown as f.(0) and f.(0), for experiment and 
calculation, respectively. 

The same consideration has been made for aluminum. The 
Cosslett and Thomas result for 20 kV shows that multiple scattering 
is found for pAt-150 uwg/cm2. From Eq. (5) B has been calculated 
and {(@) was also obtained. The thick curve of Figure 4 shows the 
theoretically obtained result. Agreement between theory and 
experiment is satisfactory. 


2. Energy Loss 


The energy loss of electrons in the target was calculated using the 
relation given by Bethe [13] 


—(dE/dS) =(27re4NZ/E) In (2E/J) (9) 


where J is the mean excitation potential, Wilson’s value [14] of 
J=11.5 eV being taken. Then the energy of the electron at the 
i-th step, Ej, is given by the following relation 


Ej=Ei.s1+(dE/dS) - AS;.; (10) 
3. Step Length 


The selection of the step length is constrained by two opposing 
factors. To estimate the real phenomenon of electron scattering 
more accurately, shorter step lengths are preferable in the Monte 
Carlo method. But on the other hand, an appropriate step length is 
required to satisfy the treatment of multiple scattering and to obtain 
mathematically a stable convergence of Eq. (5). In the present 
calculation, this problem was resolved as follows. 

The convergence of Eq. (5) depends on the exponential term in it, 
and the x,-values converge to a certain value x, as the value of | 
becomes large. Then as can be easily derived from Eq. (6), the 
relation for kz,07 iS 

Kimaz AS = AAS/2B(1 +8) 
where A varies as 1/E? and B varies as 1/E. Since the condition >>g 
is satisfied if the step length is given for electrons of certain energy 
Ei by 
AS, = (E,/E,) ° M5,, 
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Figure 3. Comparison of calculated angular distribution with experiment for 
copper at 20 kV. 


Theoretical, by Eq. (5) : 8B=2.52 x 10-3. 
— — — Experimental, (Cosslett and Thomas). 


SHINODA, MURATA AND SHIMIZU 163 


f(6) 


0 0.4 0.8 L2 «1.6 
6 (rad) 


Figure 4. Comparison of calculated angular distribution with experiment for 
aluminum at 20 kV. 


Theoretical, by Eq. (5). 
@ @ @ Experimental values of R. N. Thomas 
(Thesis, Cambridge University, 1961). 


the relation 
Ky an Sore K(ASo/ Es) (11) 


is independent of E;. Thus, the above relation gives the lower limit of 
step length for convergence of Eq. (5). Accordingly, the calculation 
of electron scattering can be carried on with nearly equal precision 
at each step; and moreover, the step length can be taken smaller at 
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the region where dE/dS shows a greater gradient and vice versa. The 
step length in the present calculation is, for example, 1.8x 10-5 cm for 
copper at 30 kV, and 8.0x 10° cm for aluminum at 35 kV) 


4. Calculation Procedure 


The calculation was carried out using an IBM 7074! computer, for 
accelerating voltages of 25.1, 30, 34.7 and 40 kV for copper, and 
19.8, 25.1, 29.3 and 35 kV for aluminum. The numbers of steps and 
trajectories are shown in Table 2. The statistical errors of 
calculation for the values of the backscatter ratio are about +0.01 at 
all voltages. 


Table 2. Numbers of steps and trajectories at various accelerating 


voltages. 
Copper 
Accelerating Number Number of 
voltage, kV ~— of steps trajectories 
25a 20 2000 
30.0 25 4000 
34.7 30 2000 
40.0 35 2000 
Aluminum 
Accelerating Number Number of 
voltage, kV of steps trajectories 
19.8 18 2000 
2501 22 2000 
29.3 25 2000 
35.0 29 2000 


’ The authors appreciate the kindness of Nippon Kokan Co. Ltd. 
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C. RESULTS OF THE CALCULATIONS 
1. Backscattering of Electrons 


Examples of energy distributions of backscattered electrons are 
shown in Figure 5, and agreement with the experimental data of 
Kulenkampff and Spyra [15] is satisfactory. These authors have 
shown that the energy distribution is independent of the accelerating 
voltage between 20 and 40 kV. This point was recently confirmed 
by Burkhalter [16]. Our Monte Carlo calculation has given nearly 
the same result, as shown in Table 3. 


Table 3. Comparison of backscatter coefficients. 


nu: Calculated ne: experimental 


Copper 

Accelerating Accelerating 

voltage, kV NM voltage, kV Ne 
2521 0.347 + 0.013 10 0.339 
30.0 0.331 +0.009 15 0.31 
34.7 0.330 + 0.009 30 0.319 
40.0 0.330 +0.009 

Aluminum 

Accelerating Accelerating 

voltage, kV NM voltage, kV NE 
19.8 0.175 +0.007 10 0.171 
SA | 0.168 + 0.007 30 0.155 
29.3 0.176 + 0.007 
35.0 0.170 +0.007 


However, for 25.1 kV in copper, the discrepancy between 
calculated and experimental backscatter ratios is somewhat large. 
This may be due to the effect of the final step. In the present 
calculation, the backscattered electrons produced in each step are 
about 5% at 34.7 kV, 6% at 30 kV, and 11% at 25.1 kV. Since the 
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energy in the final step is small, the Born approximation is no longer 
valid; and consequently, the error increases with the increase of the 
contribution of the final step. 


2. Absorption of Electrons 


Absorption curves for electrons are shown in Figure 6 together 
with experimental results. From these curves, the extrapolated 
range R has been calculated as shown in Table 4. 


Table 4. Extrapolated range. 
R,: by Monte Carlo calculation. 
Rxp: by the experimental formula of Katz and Penfold [17] 


Copper Aluminum 
Accelerating Accelerating 
voltage, kV R,y,u~m voltage, kV R,,um Rap, wm 
251 1.14 19.8 2.66 2.45 
30.0 156 25.1 4.22 o5: 
34.7 ie) 293 5.38 ioc 
40.0 2.54 35:0 7.48 7.49 


Agreement between theory and experiment is good. For R; the 
following experimental formulas have been obtained: 


Copper: pRz=5.65x102E,!-72 (12) 
Aluminum: pR,=8.70x10?E,!-8! 
in which 
E,: initial energy of electron in MeV, 
pRz: mg/cm?. 
These values are close to those obtained by Glocker [18] and 
those summarized by Birkoff [19]. 
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Figure 6. Absorption of electrons, copper (top), (experimental: Cosslett and 
Thomas), and aluminum (bottom). 


Nr-= fate of transmission 
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D. DEPTH OF COMPLETE DIFFUSION 


The depth of complete diffusion, x,, is a very convenient quantity 
for understanding the behavior of electrons in the specimen. 

However, in the actual case, the transition from a straight path to 
a diffused path is not abrupt; and, consequently, it is not so easy to 
obtain experimentally an exact value of x, 

For the physical significance of x,,the following explanations are 
proposed by Cosslett and Thomas [ 12]: 

a. After many scattering events the absorption becomes 
exponential when a diffused state is approached. Therefore, the 
beginning of the exponential relation gives x,. 

b. With the increase of penetration depth, the electron travel 
directions become divergent and, finally, the most probable angle of 
distribution of scattering angles becomes constant. Such a state is 
that of complete diffusion. 

c. In the state of complete diffusion, the probabilities of scattering 
in forward and backward directions should be equal. However, this 
depth is not equal to the depth at which the number of forward 
traveling electrons has decreased to 1/2 the initial value, since due to 
the effect of backscattered electrons, the number of electrons 
traveling in the forward direction is smaller than half the number of 
incident electrons; consequently the estimate of x, from this 
standpoint will give too shallow values. 

On the other hand, the present Monte Carlo approach will give a 
clearer idea. Figure 7 is the result of calculations for copper and 
aluminum. This figure shows the frequency of backscattered and 
absorbed electrons and the maximum depth of their penetrations. 
The right hand side corresponds to backscattered electrons and the 
left hand side to absorbed electrons. x, is the range of electrons. 

On Figure 7, we can observe the following points: 

a. Backscattered electrons are mainly scattered near the surface, 
and very few of them can penetrate beyond x,, the depth of 
complete diffusion. 

b. The highest frequency of maximum penetration depth of 
absorbed electrons nearly coincides with x,. 

The maximum penetration depth of an electron is the depth at 
which the electron takes a path perpendicular, in the mean, to the 
initial direction of incidence. This depth is the starting point of 
random movement for that electron. The maximum frequency for 


295-798 O-68—12 


170 ELECTRON PROBE 


25 kV 30 kV 35 kV 
0.10 0.05 0 0.05 0.10 0,100.05 0 0.05 0.10 0.10 9.05 0 0.05 0.10 


0 
05 
1.0 cal 
15 
x (uM) 96 
25 


3.0 
COPPER 
20 kV > kV 35 kV 
5 le oh fo) 0.05 O02 O.! 0.05 02 0O.! ot 0.0502 0! O 
oO 
2.0 
4.0 
X (uM) 6.0 
8.0 
10.0 
120 
ALUMINUM 


Incident | Electrons 


Back-scattered electron 


Surface of specimen | 
Xm 


x m 
Absorbed electron 


Figure 7. Distribution of maximum penetration depth for backscattered electrons 
(right hand side) and absorbed electrons (left hand side) for copper and aluminum. 


the absorbed electron should occur at x,,, since electrons which have 
traveled beyond this depth cannot escape through the surface. This 
last point is to be expected from the Archard diffusion model. The 
schematic explanations of the paths of backscattered and absorbed 
electrons are shown at the bottom of Figure 7. 
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The diffusion process in the target is illustrated in Figure 8, in 
which the depth distribution of electrons in each step is shown. Until 
the ninth step, the original form of the distribution is preserved; from 
there on, the change of wave form becomes more significant. This 
process occurs at the depth x, and quite resembles a transition from 
a shock wave to a sound wave or from a square wave to sine wave. 


E. DEPTH DISTRIBUTION OF CHARACTERISTIC X-RAYS 


One method to check the validity of the above calculation is to 
calculate the depth distribution function of characteristic x-rays and 
to compare it with the results obtained by other methods. If we 
denote by Nx the number of Ka quanta and by nx the total number of 
ionizations of the K-shell, we have 


Ne = ong (13) 
where w is the fluorescence yield showing the decrease of the 
number of Ka quanta due to the Auger effect and is a function of the 
atomic number (Compton and Allison [20]). 

Let us denote the K-shell ionization probability as Qx(E), the 
Avogadro number as Na, and the atomic weight as A; then dn, , the 
number of ionizations during the electron travel of length dx, 
becomes 


= (Na p/A) Qx(E)dx 


Therefore the total number of ionizations is given by 


dnx 
me = —— "ae Je Qx(E) dx . (14) 


and nx can be calculated if Qx(E) and @ are known. 

However, since the distribution function is only related to relative 
values, i.e. the relative change of x-ray generation with depth, it is 
not necessary to know the absolute value of . 

On the other hand, Qx(E) is a function of energy, for which Mott 
and Massey [21] obtained the following formula using Bethe’s non- 
relativistic treatment: 


Qx(E)=(277e*/Ex) - (1/E) b In (4E/B) (15) 
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Figure 8. Diffusion process in the target. Frequency as a function of depth —i 


=number of steps. 
Horizontal scaler: Number of layers (upper scale), and depth in um (lower scale). 


if we accept for b and B, Worthington and Tomlin’s [22] values, 


b=0.35 and B=[1.65+2.35 exp (I-U)] - Ex, 


we have 


1 | 4U 
Q, (E) -E2 = 0-7ze? — In ———_____—_— 
U 1-65 + 2-35 exp (1 — U) 


(16) 
where Ex is the excitation energy of the K-shell and U=E/Ex. 

Figure 9 shows a comparison of the theoretical and experimental 
values, (Pockman et al. [23]), for nickel together with corrected 
values considering relativistic effects (Perlman [24]). For nickel, 
since E=80 keV for U=10, the effect of the relativistic correction is 
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Figure 9. Jonization cross section of K-shell for nickel. 
A. Relativistic theory of Perlman. 
B. Non-relativistic theory of Worthington and Tomlin. 


o=experimental result of Pockman et al. 


no longer negligible; therefore, in the case of copper, the 
experimental value of Pockman et al. [23] has been used in the 
following relation 


[Qx(E) * Ex?]¢,=[Qx(E) * Ex?) wi (17) 


However, in aluminum, even for U=20, E=30 keV and, therefore, 
a non-relativistic treatment has been adopted. 

The depth distributions are summarized for total electrons, 
dividing the target into layers of 0.05um for copper and 0.1845um 
for aluminum. Results for copper are shown in Figures 10 and 11. 
To compare these results with those of Castaing and Descamps 
[25] for 29 kV, it should be normalized by 


[ f bu(pz)dpz |e-rxev a [(E-Ex)*7Je=exev (18) 
[ J @r(ez)dpz jeorev [(E-Ex)"7]20xev 
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Figure 10. A comparison of the calculated depth distribution of CuK radiation 
with the results of the other two methods. 


— Monte Carlo calculation (30 kV, y=90°). 
— -—-— Tracer method (28.5 kV, y=80°). 
—---— Analysis of angular distribution (30 kV, y= 90°). 
.ees.-. Castaing and Deschamps (29 kV, y=80°). 
y= incident angle. 
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Figure 11. Depth distribution of CuKa radiation at various accelerating voltages. 


ARL-EPMA, take-off angle : 52.5°. 
oe JXA-3 XMA, take-off angle : 15°. 
—--—:- Monte Carlo method. 
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where $7(pz) and @u(ez) are those obtained by Castaing and 
Descamps, and by the present Monte Carlo calculation, 
respectively. 

Figure 12 shows the depth of maximum x-ray generation in 
copper and aluminum. The variation of this depth depends on the 
accelerating voltages, and the maximum nearly coincides with the 
depth at which electron absorption just begins. This means that in x- 
ray generation, the role of inelastic scattering of electrons near the 
surface is very important. Following the Archard diffusion model, 
the maximum depth of x-ray generation, x». should coincide with 
Xq. The distribution function derived from the Archard model shows 
better agreement with experiment than that from a straight line 
course model. But even for the Archard model, the value of the 
peak is too deep. 


pz (mg/cm) 


V (kV) 


Figure 12. Depth of maximum x-ray generation Xm and complete diffusion xq. 


pz = depth, V = accelerating voltage: 
O= copper and x = aluminum. 
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Figure 13, shows the distribution function for aluminum obtained 
by the Monte Carlo calculation, and in Figure 14 results obtained by 
analysis of the angular distribution are shown together with that of 
the tracer method of Hénoc [26] for comparison. Compared with 
the other two methods, the Monte Carlo calculation gives less 
significant x-ray generation in a deep layer. However, as the range 
of electrons at 30 keV is 2.1 mg/cm?, generation of x-rays in a range 
deeper than this depth should not be considered primary excitation. 


Log ¢ (pz) 
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Figure 13. Depth distribution of AlKa-radiation at various accelerating voltages. 
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Figure 14. A comparison of the calculated depth distribution of AlKa-radiation 
with the results of the other two methods. 


Analysis of angular distribution, (30 kV). 
Tracer method (Henoc), (29 kV). 
~———-— Monte Carlo calculation, (29.3 kV). 


In the tracer method of Hénoc, where magnesium is used as a 
tracer, excitation of Mg K. by Al radiation would be plausible. Also, 
in the angular distribution analysis of characteristic rays, excitation 
due to continuous and characteristic x-rays from heavier impurity 
elements would be conceivable. Therefore, one should recall that 
our Monte Carlo calculation will give the distribution function for 
primary x-ray generation, while the angular distribution analysis 
gives that for actual analyzing conditions in the electron probe 
microanalyzer. However, the difference is mainly in the lower 
intensity region and, therefore, either value will be usable for the 
actual correction. 
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In the numerical computation of corrections, the f()-function, as 
shown in Figure 15, is usually used. The present Monte Carlo 
calculation gives somewhat larger f(x) values; however, the 
difference is not very significant. Green’s results [27] are also 
shown, marked by circles. 

In the analysis of the angular distribution of characteristic x-rays, 
exact values of absorption coefficients are indispensable. In Figure 
14, two results for different absorption coefficients, one an 
experimental value of Andrews [28], the other a computed value of 
Heinrich [29], are shown. The higher value gives a better result. 
Recently, a new value has been reported by Bucklow [30], Metals 
Research Limited; this value is between the previous two (u/p=408 
cm2gm'!). It gives better agreement with those obtained by other 
methods, especially in the high intensity region. 


F. SHAPE AND SIZE OF THE X-RAY SOURCE 


To determine the size of the x-ray source, it is important to obtain 
an exact idea of the resolving power of the electron probe 
microanalyzer. Ehrenberg and King [31] investigated the electron 
diffusion in targets using fluorescent materials. However, this does 
not coincide with the diffused x-ray source, because primary x-ray 
sources should be smaller than the electron diffusion zone. On the 
other hand, for an element with high atomic number, the fluorescent 
x-radiation excited by the continuum is significant; and 
consequently, the x-ray source will broaden and become larger than 
the electron diffusion zone. In our laboratory, the size and shape of 
the x-ray source was determined in copper using the following 
methods: 

a. from a relation between x-ray intensity and knife edge dis- 
placement — source broadening, 

b. from the Monte Carlo calculation — source depth, and 

c. from the depth distribution —source shape. 


The source broadening determined by Shimizu and Shinoda [32] 
is based on the following assumptions: 

a. the intensity distribution of an electron beam is of the Gaussian 
type. 

b. the functional representation of a wedge-shaped specimen 
traversing the path of the electron beam is expressed by a step- 
function, and 
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Figure 15. Relation between f(x) and (= /p cosec @). 
(a) Copper, from angular distribution, 
(b) Aluminum, from comparison of various methods. 


Angular distribution of x-ray. 
-—— Monte Carlo calculation. 
—-—-- Tracer method (Hénoc, 1966). 


o Green (9.8, 20.5, 29 kV). 
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c. the intensity distribution of x-rays in a lateral direction for an 
electron beam with infinitesimal cross section is given by a 
Gaussian. 

The excitation by the continuum is neglected, because it is less 
than 10%. The result is as shown in Figure 16. 


3.0 


2.0 


SPOT SIZE (um) 


Ee 15 20 25 30 


ACCELERATING VOLTAGE (kV) 


Figure 16. Variation of size of the diffused x-ray source for copper with accel- 
erating voltage, the electron beam diameter being | um. 


If the intensity distribution in the direction of depth is also 
expressed by a Gaussian?, the shape of the x-ray source is given by 
Wittry [33].° 


F(x,y,z)=F(z) + F(x,y)=A exp-a (z-Zo)? exp-b (x2 +y?) C19) 


Therefore, the integration of F(x,y,z) with respect to x and y gives 
the distribution function F(z), and for z=0, it becomes (0). Thus, 


2 The same assumption has been successfully applied in the case of analysis of the 
angular distribution of x-rays. 


3 Wittry’s formula, slightly modified. 


182 ELECTRON PROBE 
we have 

[F(z)]e-0=[ if F(x,y,z)dxdy ] 2-0 = (0) 
and 


b d(0) 


7 


A = (20) 


Figure 17 shows the shape of the diffused x-ray source, contours 
of which are given by the following logarithmic scale, taking y=0 


log F(x,y,z)=log A—[a(z-Z,)?+bx?] log e (21) 


The right hand side shows intensity contours while the left hand 
side is plotted for each accelerating voltage and gives contours for 


F(x,0,z) =, (1/e) [Maximum value of F(x,0,z) | (22) 


For all practical purposes, x-ray microanalysis is done of the 
volume bounded by the contour of the left hand side of Figure 17. 
Table 5 shows these volumes for copper. 


Table 5. Volume microanalyzed. 


Accelerating voltage Volume analyzed 


kV (um)? 
20 1.38 
25 2.99 
30 5.56 


Therefore, if the accelerating voltage is reduced 20% from 30 kV, 
the volume used for microanalysis is reduced by half, and we will 
obtain information from a much smaller volume. 


G. RESOLVING POWER IN SPECIMEN CURRENT ANALYSIS 


As already shown, the maximum depth of backscattered electrons 
does not exceed xq; and the rate of backscattering is determined 
by the mean atomic number of the material between the surface 
and xq. Therefore, we have (specimen current)= (incident beam 
current) — (backscattered electron current). 

However, the effect of secondary electron emission is not con- 
tained in the above expression. 


SHINODA, MURATA AND SHIMIZU : 183 


Figure 17. Shape of the x-ray source for copper. 
Upper: intensity distribution of the electron beam. 
Lower: intensity contours, left: for 1/e of maximum intensity; right: of 
x-ray intensity for 30 kV on a logarithmic scale. 


The resolving power of the specimen current method should be 
determined by the behavior of electrons between the surface and the 
depth x,. Figure 18 shows fractions of electron backscattering and 
X-ray generation as a function of specimen thickness. The depths for 
90% are 0.92um for x-rays and 0.61um for backscattered elec- 
trons. If electron scattering occurs according to Archard’s model 
and the shape of the x-ray source is as shown in Figure 17, the 
volume analysed by x-rays is about five times that of backscattered 
electrons. 

Practically, this ratio will be much larger because if the theory 
of Bethe et al. [5] is valid to the depth xg, the mean deviation 6 
from the initial direction is given by 


(cos 9) av=(1/e). 
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Figure 18. Fractional backscattering of electrons n, and emission of x-rays for 
copper. 


X-ray (30 kV). 
o (Cosslett and Thomas, 1965). 


This means that at a depth close to x,, the deviation reaches this 
level; and, therefore, until certain depths, no appreciable deviation 
of electron travel direction should occur. Hence, the volume 
analysed by the backscattered electron or absorbed electron 
methods should not exceed signficantly the volume determined by 
the beam cross scetion times x,. This volume should be much 
smaller than that calculated from Archard’s model. 


This paper is based mainly on the Thesis (Osaka University, 
1967) by K. Murata, one of the authors. 
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APPENDIX 


Scattering in a Coulomb field produced by a single charge is 
described by the well-known Rutherford scattering formula. 
However, in an atomic field, the screening effect of the electron 
cloud should be considered. If an appropriate atomic field is given, 
these calculations become possible. Using a function g(y), the single 
scattering cross section o(9) may be expressed by 
Zret eh) 

ae (1) 


o ty) 3 p?v? y* 


where 
y=sin (0/2) 
For g(y)=1, Eq. (1) gives the Rutherford scattering formula. To 


estimate the screening effect, the screening angle X« should be 
defined as follows, (Goudsmit and Saunderson [7]): 


1 
1 1 g(y) 
bgt peste Oe aes idy (2) 
Xa 2 re) ys 


If we use the Born approximation and denote the scattering cross 
section by Gz, the screening angle Xo is obtained by substituting 
ga(=9s/or) into Eq. (2), os being the Rutherford scattering cross 
section. Two examples of the atomic field are given: 


1. Exponential field 


V(r) = (2Z*e7/r) exp(—A,7) (3) 
2(y)(= ga) is found by the Born approximation and 
y4 
gy) = ———— 4 
ae (4) 
From Eq. (2), Xo becomes 
Xo = hA,/p ee 2y. } (5) 


where 
Ao=Z3/a 
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Therefore, the screening parameter B is 


(6) 


Since many discrepancies exist among the theoretically obtained 
values, Ao should be modified by comparison with experimental 
values. 


Introducing a constant 4, Nigam et al. [11] have proposed that 
A=Ao (7) 
As Stated already, for 20 keV in copper, “ should be 1.12. 


2. Thomas-Fermi field 


2 
i) a en rs) (8) 


where 
do=Z"3/0.885a0 
By numerical computation, we have 
X6=1.12 hAo/p (9) 


Hence, we have reached the same conclusion, and this formula 
gives good results, as shown already. 
In our calculation, an exponential field has been adopted; but for 
the screening angle, we have reached the same conclusion as that 
‘deduced from the Thomas-Fermi field. Eq. (5) was first given by 
Wentzel [8], where, a=a. was taken as the value of a in yo. But as 
shown above, a=0.885a. should be taken to obtain the proper value 
of the screening parameter. In a paper read by Bishop at the Paris 
Conference of X-ray Optics and Microanalysis, 1965, a similar 
Monte Carlo calculation can be found. However, for the screening 
parameter he did not use a modified one but that given by Wentzel. 


ABSORPTION EDGE EFFECTS IN ELECTRON 
PROBE ANALYSIS 


D. NAGEL 
Naval Research Laboratory, Washington, D.C. 


Abstract 


The numerical value of the mass absorption coefficient to use in 
calculating corrections is uncertain when an x-ray emission line used 
in electron probe analysis overlaps the absorption edge fine 
structure of another element in the specimen. The m“/p values 
normally tabulated can be in error by +50% near an edge and +10% 
up to 400 eV above the edge. Test calculations of absorption and 
fluorescence corrections show that an uncertainty in “/p of 50% 
commonly leads to relative errors of 1-3% in the composition. In 
some cases the errors exceed 10%. The possible existence of such 
line-edge interferences can be checked for a particular specimen 
using standard x-ray tables. A different x-ray line should be used if 
such an interference is found. When this is not possible, calculations 
using a range of “/p values within the expected uncertainty will 
show the error in the concentration which might occur. 


I. Introduction 


Calculation of composition from measured relative x-ray 
intensities requires accurate knowledge of the mass absorption 
coefficient in electron probe analysis. It has been emphasized that 
uncertainties in the #/p values used lead to errors in the resulting 
composition [1]. Uncertainties in the mass absorption coefficients 
arise from two sources: (a) inaccuracies in the measured, 
interpolated, or extrapolated values, and (b) errors in tabulations 
due to not including variations in “/p near absorption edges. It is the 
purpose of this paper to examine the situation where an x-ray line 
used for analysis overlaps the absorption edge fine structure, leading 
to uncertainty in the /p value at the position of the line. 


II. Physical Background 


The mass absorption is often required over a wide range of 
energies so the usual graphs and tabulations of “/p are given on a 
keV scale. Figure 1a shows the common log-log method of plotting 
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Figure 1. Conventional graphs of the Iron mass absorption coefficients in the 
region of the K edge on (a) log-log and (b) linear scales [2]. The abscissa is in 
units of keV. 


the mass absorption coefficient which is useful since “/p varies 
approximately as E*. A linear graph of the same region is shown in 
Figure 1b. The absorption edge fine structure is contained within a 
fraction of a keV of the edge and cannot be plotted well on the scale 
of Figure 1. An expanded energy scale, generally in electron volts, is 
necessary to plot the absorption edge fine structure. Figure 2, for 
example, shows the Iron K edge measurements of White [3] for 
Iron in the pure metal and Fe:20s. 

The region above an absorption edge (in energy) can be divided 
into two physically distinct parts. In the first 30 electron volts (eV) 
or so above the edge, the fine structure, called Kossel structure. is 
due to electron transitions to higher unfilled states when a photon 
is absorbed. These transitions are between bound atomic states. 
Beyond about 30 eV, the Kronig fine structure may persist to as 
much as 400 eV above the edge. This is the case only for absorbers 
with high lattice symmetry. In more complex and in amorphous 
materials the fine structure extends to only about 100 eV above the 
edge [6]. The Kronig structure is due to the effect of other atoms in 
the solid on the electron ejected from the atom absorbing the x-ray 
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Figure 2. Linear graph of the Iron K absorption edge fine structure versus electron 
volts relative to the K edge at 7.111 keV [3]. The curve for the metallic absorber 
is displaced vertically from that of FeO, for clarity. Note the shift in the edge 
position, and the difference in shape and magnitude of the fine structure for the 
metal and oxide. 


photon. Greatest variations in the mass absorption coefficient occur 
in the Kossel region where the “/p value can vary from less than 
50% to more than 150% of the tabulated value. In the Kronig region 
the variations are typically about +5-10%.Figure 2 illustrates how 
both the Kossel and Kronig structures can vary in shape and 
magnitude, depending on the chemical environment in which the 
absorbing element finds itself. It is significant also that the position 
of the edge varies several eV from one compound to another. 

Figure 3 is a schematic showing the extremes of the fine structure 
in some absorption edges. The dashed line indicates the value which 
would usually be tabulated or plotted. Superimposed on the edge 
structure are four bars indicating emission lines at positions where 
/p would vary appreciably from the tabulated value. These might 
be lines used to make a measurement in a sample containing the 
element whose absorption edge is shown. 
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Figure 3. Schematic of an absorption edge fine structure (solid line). The value 
of the mass absorption coefficient usually tabulated is shown by the dashed line. 
The bars give the widths of typical emission lines at positions where the actual 
and tabulated absorption coefficients differ significantly. 


The widths of x-ray lines commonly used in microprobe analysis 
vary from about 2 to 12 eV. See Table | for examples. Since the 
period of undulations in the mass absorption coefficient is typically 
15 to 20 or more eV, the lines are usually not sufficiently wide to 
average over the variations. 


III. Effects of Line-Edge Interference 


Examination of wavelength and absorption edge tables [7] 
shows that intense emission lines which might be used for probe 
analysis (K and L @ and B lines,0.6 to 15 angstroms) frequently fall 
within 100 eV of an absorption edge. Some of these pairs of inter- 
fering elements are mutually insoluble, form no compounds, or are 
unlikely to occur in microprobe samples. There remain, how- 
ever, practical samples where emission lines overlap the 
absorption edge fine structure. It should also be noted that there 
are many instances when emission lines fall between the various 
L or M edges. In those regions even the smoothed values of 4/p 
are less well known. 
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Table 1. X-ray line widths in electron volts 


K lines [4] L lines [5] 
fA a} a2 Z a B1 
Ca(20) 176 1.69 Ag (47) 3.2 2.4 
Cu (29) 3.0 4.0 W (74) 7.2 6.5 
Zr (40) 6.6 6.9 Pb(82) 9.5 8.4 
Ag (47) 11.1 11.3 U (92) liom 14.3 


Test calculations have been made for binary systems to illustrate 
the effect of uncertainty in “/p, due to the presence of edges, on the 
absorption and characteristic fluorescence corrections. Analytical 
conditions and the composition were held constant, and corrections 
calculated at 0.5, 1.0, and 1.5 of the tabulated u/p value [1]. 
Philibert’s expression for f(x), as modified by Duncumb and Shields, 
was used for the absorption correction. The fluorescence correction 
was calculated using the formula of Criss [8] which contains Reed’s 
expression for the effect of voltage on secondary fluorescence. The 
results are given in Table 2. 

These calculations show that for the 50-50 or stoichiometric 
compositions used, the uncertainties in the intensity ratios k, and 
ky are usually 1-3%. However, in the 50 Mg-50 Ge system, a 
+50% error in u/p produces an error in k, of + 18.4 or —7.2%. 
For the intermetallic compound Hf,.Cu, the error in k; is about 7% 
due to the 50% wu/p error. The errors in k, or k; would be worse for 
compositions nearer the end members. The analysis for Cu in Hf,Cu 
provides an example of this. While errors in corrections for systems 
near end members yield small absolute errors in the calculated 
concentrations, the relative errors would be large. The above 
examples are for errors appropriate to the Kossel structure. Errors 
due to Kronig structure are considerably smaller. 


IV. Discussion 


It is seen that uncertainty in the “/p value near absorption edges 
can lead to errors in the absorption and fluorescence corrections 
which are unacceptably large in some cases. These errors can be 
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Table 2. Effect of absorption coefficient variation on absorption and 
fluorescence corrections 


(20 keV, 30° takeoff angle) 


- b c 
Z, Z_ Wt%Z, Lines Edge A(eV)* p/pratio’ (kalzy (kzg 


Br Au 28.8 BrKay AuLiit 3 0.5 0.990 1.020 
(AuBr) AuLa, 1:0 0.975 1.029 
1.5 0.959 1.032 
Hf Cu 15.1 HfLB; CuK 24 0.5 1.099 
(HfgCu) CuKa, 1.0 a 1.178 
1.5 1.248 

Mg Ge 50 MgKa GeLiil 36 0.5 0.383 
GeLay 1.0 0.199 d 

Gey 0.127 
Au Zn _ 50 AuLa; ZnK 52 0.5 0.999 1.034 
ZnKa1 1.0 0.980 1.053 
1.5 0.960 1.066 
W Ni 50 WLa1 Nik 65 0.5 0.997 1.032 
Nika} if) 0.960 1.049 
1.5 0.936 1.061 

Notes: 


* A(eV)=difference between tabulated line and edge energies in electron volts [7]. 
> u/p ratio= (u/p) actual/(u/p) tabulated. 

© Concentration = (Relative X-ray Intensity) X (k absorption) X (K nuorescence) = Kak. 

* Other lines would probably be used for an analysis. 


outside the expected accuracy of measurement and calculation. The 
existence and source of such an error in the answer for one element 
whose line overlaps an edge fine structure might not be obvious. 
Normalization of the total composition to 100% would cause the 
error in one element to have an effect on the analysis for all the 
elements in the system. 

Instances of interference between a measured line and an edge are 
relatively infrequent in binary probe samples, but become more 
likely in ternary and more complicated systems. The existence of 
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such interferences can be checked most easily using Table 2 of 
Bearden [7] where all x-ray lines and edges are listed in order of 
energy. The region within about 400 eV below each line intended to 
be used in an analysis can be examined for the presence of the edge 
of any of the other elements in the sample. Other tables of x-ray 
lines and edges can be used also. 

If an interference is found, another line should be used if possible. 
When this cannot be done, it must be expected that “/p might be in 
error by +50% within about 30 eV of the edge or by +5-10% within 
30 to about 400 eV above the edge. Since accurate absorption edge 
fine structure measurements are not available for all edges, and 
since the position of the edge and the shape of the fine structure 
depend on the chemistry of the sample, it is not possible to 
determine the difference between actual and tabulated “/p values 
(except by measurement of “/p). Calculation of the absorption and 
fluorescence corrections using #/p values near the extremes of the 
range of variation (which depends on the line position above the 
edge) would show the sensitivity of the results to the mass 
absorption coefficient, or, at least, indicate the size of the possible 
error. When the “/p uncertainty adversely affects one of the 
corrections, changing the takeoff angle may alleviate the problem, if 
this is possible. 

Measurements of broad soft x-ray lines, using a proportional or 
scintillation counter to include the entire line, would tend to average 
over //p variations near edges. Use of broad lines is not necessarily 
advantageous, however, since microprobe correction procedures 
are implicity derived for the usual narrow x-ray lines. 

The problem of line-edge interferences, discussed above for the 
electron probe, exists similarly for x-ray fluorescence analysis. It 
can be expected to occur more often in the latter case since 
fluorescence analysis samples can be physical mixtures, e.g., 
powders, and often contain many elements. 
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FLUORESCENCE EXCITED BY THE CONTINUUM 
J. HENOC 


National Center for Studies of Telecommunication, 
Issy les Moulineaux, France 


Abstract 


The intensity of secondary radiation excited by the continuous 
spectrum is calculated in a form suitable for computer evaluation of 
the numerical values. The parameter of interest is the ratio of 
secondary emission to the total emerging intensity of radiation; this 
ratio (M/I(4)) has been calculated for several elements choosing an 
appropriate expression for primary radiation. The _ direct 
measurement of the ratio (M/I1)) and of Ics). performed on the 
same elements, provides a test of the correctness of the calculations 
and a basis for a proposed semi-empirical method for routine 
evaluation of the corrections. 


I. Introduction 


A target being subjected to the impact of a beam of suitably 
accelerated electrons emits X radiation in the characteristic lines of 
the atoms present in this target. The characteristic radiation is due to 
the ionization of the inner shells of the atom by electrons of the 
beam and by the absorption of the continuum emitted during the 
event of electron energy loss in the material. Under normal 
microanalytical test conditions, the first mentioned phenomenon 
prevails, though it is no longer allowable to neglect the second one, 
in view of the considerable advances achieved, especially in the field 
of spectrometer sensitivity. 

We are going to set forth a method for calculating the intensity of 
fluorescence radiation excited by the continuum in order to evaluate 
the correction for it in the results of electron probe microanalysis. In 
the first (theoretical) part we shall derive the formula for the 
intensity of the fluorescence radiation and decide upon a method for 
calculating the primary radiation directly excited by electrons in 
order to obtain the all inclusive ratio between intensities of 
fluorescence radiation and primary radiation. In the second, more 
practical, part, we shall report on a few tests made, in order to 
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render the application of calculations more explicit, and indicate a 
way of effecting corrections for fluorescence excited by the 
continuum in routine analyses. 


II. Theory 
A. CALCULATION OF FLUORESCENCE EMISSION 


The evaluation of the fluorescence emission excited by the 
continuum is possible on the basis of two simplifying assumptions. 
First, it is assumed that the continuous spectrum is emitted at a 
depth which is negligible compared with its depth of penetration 
into the sample; this amounts to assuming that the primary radiation 
source is a pin-point source on the surface of the specimen. Ina 
general way, it is worthwhile noting that the distribution form of the 
primary radiation as a function of depth interferes but little in the 
calculation of fluorescence and that the intensity of the fluorescence 
radiation is dependent only on the total intensity of the primary 
radiation. It will also be assumed that the continuous radiation is 
isotropic. 

The intensity of fluorescence radiation emerging from the 
specimen due to excitation by the spectral component of the 
continuum whose wavelength and intensity are A and I)°, 
respectively, with reference to Figure 1, is given by the following 
expression: 


Figure 1. Emission of secondary radiation. 
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The intensity of the total fluorescence radiation is obtained by 
finding the summation of this quantity over the range extending from 
the minimum wavelength A, to a wavelength A; of the level producing 
the characteristic line chosen for the analysis, using as many 
intervals as there exist absorption edges between A, and A;. The 
expression giving the intensity of the continuous radiation as a 
function of wavelength, If=KZ (1/A, — 1/A) 1/A is due to Kramers 
(1923) [1]; it is in good agreement with the empirical formula 
proposed by Kulenkampff (1924) [2]. Green (1962) [3] has shown 
that the constant K whose value was initially assumed equal to 2.26 
x 10-3 cm, varies with the atomic number. In case of a compound 
specimen, we assume that we can write Z = Cy Zs + Cg Zz. The 
absorption coefficient variation law versus wavelength allows us to 


1Note: list of symbols at end of the paper 
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Formula (4) giving the quantity @ (A,, A, v) can be tabulated by 
means of a computer in the following way: 

A» is Chosen among the values corresponding to the operating 
voltage (5 — 45 kV, for instance, staggered 5 kV apart). For this 
value of A,, A; is taken among K or L absorption edges of the various 
elements. The value of ¢ is then read from the table, for v? chosen in 
the range (0,100), staggering: 0.5. The @ function involving only 
wavelengths and parameter v® can be tabulated once and for all. 
Figure 2 is a representation thereof. 

It has been assumed that the wavelength variation interval 
contains no edge from element B. If this were not the case it would 
be sufficient to add merely one extra interval being limited by the 
absorption edge of B, by introducing into 48 the edge jump ratio 
relative to this edge. As an indication, Table I provides the values of 
the different parameters in each wavelength variation interval. 


B. CALCULATION OF THE PRIMARY RADIATION 


The absolute calculation of the fluorescence radiation alone has 
only a theoretical interest, when one wishes to know its contribution 
to the total emerging radiation, as in the case of microanalysis. 
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68.50 
69.00 
69.50 
70.00 
70.50 
71.00 
71.50 
72.00 
12.50 


® 


2.9677 
2.9704 
2.9731 
2.9759 
2.9785 
2.9812 
2.9838 
2.9864 
2.9890 
2.9916 
2.9941 
2.9967 
29902 
3.0016 
3.0041 
3.0065 
3.0090 
3.0114 
3.0137 
3.0161 
3.0184 
3.0208 
3.0231 
3.0254 
3.0276 


A/5x 104 


5.5630 
5.5112 
5.4607 
5.4108 
5.3619 
5.3140 
5.2670 
5.2208 
5.1752 
5. 1307 
5.0870 
5.0437 
5.0016 
4.9600 
4.9191 
4.8788 
4.8395 
4.8005 
4.7624 
4.7249 
4.6877 
4.6515 
4.6156 
4.5807 
4.5457 


Figure 2. Calculation of ®. Section of computer output. 
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Therefore it is essential to evaluate it relative to the intensity of the 
primary radiation. Assuming that the proportionality law between 
emission and concentration holds for the primary radiation, one can 
restrict oneself to the case of a particular element. Let Q (E, E,) be 
the ionization cross-section; the number of ionizations, dna, 
produced by an electron having an energy E and travelling over a 
path element dx within a target made of element A is given by the 
expression: 


Np, 
dna = — Q (E,E,) dx 
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The corresponding number of photons emitted in the L-line is 


Npa dx 


Over the path along which the energy decreases from E, to E/, the 
electron produces a total number of photons given by the expression 


E; 
ap ora ] Q(E,E,) ~ dE (6) 


EK, 


The quantity I7,,can be calculated if the ionization function 
Q(E, E,) and the expression for the electron energy-loss dE/dx 
are known. One can use both formulas derived by Bethe as quoted 
by Mott and Massey (1949)[4]. 


4E 

Q = re where b=0.35 for K-shells 

1 b=0.25 for L-shells 

B=1.65 Ex (or E,) 
Zmuz= No. of electrons of shell. 
27e*Np,Z 
= dE ia cee Te, L 2E (8) where 
dx AE J 


J= mean ionization potential 


Substituting (7) and (8) in (4) results in: 


bZ,; (J 2K, 2E 
Tea) = w (A) Z,(A) | e( ) ri ( =] es =f. 
2E,Z, (2 J J B 


i r.-,{ (9) 
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More recently, a rule-of-thumb formula has been proposed by 
Green (1962) [3]. The ionization cross-section adopted by Green is 
derived from that established by Bethe in which the different 
coefficients were modified according to indications by Worthington 
and Tomlin (1956) [5]. The expression which has been chosen for 
the electron energy-loss, is the Thomson-Whiddington law (1912) 
[6]. Green thus obtains the number of photons emitted in the K- 
spectrum in the following form: 


ie aE, 1.67 
— = wx ‘2.8x10'—|[— -1 (10) 
Ar AEE 


where R is the back-scattering coefficient and c the Thomson- 
Whiddington constant. 


C. CALCULATION OF Bay/Iu) 


Expressions (2) and (9) for instance, permit the calculation of the 
relative importance of the fluorescence radiation (4) excited by the 
continuum with respect to the total radiation I(4) for a particular 
element. The calculation has been made for the zinc Ka,-line, the 
tungsten, gold, and bismuth La,-lines, with accelerating voltages of 
30 kV, using the most recent values for the different physical 
constants relating to these elements. It is worthwhile noting that a 
difficulty arises in the calculation of La,-line intensities due to the 
fact that values for w)(A) appearing in (2) and (9) are not identical. 
Strictly speaking, instead of the fluorescence yield w,,;, relative to 
L, transitions, one should use an ‘‘effective’’ yield allowing for 
Coster-Kronig transition coefficients. The situation is then different 
whether we are confronted with an ionization event produced by 
photons or by electrons. It is easy to observe this for 74 <Z< 83, 
where, according to Listengarten (1960) [7] f23 = 0, the values for 
the ‘“‘effective” fluorescence yield are listed in table I for ionization 
by photons. Provided that the energy of incident electrons is 
markedly larger than that of L subshells, one can reasonably write 
(wuimer, =~ @un [1 + 1/2 f;3]. Results of calculations are provided 
below for a take-off angle of approximately 16°. 


rea a 
ee 
Element Zn W Au Bi 
f 
Tra) 0.031 0.025 0.036 —-0.037 


Ia) 
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III. Tests and Applications 


Prior to entering into details relating to practical calculations of 
corrections, we must check the results of the preceding paragraph. 
This comparison with the actual experiment can be made in two 
steps. One can for each of the particular elements mentioned 
previously first measure the total intensity emitted, and then 
measure directly the ratio Maa/I(4) by applying the aluminium 
method. (See III. B below). 


A. MEASUREMENT OF THE EMERGING RADIATION INTENSITY 


The emerging radiation intensity of zinc was measured by 
applying the double-filter method, the voltage being 30 kV. Besides 
the value of the intensity emitted in the characteristic radiation Ka,, 
estimated at 1.73 x 10° phot/electron, this method permits the 
evaluation of the K constant of Kramers’ formula; we have found 
that K = 2.64 x 10° cm. These experimental results are in good 
agreement with measurements performed by Green (1962) [3]. 
Measurements made with a spectrometer on tungsten, gold, and 
bismuth specimens can be rendered absolute by comparing with 
tests made on zinc. The agreement observed between calculated and 
measured values is considerably less consistent for La,-lines. In 
order to take the whole set of measurements into consideration, one 
is led to adopt the following results: 


K) IZ 

Element Zn W Au Bi 
f 

ia corrected .031 022 044 .048 


B. ALUMINIUM METHOD 


This experiment consists of studying the characteristic radiation 
of a stratified specimen which, in fact, is a block of element A 
covered by a film of aluminium which is just sufficient for the energy 
of a traversing electron to be below the excitation threshold of 
element A. The characteristic radiation of element A emitted by this 
specimen is therefore fundamentally the secondary fluorescence 
radiation excited by the continuous spectrum emitted by aluminium 
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(Castaing and Descamps (1955) [8]). The intensity from the 
stratified specimen, 1%,) is compared with the intensity 1,1) of the 
radiation emitted in the same line by a pure standard A. 

It is easily seen that the desired result is given by the formula: 


if Za exp { — ial [x + ke, -o| cosec 6} 1a 


(A) 

,.. t. Al ee 
Va) it, exp | — pa P,,; Go Cosec at Lea) 
where: 


xX =thickness of a layer of element A corresponding to a mean 
emitting depth for primary radiation; 

€=thickness of an aluminium layer corresponding to the mean 
emitting depth for primary radiation, in aluminium; 

k=ratio between linear absorption coefficients of aluminium 
and element A for the continuous spectrum; 

eo= thickness of the aluminium layer 


The corrective term which is most difficult to evaluate is 1/f, 
(Kirianenko et al., 1964) [9]. It represents the proportion of the 
continuous radiation being absorbed by the aluminium layer of 
thickness (e,-e). It can be estimated by default by defining a mean 
absorption coefficient; or, more simply, one can determine an upper 
limit by comparing the intensity of the primary radiation which is 
absorbed in the layer with the total intensity of the continuous 
radiation, assuming that the fluorescence radiation absorption in the 
layer is negligible. The desired value is then easily derived from the 
total intensity of the radiation emitted before absorption. As an 
example, let us quote the case of zinc for a voltage of 30 kV; the test 
is performed by evaporating a 2 mg/cm? aluminium layer on a 
polished zinc block. It is assumed that the emission takes place at a 
mean depth which corresponds approximately to 0.5 mg/cm”. 
Before exciting the fluorescence radiation from zinc, the continuum 
is thus partially absorbed by a 1.5 mg/cm? aluminium layer. 

On the one hand, if we adopt a mean absorption coefficient, we 
are led to taking f, = 0.92; on the other hand, the aluminium layer 
absorbs approximately 7% of the primary radiation; assuming that 
half of the fluorescence radiation is absorbed in the target itself, the 
contribution of this layer thus represents 0.07 2 3.1 _ 14% of the 
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emerging fluorescence radiation, and f; = 0.86. It must also be 
pointed out that the theoretical calculation made for the stratified 
target would result in f; = 0.90. Figure 3 provides experimental 
values for Myy/Iy1). Calculated results of the previous paragraph have 
been plotted on the same figure taking into account the presence of 
an absorbing layer of element A, 0.5 mg/cm? thick, in order to 
render results directly comparable. 


30 kvVe———— 
20kV+---+ 


CALCULATED 30 kV& 


ALUMINUM METHOD 


Tay/Tia) %o 


ATOMIC NUMBER 


Figure 3. Ratio of indirect to direct x-ray production. 


C. DISCUSSION OF RESULTS 


From the preceding, it appears that the lack of accuracy in 
calculated values can be ascribed mainly to the discrepancies 
betweeen calculated and observed values of the characteristic 
primary radiation intensity. Accurate measurements of this 
radiation for elemental targets, though conceivable, represent a 
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time-consuming, delicate, and wearisome work. Therefore, it is 
more advisable to have M4)/I(1) values provided by experimental 
methods and to calculate corrections to be made when analysing 
compound samples by means of tables. For the sake of exactness, 
imagine the case of a compound AB in. which element A is to be 
measured. For simplicity, let us assume that the other corrections 
are negligible. Due to the presence of the fluorescence radiation 
excited by the continuum, there exists between the true 
concentration C{=I4/lf:) and the measured concentration 
Cy =17/1P), the following relation: 


Ca = (12) 


The method of calculating C4? may be the following: 


a. The terms E,, and E, contain only the physical constants of 
constituent elements and the concentration C,; their calcu- 
lation offers no difficulty. 

b. (@m+1—6m) a relative to the standard can be calculated by 
means of the table. 

C. (dm+:1—Gm)az relative to the specimen can be calculated 
by means of the table. 

d. The value of the ratio M4):Ii4) is read from Figure 3. Thus 
all quantities appearing in the right hand side of formula 
(12) are available. The number of experimental results 
readily available may seem small. Indeed they are strictly 
valid only for a take-off angle close to 16° and for voltages 
of 30 and 20 kV. Attention must be drawn, however, to 
the fact that the take-off angle interferes only with parameter 
v of the function for the fluorescence radiation. Referring 
to the tables we have on the one hand: 


[Has] SS EZ fide Am 4 2, VEOH Dre. de VE (O2)If 
m 

= =a oo. Sm kk} 

[alps Jy EP {@IAG, dn + 2, VE (O2)1-O Lrg, dm» VA (G2) } 
m 
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and on the other: 


ale,  (FOOle, 


is given by the absorption correction curves. 

As far as the ratio 4/4) is concerned, it remains practically 
constant over the range of the high voltages used. 

Attention must be drawn to the fact that the formulas giving the 
corrections for fluorescence excited by the continuum and the 
characteristic radiation contain explicitly the concentration; 
therefore, the correction can be made only by successive 
approximations. As suggested by Philibert (1965) [10], a quick 
evaluation of the different corrections allows one to place the true 
concentration in a certain range; one can then establish a 
correspondence between true concentrations and measured 
concentrations by means of the correction formulas. This method 
can be advantageously used for fluorescence corrections by 
applying the formula 


Oe (13) 


IV. Conclusion 


The application of fluorescence corrections can be greatly 
facilitated if one has taken care to use to a maximum extent the 
possibilities offered by the computer; the availability of tabulated 
values eliminates cumbersome calculations. One may ask the 
question whether it is easy to forecast a priori the importance of the 
correction. A mere glance at formulas (12) and (13) suffices to show 
that the correction amount is an increasing function of the difference 
Cy—Ch, (or C?,-C4) of the concentrations resulting from the 
emerging primary radiation and fluorescence radiation respectively. 
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It must be emphasized that the search after a general variation law 
for the correction amount is rendered illusive by the fact that 
concentrations C7? and C4 are relating to emerging radiations. A 
first estimate can be quickly made if one evaluates, with the help of 
tables, the ratio WY ay: A comparison between C, and C% (or €.) 
allows one to decide whether or not the complete calculation is 
necessary. In a general way, one may assume that the error in 
concentration introduced by the fluorescence will be less than 0.005 
if Cf — C47? < 0.05. It must not be overlooked that the results can 
fluctuate by a ratio of 3:1 according to the take-off angle of the 
microanalyzer being used. 

To conclude, we shall make reference to two instances where the 
ignorance of the fluorescence phenomena has led to gross errors. 

When analyzing a small size precipitate situated in a matrix of a 
different composition, the primary radiation is that from the 
precipitate and the fluorescence radiation is that from the matrix. 
This instance was described time and again by Castaing and 
Descamps (1955) and by Philibert (1964). Another, practically very 
important instance, is that of the study of semiconductors where 
concentrations change quickly over a distance of only a few 
microns. The fluorescence radiation must then be taken into 
consideration in any case. 
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Symbols 
A,B Atomic mass of element A, B 
Cc Constant in Thomson-Whiddington energy-loss equation 
C4, Cp Mass concentration of element A, B 
p 14 
© Us 
m 
(4) 
E Electron energy 
E; Exponential Integral 
Eo Incident electron energy 
Ex,E.,...E, K,L,;... 1 energy level 
e Electronic charge 
fi Coster-Kronig transition coefficient 
. Continuous intensity emitted at wave-length \ 
is Primary emerging intensity from analysed element A 
in a compound 
Lia) Primary emerging intensity from pure A 
If, Fluorescence intensity emerging from analysed ele- 
ment A 
If, Fluorescence intensity emerging from pure A 
Le = 1E+h, 
Ty = Vay + Hy 
4) Fluorescence intensity from element 4 in “Aluminium 
Method” 
e] Mean ionization potential 
K Constant in Kramers’ formula 
L = Natural logarithm 
na Number of ionizations in element A 
N Avogadro’s number 
OQ Ionization cross-section 
ri Absorption jump ratio 
re, Tin, K, Ly .. . absorption jump ratio 
R Back scattering coefficient 
yn = (=! ae ae ym, = (ee se: ay 
Kyo yo 
ve Thickness 


Z,(A) 1 line relative intensity 
Za, Zp Atomic number of element A, B 


QUANTITATIVE EVALUATION METHODS FOR 
ALLOY MICROSTRUCTURES BY MICROPROBE 
ANALYSIS 
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Analytisches Institut der Universitaet Wien, Austria 


Abstract 


The methods of stereometric analysis are of great interest in 
metallurgy, mineralogy, and other branches of science concerned 
with the properties of solid materials. Until now, practically all 
stereometric studies were performed by employing light 
microscopy. 

The electron probe microanalyzer is a most valuable tool for 
stereometric analysis; this application has not been fully recognized 
as yet. 

The present paper reviews the methods of stereometric analysis, 
and presents suggestions for further improvement of electron probe 
techniques specifically designed for these methods. 


I. Introduction 


During recent years, methods of stereometric analysis, called 
‘“‘quantitative metallography” in physical metallurgy, or ‘modal 
analysis” in mineralogy, have gained considerable interest. The 
general methods have been available for several decades; today, 
however, the far-reaching application of stereometric analysis is 
mainly due to the availability of automatic measuring devices. 

The knowledge of structural parameters representative of the 
micro or macrostructure of a solid is of very great interest for solid- 
state research. Volume fractions, surface areas per unit volume, and 
grainsize distributions play an important role in the understanding of 
diffusion processes, reaction kinetics, homogeneity, and physical 
properties of solid materials. Until recently, practically all methods 
for measuring these quantities have employed light microscopy. A 
detailed discussion of all instruments presently available is given by 
Fischmeister (1966) [1]. In some cases, transmission electron 
micrographs have been used for stereometric measurements (H. E. 
Exner and H. F. Fischmeister, 1966) [2]. 
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Analysis by light microscopy suffers from limited spatial 
resolution because the reflectivity and the transmissivity of a phase 
is a physical property not always directly proportional to the 
chemical composition of this phase. A great many other factors also 
influence these properties strongly, e.g., orientation, surface finish in 
metallic systems; moreover, the etching of a sample changes 
considerably the correlation between chemical composition and 
reflectivity. 

Therefore, in a great many cases, the differentiation of phases of 
nearly the same reflectivity is not always possible within one 
sample, especially when applying automatic measuring devices. 

The electron microprobe has been proven to be a very valuable 
tool for the determination of the chemical composition of phases and 
it has nearly the same spatial resolution as the light microscope. This 
instrument, therefore, lends itself for an application in the field of 
stereometric analysis, especially since the scanning microprobe 
designed by P. Duncumb and V. E. Cosslett (1956) [3] offers the 
ability to scan the sample in straight lines. Thus, the most 
sophisticated method of stereometric analysis, linear analysis, can 
also be accomplished with the microprobe. It was not surprising that 
several attempts in this direction have been made independently by 
different investigators; the individual instruments will be discussed 
in sections III. and VI.B.2. 

The present paper attempts to give a survey of the methods of 
stereometric analysis, and of the instruments which are presently 
used in combination with the microprobe, and to discuss the 
principles of the analytical method in detail. The usefulness of the 
system shall be illustrated with several recently investigated 
examples and by the enumeration of further possibilities of 
application. 

In the following chapters the current state of the instrumentation 
will be described, with further suggestions to improve the method in 
the hope that this will stimulate discussion and _ further 
developments. 


II. Methods of Stereometric Analysis 


Since the first use of the light microscope for the investigation of 
opaque material, attempts were made to obtain not only qualitative 
but also quantitative knowledge of the microstructure encountered. 
A. Rozival (1903) [4] and E. Heyn (1903) [5] developed the first 
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quantitative analytical procedures for measurements on 
microstructures. Subsequently, the publications of E. Scheil (1935, 
1936) [6,7], C. S. Smith and L. Guttman (1953) [8], S. A. Saltykov 
(1958) [9], J. Hilliard and J. W. Cahn (1961) [10], and others have 
shown that a great many parameters, representative of the three- 
dimensional structure of opaque samples, can be obtained from 
measurements on randomly oriented two-dimensional planes. 

Until the last decade, these methods found almost no application 
in the normal research laboratories. This was mainly due to the lack 
of automatic measuring devices as the manual measurements in 
stereometric analysis are extremely tedious. (Only in the last ten 
years have automatic measuring devices been commercially 
available.) 

Let us now discuss the basic principles of stereometric analysis 
and the structural parameters which can be derived from its results. 
For a more thorough presentation of this subject, reference should 
be made to the following books: S. A. Saltykov (1958) [9], H. Elias 
and E. Weibel, ed. (1967) [11] and E. Underwood (1967) [12]. 

Two different measuring methods are known in stereometric 
analysis — measurements along a line, called lineal analysis — and 
the point-count techniques. Commmon to both methods is the fact 
that the results from measurements on a plane have to be related to 
the structure in the volume by statistical procedures. The theory of 
stereology! states that either the phases or the analyzing means — 
lines or points — have to be distributed randomly. This means that 
straight parallel lines or systematically arranged points can be used 
for the analysis only if an isotropic, statistical distribution of the 
phases is assumed. Otherwise the conclusions drawn from the 
measurements on a plane about the conditions in the total volume 
would be incorrect. 

If the phases show an oriented distribution, a disoriented 
analyzing device has to be used. In lineal analysis this will be a circle 
since a direction change is made at each increment; in the point- 
count technique, randomly distributed points are used. 

In Table 1, the structural parameters and the methods by which 
they can be obtained are listed. According to investigations by A. 
Henning (1958) [13] and by J. W. Cahn (1961) [10], the point- 
count technique is the most efficient method for volume-fraction 
analysis. However, if other parameters are needed, only lineal 


1 This name has been chosen by the International Society for Stereology. which 
deals with subjects concerning the three dimensional structure of matter. 
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Table | 


Number of 


Volume Surface/ Mean Grainsize particles/ a 
fraction volume diameter distribution unit vol. Anisotropy Proximity 


lineal 4. + + + + + + 
analysis 

point 

count = + + s, 

analysis 


analysis can provide them. Even the simultaneous determination of 

all parameters during one analysis is possible by this method. The 

method to be chosen depends mainly on the problem to be solved. 
Let us now consider the individual parameters briefly. 


A. VOLUME FRACTIONS 


This parameter is most commonly used in metallurgical and 
mineralogical investigations, because the volume fraction of a 
particular phase very often has a strong influence on the physical 
and mechanical properties of a material. The values obtained on a 
plane can practically always be converted to volume fractions. 
Furthermore, the reliability of the analysis can be given accurately 
as mentioned in section VIII.B. In lineal analysis, the total sum of 
all intercept lengths of the analyzing line falling within a particular 
phase is compared with the total length of the analyzing lines (Fig. 
1). Applying the point-count technique, the percentage of the total 
points falling within the encountered phase is registered. 


B. SURFACE AREAS PER UNIT VOLUME 


The knowledge of the surface areas of individual phases is 
naturally very important to the understanding of diffusion processes, 
kinetic processes, grain growth, etc. Furthermore, it has been shown 
by several authors (Saltykov, 1958) [9] that the amount of surface 
area present in a solid very strongly influences several physical 
properties such as electric conductivity, hardness, and tensile 
strength. 

For the calculation of the surface area per unit volume, it is 
necessary to register not only the sum of all intercept lengths but 
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Figure 1. Principle of lineal analysis: |_,=intercept length of phase a; Ig= intercept 
length of phase p. 


also the number of intersections with that particular phase; i.e., 


2; 2 Sy =surface area (mm?/mm*) 
Sy = a | ny, = number of intercepts 


L =length of test line within the phase 


L, = mean grain diameter 


C. MEAN DIAMETER OF A PHASE 


This value can be calculated from the same data used for the 
surface areas: 
i 


ny 


i = 


This provides a very convenient means for the rapid and simple 
characterization of grainsize. 


D. PROXIMITY 


This parameter has been introduced very recently to stereology 
by the author (Dorfler, 1966) [14]. It makes an attempt to 
quantitatively characterize the arrangement of phases, which was 
not possible up to now. Figure 2 shows the basic principle for a 
three-phase sample. From the number of sequences and the 
intercept lengths of the individual phases, the proximity of one 
phase respective to all others can be calculated. In the example 
schematically shown in Figure 2, it can be seen that in case a) all the 
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a: 


Figure 2. Principle of sequence analysis: 2a: Phase A totally surrounded by phase 
B, Proximity P4s=100%, P4;-=0%; 2b: Contacts between phases A, B, and (ee 
P4/s=80%, P4jc=20%. 


surface area of phase A is in direct contact with phase B (Pas = 
100%) while no contact area exists between A and C (Pajc = O). In 
case b) 80% of the total surface area of A has contact with B (P4/s = 
80%), the remaining 20% being surrounded by the phase C (Pajc = 
20%). It is easily recognizable that the knowledge of this parameter 
is very important for quantitative calculations in reaction kinetics 
and diffusion processes. The sequences can be _ registered 
automatically by means of the sequence analyzer (Dorfler, 
1966) [15], which will be described in section VI.C.3. 


Paw = 222 . 100%) 
Sa 
P43 — proximity of phase A to B 


gg surface area of phase A in contact with phase B 
S, =total surface area per unit volume of phase A 
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E. GRAINSIZE DISTRIBUTIONS AND NUMBER OF PARTICLES PER 
UNIT VOLUME 


Both parameters are very important for detailed investigations in 
the field of nucleation and grain growth, as well as for the accurate 
description of microstructures. However, the methods for the 
analysis and for the calculation are rather complicated and cannot be 
discussed in detail in this paper. (Refer to section VI.C.4.) 

Very detailed discussions of the problem can be found in the 
papers of E. Scheil (1935, 1936) [6,7], S. A. Saltykov (1958) [9], 
R. T. DeHoff (1962, 1965) [16,17], H. E. Exner (1966) [18,19] 
and G. Bockstiegel (1966) [20].? 

The determination of the number of particles per unit volume is 
even more complicated and depends on a knowledge of the shape of 
the encountered particles. Discussions and references can be found 
in the above mentioned papers. 

Other parameters, such as anisotropy, topological parameters 
(continuity, connectivity) etc., can be determined by these methods; 
and it is felt that additional parameters would be necessary for a 
representative description of a microstructure. 


III. Automatic and Semiautomatic Devices, Using the Electron Probe 


The advantages of the use of the electron microprobe for 
stereometric analysis has been pointed out in section I. 

In 1964, two similar arrangements were proposed: R. Theisen 
[21] modified a line-recorder to operate as a switch, which allowed 
the counting of the number of interested inclusions, provided that 
the concentration of a certain element exceeded a preset level. In 
combination with a special x-ray pulse-count technique, Theisen 
obtained the mean particle size and anisotropy value for FeAls 
inclusions in SAP (sintered aluminium powder). | 

D. A. Melford and K. R. Whittington (1964) [22] published at the 
same time the development of an “inclusion counter” which was 
mainly based on a computer technique, which analyzed the x-ray 
and backscatter output of the microprobe. The phases or inclusions 
are distinguished by the presence or absence of three elements (x- 
ray analysis) and by the value of the mean atomic number as given 
by the intensity of the backscattered electrons. If a phase is 
identified, sizing circuits are activated, which record the number of 

2 For a conversion into a size distribution in space, a convex shape of the particles 
has to be assumed. Some older theories deal only with the distribution of ideal 
spheres. 
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intercepts falling into a special size class. A special provision is 
made to avoid the counting of an inclusion twice while analyzing 
on subsequent lines. This method provides an extraordinarily high 
speed, the analysis on a field of 500 x 500 yx? being performed in 
30-60 seconds (Figure 3). 
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Figure 3. Schematic diagram of the ‘inclusion counter” (Melford and Whittington, 
1966). 


However, the method of Theisen as well as the “inclusion 
counter” are restricted to the analysis of phases, which differ 
qualitatively (by the presence or absence of at least one element) 
from the matrix. If the same elements are present in two phases, but 
only in differing concentrations (e.g., ferrite/austenite), these 
instruments cannot distinguish between them. 

_In 1965 two further instruments were introduced by P. Weinstein 
[23] and by G. Dorfler [24]. Though they use very similar 
principles, they have been developed independently. Their 
arrangements have been strongly influenced by the development of 
discrimination circuits for the improvement of x-ray scanning, 
published by K. F. J. Heinrich (1962) [25], D. A. Melford (1962) 
{26] and M. Rouberol et al. (1962) [27]. Since the two instruments 
are so similar, they can be discussed as one system. 

The basic principle of the apparatus, called ‘‘phase integrator’, is 
shown in Figure 4. A signal of the electron microprobe (x-ray, target 
current, etc., ref. to section V.) is fed into a discriminator circuit, 
where the identification of the selected phase is accomplished. If 
the signal voltage remains within the lower and the upper threshold 
limits, a constant voltage is supplied which opens a gate. Through 
the open gate, pulses of constant frequency, which are produced by 
an external oscillator, can pass to the analyzing circuits. The pulse 
groups obtained by this way represent the intercept length of the 
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Figure 4. Principle of the ‘Phase Integrator” (Dorfler and Plockinger, 1966). 
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linear analysis and can, therefore, be analyzed to give all structural 
parameters desired. A detailed discussion of the discrimination 
circuits is given in section VI.B. 

The same possibilities for obtaining stereometric data have been 
pointed out recently by K. F. J. Heinrich (1966) [28], in an 
expansion of the concentration mapping device. 


IV. Basic Techniques of Analysis 


Since most operations are common to all techniques, the basic 
procedures shall be discussed in this section. Not only the present 
state of knowledge, but also some suggestions for further 
improvements will be discussed. 


A. THE SCANNING PROCEDURE 


The basic technique of scanning a focused electron beam on a 
sample was originally developed by M. von Ardenne (1938) [29] for 
his scanning electron microscope. However, this technique found no 
far-reaching application until P. Duncumb and V. E. Cosslett (1956) 
[3] introduced it into electron-microprobe analysis. The great 
advantages and the limitations of this technique have been 
thoroughly discussed several times, recently in great detail and with 
special reference to the quantitative interpretation of data by K. F. J. 
Heinrich (1967) [30]. 


1. Lineal Scanning 


Practically all scanning devices included in commercially 
available electron probes shift either the electron beam or the 
specimen in two orthogonal lineal movements. The displacement in 
the x-axis is normally by a factor of 10 or 100 faster than the shift in 
the y-axis. 

Let us now consider the features which should be included in a 
universal scanning device in order to fulfill all requirements of 
stereometric analysis; these are strongly influenced by the analytical 
problem to be solved. Figure 5 gives a general impression of the 
relationships. Depending on the grainsize and the distribution of the 
phases, a proper line length has to be chosen. The distance between 
two subsequent lines is also affected by the distribution of the 
phases, in order to give a representative number of particles. The 
number of lines has to be selected to give the accuracy required for 
the analysis (ref. section VIII.B.). 


DORFLER 225 


SAMPLE 


GRAINSIZE INTENSITY 
DISTRIBUT. QF X-RAY 


DISCRIMINATION 
TIME = 
CONSTANT 
LATERAL 
RESOLUTION 


LINE = 
SPACING 


OPTICAL 
SCANNING VELOCITY 


Figure 5. Best way of selecting the scanning parameters. 


Thus it should be possible to select line length, spacing, and the 
number of lines independently of each other. This is, however, 
nearly impossible in commercially available scanners. In these, the 
scanning field is normally a square, the side length of which is set by 
the magnification control. Furthermore, both motions, for the line- 
and for the frame-formation, are continuous. These facts mean that 
the above mentioned parameters can not be selected independently. 
This can be demonstrated by the assumption that the motion vertical 
to the line scan is in the same order of magnitude as the horizontal. 
Figure 6 shows an extreme case. It is apparent that the square is 
distorted, which may influence strongly the analysis, if the 
anisotropy or orientation of a phase is determined. 

In Figure 7, an arrangement is proposed (G. Dérfler, 1966) [15], 
which includes all features demanded above. The x-deflection of the 
electron beam is directed by a sawtooth generator (1), the peak-to- 
peak voltage of which can be varied within a wide limit by means of 
a precision potentiometer. This voltage is supplied to the scanning 
plates of the microprobe and the CRT. To obtain a stepwise 
deflection in the y-direction, the sawtooth is differentiated in (2). 
Each end of a scanning line is therefore marked by a pulse. In (3) 
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Figure 6. Influence of a continuous movement in the y-direction of the scan on 
the shape of the scanned area. 


this pulse is formed into a square wave which has a well-defined 
charge. This pulse charges a loadsensitive amplifier which consists 
of a potentiometer (4), a differential amplifier (5) and a capacitor (6). 
At the potentiometer (4), the load supplied to the amplifier is 
adjusted; this regulates the voltage obtained at the ends of the 
capacitor. Since this voltage is supplied to the deflection plates of 
the microprobe and the CRT, the resistor (4) determines the 
distance between one line and the next. Each step in the y-direction 
is registered by the preset counter (ZW). If the preset number of 
lines is reached, the counter generates a pulse which actuates the 
AND-gate (7) and thereby shortcircuits the capacitor (6). This 
results in the resetting of the y-voltage to the initial value at the first 
line. Thus, by this device, the line length can be selected at the 
sawtooth generator (1), while the linespacing is determined by the 
position of the potentiometer (4). The y-motion is triggered by the 
steep slope of the sawtooth, i.e., the line end. Therefore the line 
length, the scanning speed and the line spacing can be selected 
independently. 

The y-motion can consist either of a deflection of the electron 
beam or of a displacement of the sample. Instead of the above 
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Figure 7. Proposed arrangement for step-scanning in the y-direction: 1=Sawtooth 
generator; 2=differentiator; 3=pulse shaper; 4=potentiometer for step-height 
selection; 5=operational amplifier; 6=capacitor; 7=AND-Gate; ZW=preset 
counter (selection of the number of steps). 


mentioned charge-sensitive amplifier, a digital-to-analog converter 
could be used to produce the stepwise y-motion. The two 
potentiometers at (1) and (4) can be calibrated (ten-turn 
potentiometers) to enable the selection of a certain line length or 
spacing at a given accelerating potential. It is very important in 
stereometric analysis to work with exactly defined line lengths 
because several parameters (grainsize, grainsize distribution, etc.) 
depend in their precision on the accuracy of the line length 
measurement. 

In addition to the necessity of an extremely flexible scanning 
device, provision should be made to scan several areas on the same 
sample automatically and sequentially. By means of an electro- 
mechanical step-scanning device, one field can be linked up with the 
next, enabling the accurate exploration of large areas and the 
programmed search for unknown or scarce phases. 
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2. Point-Scanning 


This technique has been recently introduced into microprobe 
research by L. S. Birks (1963) [31], who used a multichannel 
analyzer for the convenient storage of quantitative point counts 
distributed on a grid, scanned by the electron beam on the sample 
surface. K. F. J. Heinrich (1966) [28] also described this possibility, 
using a 1600 channel analyzer and showing not only the digital 
printout, but also the visual display on the CRT, where the “‘three- 
dimensional” presentation is very instructive. The paper-punch and 
magnetic-tape readout facilities of these systems allow a subsequent 
analysis of the data in a computer. (K. F. J. Heinrich, private 
communication.) Some possibilities for the application to 
stereometric analysis are discussed in section VI.D. 

The first system directly devoted to stereometric analysis was 
proposed by K. Keil (1965) [32]. He used an electro-mechanical 
step scanner to obtain a systematic point scan. At each point, the 
signals for three x-ray spectrometers, the target current, and the 
cathodoluminescence were used to decide which phase is present. 
The decision can be made either by the operator or by an automatic 
device. 

Generally, the point-count method has the disadvantage that not 
very many parameters can be determined by this technique (ref. 
section II.). However, this method seems to be extremely valuable 
for the discrimination of phases with very small concentration 
differences because a preselected statistical reliability can be 
obtained by using the fixed-count method. A further application of 
the point-count method is the determination of the homogeneity of 
single-phase or multiphase samples (K. F. J. Heinrich, private 
communication). 


V. Signals of the Microprobe and Their Use for Stereometric Analysis 


To obtain a stereometric analysis by means of the microprobe, 
all signals obtained while scanning over the sample can generally 
be used. It is very important to point out that for this type of analysis 
no quantitative determinations are needed. It is only necessary 
that the signal differences between the phases present be great 
enough to make an accurate discrimination possible. This causes 
some points of view which are partially different from the normal 
discussion of the signal sources of the electron microprobe. 
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A. X-RAY SIGNALS 


Originally, the microprobe was designed for the determination of 
the chemical composition of microvolumes by means of the 
characteristic x-ray emission. Since the chemical composition is in 
nearly all cases the most selective means for a discrimination, the 
detection of the characteristic x-radiation should be discussed in 
detail. It must be mentioned, however, that not only the 
characteristic radiation, but also the intensity of the white radiation 
can be used to distinguish between different phases (F. R. Park et al. 
1966) [33]. These authors obtained a resolution of 2.5 atomic 
numbers at a wave length of 0.60 A and 30 kV acceleration potential. 
When using characteristic x-rays in scanning-microprobe analysis, 
and especially in stereometric analysis, some characteristics caused 
by the quantum nature of the x-rays have to be considered. This may 
be illustrated by an example. If two phases are present in a sample, 
one of which contains 20% and the second 25% of a certain element, 
the coefficient of variation has to be at least 0.1 (= 10%) to make a 
discrimination possible. Applying pulse-counting statistics, the 
coefficient of variation is given by the formula 


es ae 


JN 


From this it can be calculated that at least 100 counts have to be 
accumulated on the phase containing 20% (100 + 10 counts). 
Therefore 120 = 11 pulses will be obtained on the 25% phase. 

For an accurate discrimination, a confidence limit of 68.3 (1 o) 
will not be sufficient. Therefore, very high counting rates should be 
used for the purposes of stereometric analysis whenever possible. 

In the case of a point-count analysis, the coefficient of variation to 
be reached can be obtained by the proper selection of the number of 
counts accumulated (fixed-count method). If, however, lineal 
analysis has to be applied, the integration time is given by the time 
constant of the ratemeter (7) which acts as a digital-to-analog 
converter. With the time constants normally used for lineal analysis 
(10 msec — 1 sec), the actual counting rate is considerably reduced, 
e.g., for=0.1 sec to 10% of the count rate. 

If the periodic pulse integrator proposed by K. F. J. Heinrich 
(1964) [34] is used, the integration time is much better defined than 
that of a ratemeter. The ratemeter and the pulse integrator will be 
discussed in more detail in section VI.A. 
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From these considerations it can be concluded that, depending on 
the discrimination problem, in most cases a high counting rate, and 
therefore better statistics, is more favorable than high peak-to- 
background values. Therefore, if applicable, nondispersive counting 
systems will give much better results in stereometric analysis than 
dispersive systems. This is especially true if the fulfillment of the 
Rowland circle condition is considered. When scanning the electron 
beam on the sample, the focusing conditions of fully-focusing 
spectrometers are fulfilled only along a line, depending on the 
characteristics of the spectrometer. If the beam is deflected in a 
direction normal to that line, a considerable loss of counts can be 
observed (H. Malissa, 1966) [35]. As K. F. J. Heinrich (1967) [30] 
has pointed out, this can be avoided in the following ways: 

1. To restrict the width of scanning (smaller than SO #m). This 
method is not applicable for stereometric analysis. 

2. To use scanning by mechanical displacement. This method is 
especially suitable for stereometric analysis, because the pulse rates 
obtainable with dispersive methods permit in most cases only slow 
scanning velocities. 

3. To employ signals other than x-rays. This possibility will be 
discussed in the following section. 

4. To use semifocusing or nondispersive x-ray spectrometers. 
Since nondispersive methods give higher counting rates up to a 
factor of 1000 (P. Duncumb, 1964) [36], they are especially 
suitable for our demands. A further improvement could be obtained 
by applying the recently developed solid-state x-ray detectors, 
which show an exceptionally good energy resolution and are capable 
of analyzing radiations down to TiKa@. Since these detectors are 
very small, they can be placed near the sample at a high take-off 
angle. 


B. TARGET CURRENT 


The fraction of the beam current absorbed by the specimen is a 
function of the mean atomic number of the encountered area and of 
the surface topography. Analyzing a well-polished sample, the 
target-current variations can be attributed to the atomic-number 
variations. If the differences in atomic number of the phases present 
are great enough, the selection of these phases can be very easily 
made by the target current. This signal has the very great advantage 
that it has a very small time constant and that the spatial resolution 
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is better than that of the x-ray signals. Therefore, a much higher 
scanning speed can be obtained. Very detailed accounts on the 
theory and the use of the target current have been given by E. 
Weinryb (1964) [37] and by K. F. J. Heinrich (1964) [38]. 


C. BACKSCATTERED ELECTRONS 


Backscattered electrons consist of two main classes, the 
elastically scattered electrons and the secondary electrons. The 
elastically scattered electrons show the same dependence on the 
atomic number of the target as the target current. However, the 
development of a “stereo monitor” (S. Kimoto and H. Hashimoto, 
1966) [39] permits the separation of atomic number and topography 
effects. The principle is demonstrated by two illustrations from the 
above mentioned paper (Figures 8 and 9). Two solid-state electron 
detectors are used. If the sum of both signals is used, all topographic 
effects are eliminated and only the atomic-number signal is obtained. 
In the subtraction mode, the topography signal can be observed. 
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Figure 8. Signals from multiple detectors and their combination for simple speci- 
men (Kimoto and Hashimoto, 1966). 
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Figure 9. Arrangement of the ‘stereo detector” (Kimoto and Hashimoto, 1966). 


For stereometric work, both signals can be used. In the 
“composition mode” it is possible to get rid of all topography 
effects, in the ‘‘topography mode” the structural parameters of 
pores, cracks and grain boundaries (if etched) can be evaluated. 

Not very much is known about the applicability of secondary 
electrons to the characterization of phases. It may be that there are 
some very useful applications for phase discrimination. 


D. CATHODOLUMINESCENCE 


Light emission under the irradiation of the electron beam has been 
shown to be a very valuable tool for the rapid identification of 
mineral phases. Table 2 gives some observations compiled from the 
literature (K. Keil, 1966) [40]. The use of monochromators and a 
photomultiplier should enable a very rapid stereometric analysis of 
several mineral phases. The spatial resolution of the method is 
excellent (K. F. J. Heinrich, 1967) [30]. 

An extremely interesting development has been published by D. 
Kyser and D. Wittry (1964; 1966) [41,42]. These authors recorded 
the infrared luminescence caused by the beam-irradiation on 
semiconductor specimens. Since intensity variations can be 
attributed to variations in the concentration of impurities or crystal 
imperfections, this seems to be a way to obtain stereological 
parameters where no other method is applicable. 
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Table 2 


Color 


Mineral Blue Red Orange Yellow Green 
enstatite® + 4 

plagioclase + 

oldhamite x 

quartz + 

sinoite al 


calcite + 
(0.13 Mn/0.2 Fe) 


dolomite + 
(0.07 Mn/0.8 Fe) 


color depends on Mn—content 


VI. Analyzing Circuits 


The characteristic signals mentioned in the preceding section 
have to be analyzed in order to permit an exact phase identification 
and to obtain appropriate readings which can be converted to 
stereometric parameters. 

Besides the ratemeter and the pulse integrator, proposed by K. F. 
J. Heinrich (1964) [34], no other instruments, incorporated in the 
microprobe to detect and amplify signals, shall be discussed here. 


A. RATEMETER AND PULSE INTEGRATOR 


If lineal scanning methods are employed, a digital-to-analog 
converter has to be used to produce a continuous signal while 
registering x-ray pulses. These integrating devices have certain 
characteristics which largely influence the accuracy of the phase 
discrimination. 

In the conventional ratemeter, a combination of a resistor and a 
capacitor is used for the integration (Figure 10a left). With this 
arrangement, a sudden change in the counting rate does not result 
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in a sudden change of the ratemeter voltage but is smoothened by 
the time constant (0 =R-C). Figure 11a (right) shows the effect of 
the time constant on the output voltage after a sudden rise in the 
pulse rate. It can be seen that after 4a the maximum value is nearly 
reached. The attainment of the maximum value however is abso- 
lutely necessary to obtain quantitative results (ref. section VII.). 
Therefore, the time constant of the ratemeter is a serious limiting 
factor for the scanning speed and the spatial resolution. 

The periodic pulse integrator (K. F. J. Heinrich, 1964) [34] 
seems to be a great improvement in this respect. The principle is 
given in Figure 10b. At the output, a ‘‘block diagram” is obtained, 
the width of each block depending on the time of the storage cycle 
(t), and the height being proportional to the number of counts 
accumulated during the cycle. The great advantage of this system is 
the fact that the integrator disregards all information stored before 
the integration cycle. By this way, the “tailing effect” of a 
conventional ratemeter is avoided. Furthermore, the integration 
time, which determines the statistical accuracy of the pulse-rate 
determination, is much better defined than by the time constant of a 
ratemeter. 


B. DISCRIMINATOR CIRCUITS 


Discrimination units have been well known for a long time and 
have been applied to energy analysis as well as to threshold 
switches. As was mentioned earlier, these circuits have been 
introduced to electron microprobe work by K. F. J. Heinrich (1962) 
[25], D. A. Melford (1962) [26], and M. Rouberol (1962) [27]. 

As can be seen from Figure 4, the signal voltage is fed into a 
discrimination circuit, where a lower and an upper threshold limit 
can be selected. If the signal voltage obtains values between the two 
selected threshold settings, a constant voltage is available at the 
output of the discriminator. If, however, the signal level is below the 
lower or above the upper threshold limit, no voltage is obtained at 
the output of the discriminator. This means that the analog signal is 
converted into a digital ‘“‘yes or no” decision, determining whether 
the phase is present or not. 

This method has been developed to a very sophisticated degree by 
K. F. J. Heinrich (1962, 1964, 1966, 1967) [25,28,30,34] and can 
analyze all signals mentioned in section V. 
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example, an oscillator frequency of 100 c/s is chosen, 60,000 pulses 
will be produced during 10 minutes of analysis. If, on the other hand, 
a counter connected with the gate registers only 30,000 pulses 
during the same analysis, it can be concluded that the electron beam 
was within this particular phase 50% of the time. Therefore, 50% of 
the scanned area consists of this phase. (Figure 11) 
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lower upper 
threshold 
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Figure 11. Arrangement of the ‘Phase Integrator’”’. 


Several parallel discriminator units can be used for the 
simultaneous determination of all phases present in the alloy. In this 
case it is also possible to connect several discriminators with one 
signal source (e.g., ratemeter) to select several concentration ranges 
of one element (G. Dorfler, 1966) [14]. 

A further possibility is the introduction of coincidence circuits (G. 
Dorfler, 1965) [24]; (K. F. J. Heinrich, 1967) [30]. In the case of 
very similar phase compositions, the restriction that the conditions 
for two different signal discriminators have to be fulfilled yields a 
great improvement. 


2. The “Inclusion Counter’ 


Despite the advantages of lineal analysis, the “inclusion counter” 
of D. A. Melford and K. R. Whittington (1964; 1965) [22,43] shall 
be discussed in this section separately because of its very 
sophisticated design. 

This instrument uses simple discriminators and coincidence 
circuits for a very rapid determination of the grainsize distribution of 
inclusions in steel (Figure 3), Since the instrument is mainly 
devoted to a rapid determination of these parameters, considerable 
reductions in the selectivity of phases have to be admitted. Using x- 
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ray signals, the statistical limitations mentioned in section V.A. have 
to be taken into consideration. Applying scanning speeds of 500- 
1000 m/sec (e.g., 500 um line, 100 lines in 60 sec) and normal 
pulse rates, only the presence or absence of elements is clearly 
detectable. Therefore, Melford and Whittington used a further signal 
— the number of the backscattered electrons — to get a good 
selection of inclusions with low atomic number. The four signals 
(three x-ray and one atomic-number signal) are fed into 
discriminators and subsequently into coincidence circuits. A 
particular phase is defined by the presence or absence of several 
selected elements and by a certain atomic number. The signals, 
passing the coincidence circuits and representing the intercept 
length, are analyzed in a sizing circuit, the construction of which was 
not described in the papers mentioned above. The signals obtained 
from the sizing unit represent four grainsize groups of three types of 
inclusions. 

Provision is made that each inclusion is counted one time only to 
obtain the exact number of particles in the scanned area. However, 
this does not seem to be necessary if the number of particles per unit 
volume is desired because this parameter is calculated from the 
distribution of the intercept length only (H. E. Exner, 1966) 
[18,19], (G. Bockstiegel, 1966) [20]. All results obtained during 
the analysis are stored in a binary memory and can be displayed or 
printed out. 


3. Discrimination in Point-Counting Systems 


To take full advantage of the merits of the point-count method, the 
discrimination devices should be adapted to the special needs. 

Point-count methods have been used for stereometric analysis by 
K. Keil (1965) [32] and by P. Weinstein (1966) [23]. K. Keil used a 
manual control for the discrimination, but he pointed out that 
automation is easily possible. P. Weinstein adapted the 
concentration mapping device of K. F. J. Heinrich to decide 
whether or not the phase of interest is present. 

It can be seen that the great advantage of the point-count 
technique lies in the rapid way of obtaining volume-fraction 
analyses, especially in the case of small amounts of the interesting 
phase and where only low counting rates are available. If the fixed- 
count method is used instead of a fixed-time measurement, it is 
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much easier to preselect the maximum statistical error which can be 
tolerated to discriminate the phases present accurately. A further 
advantage of this method would be that the time needed for the total 
analysis is in many cases shorter than the time needed for lineal 
analysis. 

The discriminator used in point-count analysis will work on a 
digital basis rather than on an analog one if x-ray data are used. For 
the other signals (ref. section V.), analog discrimination might be 
preferable. 

A measuring cycle should work approximately as outlined below. 
The electron beam is set to a ‘‘starting position” on phase |. The x- 
ray quanta of the selected elements for phase | are counted. If the 
selected number of counts is reached, counting is stopped and the 
time needed for the accumulation is processed into the analyzing 
circuits (discriminator or tape for computer analysis). After this, an 
‘“‘advance”’ signal is supplied to the step-scanning device. The 
electron beam moves to the next point and the counting procedure 
starts again. This should also be very useful for alloys with 
extremely varying concentrations of an element. When using lineal 
methods, the statistical accuracy will be much poorer in the low- 
concentration regions than in the other ones. 


C. COUNTING AND SIZING CIRCUITS 


The pulse groups or the pulses, representing intercept length or 
point counts respectively, have to be stored, counted, or analyzed in 
units following the gate. The best way to discuss these units will 
probably be to divide them according to the stereometric 
parameters, which are analyzed thereby. 


1. Volume Fraction Analysis 


This is obviously the simplest way to obtain structural 
parameters. In lineal analysis only the fraction of the total time of 
analysis has to be determined, during which the electron beam 
remains within the selected phase (section VI.B.1.). Only one 
counter, which integrates all pulses passing the gate, is needed for 
this purpose. 

In point-count analysis, the procedure is even simpler. If a phase 
is recognized, one pulse has to be stored in the corresponding 
counter. The ratio of the points falling within one selected phase to 
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the total number of points scanned during the analysis gives the 
areal or volume fraction of this phase. 


2. Surface Areas Per Unit Volume and Mean Diameter of a Phase 


As mentioned in section II.B., the surface-to-volume ratios very 
often show a clear correlation to physical properties of the 
investigated alloy. The measurement is also very simple. The 
number of intercepts analyzed has to be registered in a separate 
counter; from this number and from the length of the test line within 
the particular phase, the specific surface area (Si) and the mean 
grainsize (L) of this phase can be calculated. 


3. Proximity (ref. section II.D.) 


The “sequence analyzer” proposed by G. Dérfler (1966) [14], 
analyzes the frequency of the sequence of three or more phases 
while scanning the surface along a line. The schematic diagram of 
the analyzing logic is given in Figure 12. One very important feature 
is that the simultaneous analysis of all phases present in a sample is 
possible. The working principle of the ‘‘sequence analyzer” can be 
described in the following way. If channel | is in function, it supplies 
a voltage to the bistable multivibrator (flip-flop = FF). This FF is 
thereby switched into its conductive state and now it supplies a 
voltage to the two AND-gates 12 and 13. This is necessary because 
there is no evidence at this point whether the electron beam will pass 
from phase | into phase 2 or into phase 3. Now, if the beam comes 
into phase 2, channel 2 starts and supplies a voltage to FF 2 and this, 
in turn, to the AND-gates 12 and 13. Channel | has stopped 
operation, but due to its electronic characteristics, the FF 1 still 
supplies the voltage to the AND-gates 12 and 13. By this way, only 
the AND-gate 12 obtains voltages at both branches and can now 
switch the counter 12 to the next number. The two remaining gates 
13 and 23 are inactive because only one branch of each obtains a 
voltage. After the advance (1 number), the counter supplies a reset 
signal to the FF’s | and 2; both are switched to the nonconductive 
state. Since channel 2 still supplies a voltage to FF 2, the same 
procedure starts again: FF 2 is transferred into the conductive state 
and the sequence analyzer is ready to register the next sequence. A 
voltage diagram is given in Figure 13. 

Since only electronic devices are used, speed limitations lie 
mainly in the signal generators. 
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Figure 12. Arrangement of the “Sequence Analyzer”: 1, 2,3 =analyzing circuits; 
1’, 2’, 3’ =Flip-flops; 12, 13,23 = AND-gates; 12’, 13’, 23’ =counters. 


4. Grainsize Distributions and Number of Particles Per Unit 
Volume 


These two stereometric parameters require the most sophisticated 
analyzing circuits, as can be seen from the “inclusion counter” of D. 
A. Melford and K. R. Whittington (1964, 1965) [22,43] (ref. to 
section VI.B.2.). 

According to the experience gained in light microscopy (H. E. 
Exner, 1966) [18,19]; (G. Bockstiegel, 1966) [20], it seems to be 
most expedient to obtain an “‘oversize distribution’, which can be 
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Figure 13. Voltage diagram, showing the principle of the “Sequence Analyzer’. 


converted to size distributions in space. The length intervals, which 
are covered by the size classes, have to be chosen according to the 
problem. Normally 1 to 15 classes are sufficient, which can be 
divided in a logarithmically-equidistant way (Exner, 1966) [18]. 
The intercept lengths are registered in the “integral method”’; that 
means that all intercepts which are smaller than the upper limit of a 
given class are summed up in this class. This method has several 
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considerable advantages. The comparison of several distributions is 
much easier than by the “histogram method’’, where the number of 
lengths falling within a class are counted separately. 

From the same results, the number of particles per unit volume 
can also be determined (H. E. Exner, 1966) [18]; (G. Bockstiegel, 
1966) [20]. 


D. DATA REDUCTION AND ANALYSIS WITH A DIGITAL 
COMPUTER 


The most promising possibility seems to be the application of the 
digital computer for handling the great amount of data obtained 
during one analysis. A great deal of work has been done in the field 
of light microscopy, where the digital computer has been 
successfully applied by G. A. Moore (1964, 1966) [44,45]. 

Here some possibilities shall be discussed, which are presently 
under investigation in our laboratory. One great problem is the fact 
that our present analyzing systems are far too slow for a direct data 
transfer to the computer. Magnetic tape or paper tape has to be used 
as a Storage device. It is very important that no information be lost 
during the storage and transfer process. One example may illustrate 
this. If all pulse groups ( intercept length) are integrated on a 
counter, information is no longer available concerning the other 
parameters such as grainsize, grainsize distribution, etc. The 
optimum would be to store all pulse groups for all phases without 
alteration of their relative position, their sequence and their position 
on subsequent lines. Under these circumstances, the most 
preferable device will be a magnetic-tape recorder, which can 
register relatively high pulse frequencies; this may be a multiple 
track recorder which is computer-compatible or, as in our 
laboratory, a normal tape recorder with some special modifications. 
Figure 14 shows the arrangement diagrammatically. The pulses of 
four channels are recorded on one track and are distinguished by 
their amplitudes. If all phases are analyzed simultaneously and the 
conditions are optimal, a continuous chain of pulses should exist, the 
amplitude of which changes with the sequence of the phases. The 
end of a scanning line can be indicated on a separate track to allow 
more sophisticated evaluations, which will be discussed at a later 
time. 
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Figure 14. Arrangement for the computer evaluation of the data, supplied by the 
phase integrator. 


The analysis can be recorded on the tape at relatively low speed 
while the playback may be much faster. Now the pulse groups of the 
individual phases have to be transferred onto magnetic tape; in this 
way, a first data reduction can be accomplished: the individual pulse 
groups are sorted according to their amplitude by means of 
discriminator circuits (Figure 14) and are fed into counting circuits. 
The counting circuit of each phase adds the pulses of each pulse 
group and transfers it to the incremental tape recorder of the 
computer, simultaneously indicating the channel from which the 
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pulse group came. Thus, one scanning line may perhaps look like A 
16, B 25, A 2, C 30, B 12, etc., (the letters mean phase type and 
numbers mean number of pulses (or microns). 

If this tape is processed in the computer, applying an appropriate 
program, practically all stereometric parameters can be evaluated. 
The great advantage of this system will be that the computer can 
perform even very elaborate calculations involved in_ the 
determination of grainsize distributions of complex particles. 
Furthermore, error calculations, as they are described briefly in 
section VIII., can be performed more accurately. 

The use of the digital computer for this purpose is a very new field 
and some experience should be gained. Certainly much of the work 
done by G. A. Moore (1963; 1964; 1966) [44-47] can be applied to 
these purposes. 


VI. Analyzing Conditions 


If the conditions of a stereometric analysis are discussed, a 
compromise between the maximum speed and the maximum error 
which can be tolerated has to be made. Therefore, it is necessary to 
discuss these two questions in one section. We have the following 
variables involved in the analysis: 

the electron beam diameter 

the time constant of the ratemeter 
the threshold setting and 

the scanning velocity 


A. INFLUENCE OF THE BEAM DIAMETER 


If there is a concentration discontinuity between two phases, the 
finite beam diameter will cause an observed concentration 
distribution, as illustrated in Figure 15. This function depends only 
on the geometry of the arrangement and not on the scanning 
velocity. Therefore, in stereometric analysis the beam diameter 
should be chosen as small as possible. More precisely it should be 
noted that an ‘x-ray emission diameter’’ rather than the beam 
diameter causes the above mentioned distribution curve. 


B. THE TIME CONSTANT OF THE RATEMETER AND THE PULSE- 
INTEGRATOR 
Both these digital-to-analog converters have been discussed in 
detail in section VI.A.; therefore, reference can be made to this 
section. 
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Phase boundary 


Figure 15. Influence of the finite beam diameter on the voltage supplied by the 
ratemeter (time constant is assumed to be negligible). 


C. INFLUENCE OF THE SCANNING VELOCITY 
Since the time constant of the ratemeter and the scanning 


velocity are tunctions of time, both are strongly interrelated. If a 
discontinuity in the concentration is assumed, the electron beam 
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will travel some distance away from this discontinuity before the 
maximum value of the ratemeter output is obtained. For a 
quantitative length measurement, it is absolutely necessary that the 
effective signal value be reached before the electron beam leaves the 
phase again. Otherwise the threshold setting would depend on the 
grainsize of the phase. 


D. INFLUENCE OF THE THRESHOLD SETTING 


A simple consideration shows that the voltage change at the 
ratemeter must obey the same laws at the entrance into a phase and 
when leaving a phase. A “critical intercept length” can be 
calculated, at which the maximum value of the signal is reached 
just before the beam leaves the phase. Figure 16 shows several 
voltage changes for different conditions. The shape of the curve 
was obtained from the overlapping of the ratemeter- and the beam- 
size function. Oscillograms show that these assumptions are valid 
(K. F. J. Heinrich, private communication). 

Due to the shape of this voltage curve it can be easily concluded 
that a correct discrimination can only be made at the 50% value 
between minimum and maximum. 


Count Rate (%) 


Figure 16. True voltage variation obtained by passing over a phase of critical size 
(the 100% value is just attained). 
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E. THE SCANNING VELOCITY 


This variable has already been included in Figure 16. It influences 
the spatial resolution of the measurement very strongly. A simple 
calculation shows that four times the time constant (40) has to 
elapse before the ratemeter voltage reaches 99% of the signal value. 
Therefore, the distance covered by the electron beam during 40 
gives the spatial resoluticn of the method, provided that the electron 
beam is smaller than this size. 

Figure 17 gives the interrelation between spatial resolution and 
scanning velocity plus beam size. 

The application of the periodic pulse integrator as a signal source 
should give a considerable improvement in these cases. 


Linear resolution (,,m) 


Scanning speed (m/s) 


Figure 17. Lateral resolution obtained by scanning analysis ED = beam diameter: 
7 = time constant. 


VIII. Experimental Errors 


Errors in the length measurement can be involved in two ways. 
On one hand, the threshold settings may not be correct and the 
spatial resolution may not be sufficient; on the other hand, x-ray 
statistics may not be good enough to allow an accurate identification 
of the phase. The errors caused by lack of resolution and poor 
statistics can be easily avoided and will not be treated here. 
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A. ERRORS DUE TO THE THRESHOLD SETTINGS 


If the settings of the thresholds are correct, no error should be 
involved in the analysis. However if more than two phases are 
present, it will be quite difficult to define where the 50% 
discrimination has to be set (e.g., the measured phase contains 50% 
of an element, the phases surrounding it contain 20% and 5% 
respectively). 

Another effect which may cause errors in the threshold settings 
can be drift of the probe current — which could be avoided if the 
pulse rate/beam-current ratio is used. 

For the following discussion, an error in the threshold setting of 
50+ 10% (+ 20% rel.) has been assumed. The deviation in microns 
from the true value has been measured on Figure 16. 

Figure 18 gives the relative error depending on the experimental 
conditions and the mean grainsize. 


20 


Experimental 
Error (%) 


10 


ea rs d (ym) 


Figure 18. Experimental error in the length measurement as a function of mean 
grainsize (d) and the analyzing conditions: 
{=scan Ilyp/s; beam = lu.7=0.1 5 
2=scan Sy/s; bam=lyu,7r=0.1 s 
3=scan 10yu/s; beam = lp, r= 0.1 5 
4=scan 8.3p/s; beam = 3h, 7=0.1 s 
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B. STATISTICAL ERRORS IN THE ESTIMATION OF VOLUME 
COMPOSITION FROM DATA OBTAINED ON A SURFACE 


These errors have been treated very extensively by S. A. 
Saltykov (1958) [9] and can be discussed here only very briefly. 

It has been shown by the aforementioned author that the expected 
standard deviation can only be evaluated experimentally. It depends 
on the areal fraction of the phase analyzed, the number of 
intersections measured, and a shape coefficient. 

The tables 3 and 4 give the absolute errors of the volume fraction 
analysis for two confidence limits (50% and 95.4% respectively). 
Both have been calculated by Saltykov for a shape coefficient K = 1. 

This, however, is the most unlikely possibility. For an isotropic 
distribution, K = 0.65: for an oriented distribution with 
measurements normal to the orientation, K = 0.34. According to the 
formula given in Tables 3-4, the measured number of intercepts has 
to be divided by K? to give the corrected number of intersections 
used in Tables 3 and 4. 

In Figure 19, the dependence of the statistical error on the 
number of intersections and the areal fraction of the phase is shown. 


Statistical 
Error 
(%) 


0 100 200 300 400 


Number of Intercepts (counts) 


Figure 19. Statistical error, introduced by the conclusion from the surface to the 
volume. 
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Table 3 
Volume % of phase 


A ] 2 3 4 5 @O ae om 7 2 6 F 45 50 
9 49s 997 6 5 0 8h Sl hs) 


10 2.10 2.96 3.60 4.14 4.60 6.33 7.53 8.44 9.13 9.65 10.05 10.31 10.48 10.52 
0 1.48 2.08 254 292 3.25 4.47 5.32 5.96 6.46 6.83 7.11 7.30 7.41 7.45 
50 0.94 1.32 161 185 206 2.83 336 3.77 408 4.32 4.49 461 469 4.71 


100 0.66 0.93 1.14 1.31 1.45 200 2.38 267 289 306 3.18 3.27 332 3.33 
200 0.47 0.66 0.80 0.92 1.03 1.41 1.68 188 2.04 216 225 231 234 2.36 
300 0.38 0.54 0.66 0.75 0.84 1.15 1.37 1.54 167 176 183 188 1:91 1.92 
400 0.33 0.47 0.57 0.65 0.73 1.00 1.19 133 144 153 159 163 1.66 1.67 
500 0.30 0.42 0.51 0.58 0.65 0.89 106 119 12 136 142 14 14 1.49 
600 0.27 0.38 0.46 0.53 0.59 0.82 0.97 1.09 1.18 1.25 130 1.33 135 1.36 
700 0.25 0.35 0.43 0.49 0.55 0.76 0.90 1.01 109 115 120 123 12 1 
800 0.23 0.33 0.40 0.46 0.51 0.71 0.84 0.94 1.02 108 112 115 117) 1.18 
900 0.22 0.31 0.38 0.44 0.48 0.67 0.79 0.89 0.96 102 106 109 LM 111 
1000 0.21 0.30 0.36 0.41 0.46 0.63 0.75 0.81 0.91 0.97 1.00 1.03 105 1.05 
2000 0.15 0.21 0.25 0.29 0.32 0.45 0.53 0.60 0.65 0.68 0.71 0.73 0.74 0.74 
3000 0.12 0.17 0.21 0.24 0.27 0.37 0.43 0.49 0.53 0.56 0.58 0.60 061 0.61 
4000 0.10 0.15 0.18 0.21 0.23 0.32 0.38 0.42 0.46 0.48 0.50 0.52 0.52 0.53 
5000 0.09 0.13 0.16 0.18 0.21 0.28 0.34 0.38 0.41 0.43 0.45 0.46 0.47 0.47 
10000 0.07 0.09 0.11 0.13 0.15 0.20 024 0.27 0.29 0.31 0.32 0.33 0.33 0.33 
15000 0.05 0.08 0.09 0.11 0.12 0.16 0.19 0.22 0.24 0.25 0.26 0.27 0.27 0.27 
20000 0.05 0.07 0.08 0.09 0.10 0.14 0.17 0.19 0.20 0.22 0.22 0.23 0.23 0.24 
25000 0.04 0.06 0.07 -0.08 0.09 0.13 0.15 0.17 0.18 0.19 0.2 0.21 0.21 0.21 
30000 0.04 0.05 0.07 0.08 0.08 0.12 0.14 0.15 0.17 0.18 0.18 O19 0.19 0.19 
40000 0.03 0.05 0.06 0.07 0.07 0.10 0.12 0.13 0.14 0.15 0.16 O16 O17 0.17 
50000 0.03 0.04 0.05 0.06 0.06 0.09 0.11 0.12 0.13 0.14 0.14 0.15 0.15 0.15 
100000 0.02 0.03 0.04 0.04 0.05 0.06 0.08 0.08 0.09 0.10 0.10 0.10 0.10 0.11 


A — Number of intersections (counts) 


Reliability = 50% 


C. THE TOTAL EXPERIMENTAL ERROR 


The total error can be calculated easily from the sources, 
mentioned in VIII.A. and VIII.B., assuming a normal error 
propagation (f*? app + f? stat = f? total). This dependence is given in 
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Table 4 
Volume % of Phase 


5 0 6b WD HB DH 38 4 45 


er 4 4 50 

10 99 #9 #9F 9% 95 #90 8 8 75 7 65 60 55 
H—- —- —- - —- ~- — = — — — — 13.83 14.07 14.13 
1 —- — — — — -= — 7.14 8.00 8.67 9.18 9.54 9.81 9.96 10.00 
-— —-— — — — = 423 5.04 5.64 6.12 6.48 6.75 693 7.02 7.08 
— — — — — 252 3.45 4.11 4.62 5.00 5.28 5.49 564 5.73 5.76 
— — — — 195 2.19 3.00 3.57 4.00 4.32 4.59 4.77 489 4.98 5.00 
— — — 153 174 195 2.67 3.18 3.57 3.87 4.08 4.26 4.38 4.44 4.47 
600 — — 1.14 138 159 177 246 291 3.27 3.54 3.75 3.90 400 405 4.08 
70 — — 1.05 129 147 165 2.28 2.70 3.03 3.27 3.45 360 3.69 3.75 3.78 
800 — — 1.00 1.2 1.38 153 2.13 2.52 282 3.06 3.24 3.36 3.45 3.51 3.54 
900 — — 0.93 1.14 1.32 144 200 2.37 267 288 3.06 3.18 3.27 3.33 3.33 
1000 — — 0.90 1.08 1.23 1.38 189 2.25 2.52 2.73 2.91 3.00 3.09 3.15 3.35 


2000 — 0.45 0.63 0.75 0.87 0.96 1.35 1.59 1.80 195 204 213 219 222 222 
3000 — 0.36 0.51 0.63 0.72 0.81 Lill 1.29 147 159 168 174 180 1.83 1.83 
4000 — 0.30 0.45 0.54 0.63 0.69 0.96 1.14 1.26 1.38 144 150 156 156 1.59 
5000 — 0.27 0.39 0.48 0.54 0.63 0.84 1.02 1.14 123 1.2 135 138 141 141 
10000 — 0.21 0.27 0.33 0.39 0.45 0.60 0.72 0.81 0.87 0.93 0.96 0.99 1.00 1.00 
15000 — 0.15 0.24 0.27 0.33 0.36 0.48 0.57 0.66 0.72 0.75 0.78 0.80 081 0.81 
20000 — 0.15 0.21 0.24 0.27 0.30 0.42 0.51 0.57 0.60 0.66 0.66 0.69 0.69 0.72 
25000 — 0.12 0.18 0.21 0.24 0.27 0.39 0.45 0.51 0.54 0.57 0.60 0.63 0.63 0.63 
30000 — 0.12 0.15 0.21 0.24 0.24 0.36 0.42 0.45 0.51 0.54 0.54 0.57 0.57 0.57 
40000 — 0.09 0.15 0.18 0.21 0.21 0.30 0.36 0.39 0.42 0.45 0.48 0.48 0.51 0.51 
50000 — 0.09 0.12 0.15 0.18 0.18 0.27 0.33 0.36 0.39 0.42 0.42 0.45 0.45 0.45 
100000 — 0.06 0.09 0.12 0.12 0.15 0.18 0.24 0.24 0.27 0.30 0.30 0.30 0.31 0.33 


A — Number of intersections (counts) 


Reliability = 95.44% 


Figure 20. From the Figure it can be concluded that a low 
experimental error can be achieved only if the error of the analysis 
as well as the statistical error is small. Therefore, an accumulation of 
a great many data points (intersections, point counts) is in most 
cases far more important than a very small error caused by the 
apparatus. 
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Figure 20. Total error of the analysis. 


IX. Applications (Examples and further possibilities) 


Because of the short time during which the instruments discussed 
have been available, all the application possibilities have not been 
completely explored (not very many applications have been 
published). In this section it shall be mainly pointed out where the 
applications of the microprobe as a signal generator seem to be 
useful and where very interesting results may be expected. In the 
majority of the already published examples, the volume fractions of 
phases have been of primary interest. 


A. VOLUME FRACTION ANALYSIS 


K. Keil (1965) [32] used the point-count method (ref. section 
VI.B.3.) to perform a mineralogical modal analysis (= stereometric 
analysis) on meteorite specimens. 

J. M. Ramsey and P. Weinstein (1966) [43] performed a lineal 
analysis by means of the instrument mentioned in section III on 
10/90 tin-lead samples with various gold additions. The areas used 
for the analysis were 340 » square and three areas were analyzed on 


each sample. The results of these measurements are given in Figure 
20. 
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Figure 21. Example of lineal analysis by the electron probe (Ramsey and 
Weinstein, 1966). 


Several results have been published by G. Dérfler (1965; 1966; 
1967) [14,15,24,49-52]. Some interesting results shall be discussed 
here. 

A very important and sometimes difficult problem is the 
determination of the ferrite and austenite volume fractions in high 
grade steels. Since the ferrite content strongly influences the 
resistance against corrosion and the mechanical properties, an 
accurate method for the determination would be advantageous. 

In light-microscopy two major problems arise. On the one hand, 
manual integration methods are by far too tedious to be generally 
applicable; on the other hand, automation by means of a television 
microscope is nearly impossible because of the faint contrast 
between ferrite and austenite, if normal etchants are applied. The 
reliability of the results by other physical methods for this 
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determination (e.g., the magnetic balance and x-ray diffraction 
methods) suffer from the influence of inhomogeneities. However, if 
the electron probe and the phase integrator are used (G. Dorfler, 
1965; 1966), ferrite and austenite can be discriminated by means of 
their different Ni-contents (in high grade steels), and influences of 
inhomogeneities can be excluded up to a certain degree. Table 5 
gives the results of a considerable number of analyses which have 
been compared with light microscopy. The indicated errors have 
been calculated according to the procedures discussed in section 
VIII. The standard deviation is much lower if repetitive 
measurements on the same area are performed; however, in 
practice, only the total error of the volume-fraction analysis is of 
interest. 

Two problems have been investigated in iron meteorites 
concerning some interrelations between phosphides and the 
Widmanstatten structure. Measurements of the volume fraction of 
kamacite (a-phase), taenite (u-phase), and schreibersite (phosphide) 
have been performed in a great number of so-called plessite fields. 
Figure 22 gives the relationship which has been found. The results 
show a clear increase of a-phase with increasing phosphide content 
(G. Dorfler, 1966; 1967) [14,52]. 

In the latter investigation (G. Dorfler, 1966) [14] another 
possible application of stereometric techniques is shown. In most 
kinetic considerations, the distribution of the various phases is of 
great interest. Here, the phosphide distribution relative to the 
Widmanstatten structure has been determined. The distance 
between two taenite-lamellae in the kamacite has been divided into 
100% (Figure 23a) and a great number of such structures have been 
scanned in small increments, with the volume fraction of phosphides 
being measured in each increment. The result of all measurements is 
given in Figure 23b, and it is clearly shown that a grain-boundary 
nucleation of the phosphides takes place. 

Perhaps one of the most promising possibilities of the electron 
microprobe in stereometric analysis lies in the quantitative 
structural measurements on segregated materials. In this field, 
practically no other methods are applicable, while the microprobe 
permits the collection of very accurate results. J. Philibert and his 
group (J. Philibert et al. 1959) [53]; (C. Crussard et al. 1959) [54] 
developed a method for characterizing segregations of certain 
elements in steel by the ratio of the maximum to the minimum to the 
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Figure 23. Quantitative determination of the phosphide distribution between p- 
plates in iron meteorites; 23a: schematic sketch how to divide the distance 
between two y-plates into 100%, 23b: distribution of phosphides between u- 


plates. 


concentration ranges (I-IV) have been selected by the threshold 
settings, and the volume fractions of the alloy falling within these 
limits have been measured. 

Since annealing at 1300 °C should bring the alloy into the one- 
phase field, the P-concentration of the whole alloy should lie within 
the limits of range II (0.33 — 0.66% P), thus giving 100% (vol). 
Figure 25 shows the results for increasing annealing times. The 
measurement gives quite a good indication of the kinetic reaction 


process. 
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Phosphide 


Phosphor, in % 


Trace line, in zm 


Figure 24. Phosphorus segregation in an as-cast Fe-Ni-P alloy (12% Ni, 0.5% P): 
I: Channel I (< 0.33% P); Il: Channel II (0.33-0.66% P): II11: Channel III (0.66- 
2.22% P); ¥V: Channel IV ( > 2.22% P), for the ‘‘Phase Integrator”. 


B. DETERMINATION OF THE MEAN DIAMETER OF PHASES 


Measurements of this parameter have been made by R. Theisen 
(1964) [21]. He investigated the structural characteristics of FeAls 
inclusions in SAP (sintered aluminium powder). The spectrometer 
was set to the FeK radiation and the sample was scanned 
mechanically 100 x 100 «?. During the scan, all Fe impulses were 
recorded; a modified recorder equipped with an electro-mechanical 
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~ 


Duration of heating (in sec) 
Figure 25. Annealing kinetics of the alloy mentioned in Fig. 24. 


counter registered the number of particles intersected. The mean 
diameter of the FeAls particles can be calculated from the formula: 


exe : ; 
d =a n= number of intersections 
N (re) — 104U 
= Ta N rey= number of counts on Fe K 


during 20 minutes on pure iron 
(scanning 104 microns) 


N(pe) = number of counts on Fe K 
during 0.12 sec (= 1 at that 
scanning velocity) 


U =background counts on Fe K 
during 0.12 seconds, measured 
on SAP 
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The mass-concentration of the inclusions can be determined by 
the formula: 


Ci 


SS , =ratio of counts on Fe K between 
C, 


pure iron and SAP surface while 
scanning 104 microns 


Cr= 


» = ratio of the intensities on Fe K 
between pure iron and FeAls, 
measured with a static probe 


The results of the experiments are given in Figure 26. 
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Figure 26. Influence of degree of deformation on mean diameter and number of 
FeAl, inclusions in SAP-ISML (7% Al.Os) (Theisen, 1964) [21]. 


C. GRAINSIZE DISTRIBUTIONS 


The only measurements to the knowledge of the author have been 
performed by D. A. Melford and K. R. Whittington (1964, 1965) 
[22,43], using their inclusion counter; the instrument has been 
discussed in section VI.B.2. Unfortunately, results have not been 
available to the author. They will be published in the paper of E. A. 
Melford and K. R. Whittington (1965) [43]. 


D. FURTHER APPLICATION 


It is believed that the large field of application of structural 
investigations with the microprobe lies in the experimental region 
where light microscopy cannot be applied at all or only with very 
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great difficulties. This would then include most of the multiphase 
alloy systems, where the differences between the phases present are 
normally too small to be measured or to be used for an exact 
discrimination. Therefore, etching and staining methods have to be 
used and must be applied very carefully to give reliable results. 
However, even with these methods, compositional ranges of phases 
(e.g., carbides, oxides, sulfides, etc.), segregations, and 
inhomogeneities cannot be measured stereometrically by light 
microscopy. 

Since the probe permits the determination of the chemical 
composition of microvolumes, it is certainly the best signal 
generator for a stereometric determination. It should always be kept 
in mind that chemical reactions form the microstructure to be 
investigated and that chemical differences between phases are in 
most cases much more meaningful than changes in optical 
reflectivity. No enumeration of possibilities for application need be 
given; only few suggestions for very interesting experiments will be 
made below. 

Much effort has been made to obtain a good characterization of 
the homogeneity of alloys, and especially of standards (H. Yakowitz 
et al. 1965; H. Yakowitz et al. 1966) [55,56]. Stereometric methods 
in combination with the electron probe seem to be a very useful 
approach to this problem. As was pointed out in section VI.B.3., the 
point-count method will permit stereometric measurements even if 
only small segregations exist or the segregating element is present 
only in very low concentrations. An experiment might be performed 
as follows: some randomly distributed points are measured 
quantitatively for the elements encountered on the selected sample. 
Information is thereby gained about the concentration- and pulse- 
rate levels of these elements. According to the metallurgical or 
technological problem, appropriate ‘“‘discrimination channels” are 
selected. If 0.5% of a certain element is present, the concentration 
ranges for the measurement could be: 

rangeI: < 0.33% 

range II: 0.33-0.45% 

range III: 0.45-0.55% 

range IV: 0.55-0.67% 

range V: > 0.67% 
These limits have been chosen according to the (Cmazimum/Cminimum) 
ranges which could be of interest. The limits of range I and V 
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represent a Cmaz/cmin of 2, whereas all segregations which are 
smaller than 1.2 will be registered in channel III. Channels II and 
IV represent medium segregations. If the coefficient of variation in 
the measurement should be not more than 10% (rel.), at least 100 
counts have to be accumulated on each point. Therefore, the time 
needed for the accumulation of these 100 counts will be used for the 
discrimination; if a pulse rate of 10 c/s on 0.5% of this element is 
assumed, this would give the following scheme: 


seconds (for 100 counts) channel 
SS I 
15.0 — 10.5 I] 
10.5 — 9.5 III 
9.5 — 7.5 IV 
< ee Vv 


This means that, for an accumulation of 100 data points, 
approximately 17 minutes will be needed. If a higher counting rate 
can be obtained, the time will be shorter. The distance between the 
points can be selected according to the mean distance of the 
segregations. For good statistical accuracy, approximately 1000 
points should be analyzed. This means a total time of analysis of 
approximately 3 hours. To avoid drift problems, the x-ray 
count/beam-current ratio could be used. 

By this method, the homogeneity of large areas of a sample could 
be tested quite accurately. Moreover, the kinetics of the 
homogenization can be measured as has been shown in Figure 24. 
While in the as-cast alloy, great amounts of the volume will be 
registered in ranges I, II, 1V and V, the whole alloy should be within 
range III if the homogenization has succeeded. It should be kept in 
mind that the distribution of several elements can be measured 
simultaneously. 


X. Conclusions and Suggestions 


The methods for the quantitative evaluation of microstructures 
have been introduced into microprobe research only recently; 
therefore, only relatively few applications have been published to 
date. 
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Stereometric methods in combination with the electron 
microprobe seem to open a new dimension in microprobe research. 
In former times, scanning pictures have been considered only in a 
qualitative way. Now these methods allow a quantitative evaluation 
of the spatial distribution of phases or concentration ranges. Great 
emphasis should be laid on the fact that the signals of the probe, 


TAS: ieee oie 


Micrograph X-ray Scanning 
(expanded contrast Ni) 


Austenite Ferrite 


- 4 
100 


Figure 27. Example of the representation of phases by means of “‘phase images”. 
The Ni-concentrations used for discrimination were 8% in the ferrite and 12% 
in the austenite (D6rfler and Plockinger, 1966). 
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obtained during the scanning process, are analyzed directly — with 
no intermediate image formation. Of course, a “phase picture”’ can 
be formed simultaneously with the analyzing process. In Figure 27, 
the ferrite/austenite distribution in a high grade steel is shown. 

In the future, these methods may help to gain considerably more 
insight into solid state reactions by using structural parameters 
which show direct correlation to the physical and chemical 
properties of the material investigated. 

Much work should be done in the near future to develop an “ideal 
instrument” for stereometric analysis, which should enable the 
operator to perform rapid and automatic structural analysis. Some 
fields in which discussions and further developments should be 
stimulated are: 


A. IMPROVEMENT OF THE SIGNAL DETECTORS 


As pointed out in section V., the emphasis lies mainly on a very 
sensitive signal, which makes possible an accurate discrimination 
between the phases present. In most cases, a high sensitivity is 
much more important than the possibility of obtaining quantitative 
results. Nondispersive x-ray detectors and solid-state x-ray 
detectors seem to be highly favorable. As many elements as desired 
may be measured simultaneously by means of several single channel 
analyzers. The target current amplifiers should be improved so that 
the detection of 0.1 of the mean atomic number is easily possible. 
This may be accomplished by using the ‘“‘stereo monitor”’ to avoid 
topography effects and by measuring the ratio of the target current 
to the beam current to become independent of drift problems. 

Other signal sources, such as the secondary electron emission and 
cathodoluminescence, should be used more extensively to obtain 
signal differences between the phases encountered. 


B. IMPROVEMENTS OF THE X-RAY INTEGRATORS 


The new “periodic pulse integrator’, designed by K. F. J. 
Heinrich (1964) [34], has been discussed in section VI.A. It will 
bring considerable improvement in the spatial resolution of the 
method. For stereometric analyses, the integrating time should be 
adjustable within a wide range (1 msec — 1 sec); the integration time 
is selected according to the counting rate, the scanning velocity, and 
the statistics necessary for the discrimination. 
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C. ANALYZING CIRCUITS 


Possibilities should be provided that lineal analysis, as well as 
point count analysis, can be performed with the same instrument. 
Therefore, partially different analyzing circuits for both methods 
should be incorporated. 

Furthermore, the analyzing circuits (including the discriminators) 
should be capable for a “working speed” up to approximately 100 ke 
for a rapid analysis by means of the target current or the 
cathodoluminescence; a complete analysis by means of these signals 
could be performed in less than 30 seconds. According to these 
demands, the oscillator frequency has to be adjustable between 50 
c/s and 100 kc/s. The possibility of transferring the data (intercept 
length or point counts) onto tape has been discussed in section 
VID: 

It can be concluded that the great advantage of the system 
discussed above lies in the fact that large amounts of stereometric 
data can be collected in an objective way. The setting of the 
thresholds can be determined quantitatively by measuring the signal 
values on the encountered phases; therefore, no biased results are 
possible if the measurements are performed accurately. 
Furthermore, selective analyses are possible on phases and samples 
where optical methods are without any success. If these methods 
are combined in a suitable way with computer evaluation, numerous 
alloys could be investigated in order to obtain a quantitative 
description of the chemical and the structural composition of solid 
materials. As a consequence, a clear correlation between structure, 
chemistry, and physical properties should be observable which may 
lead to the programmed development of new materials. 

It is hoped that this paper will stimulate some discussion and 
further development and that it will help in this way to reach this 
target within a short time. 
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SOME ASPECTS OF THE MICROPROBE 
ANALYSIS OF BIOLOGICAL SPECIMENS 


T. HACE 
Cavendish Laboratory, Cambridge, England 


Abstract 


A method suitable for the quantitative microprobe analysis of thin 
inhomogeneous biological specimens is presented. The intensity of a 
characteristic radiation is normalized against the intensity of the 
continuum-radiation which is simultaneously generated in the 
specimen. Because the method is based on ratios, it is not upset by 
variations in specimen thickness or density and there is no need of 
corrections for backscatter or ‘“‘penetration’’. Thin standards are 
used, but there is no need for any standard of known thickness or 
mass per unit area or for any calibration mixture. Both weight- 
fractions and changes in spatial concentrations (i.e., elemental mass 
per unit volume) can be measured. The method is restricted to 
specimens in which, on the average, the incident electrons lose only 
a small fraction of their energy and x-ray self-absorption is small; for 
30 kV electrons and K x-rays from elements of atomic number 
Z=2 14, these conditions are satisfied in most soft tissues sectioned 
freshly frozen at a thickness of 10 um or less and dried with no 
embedding material. 

Other subjects which are discussed because of their special 
importance in biological probe work include the preservation of 
spatial resolution in specimens of low stopping power, the choice of 
operating conditions (column kV, etc.), histological correlation, the 
improvement of spatial resolution, and specimen-preparation and 
the prevention of probe-damage. Calculations suggest that for thin 
specimens, high column voltages should be used. For meaningful 
quantitation, soft biological tissues should be prepared as simply as 
possible to avoid removal or displacement of elements prior to 
analysis. In this respect unstained sections of unembedded fresh- 
frozen tissue seem best, but in such preparations histological 
correlation is difficult. The best histological correlation in unstained 
sections is provided perhaps by the transmission electron image 
available in combination electron microscope-microanalyzers, 
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although there is danger of elemental loss in the procedures needed 
for the preparation of the very thin sections for transmission 
electron microscopy. 


Preface 


Experience has shown that probe specialists pay no attention to 
biological papers at probe meetings. There is mild interest when a 
biologist discusses technical problems common to most work, but 
when he talks about less familiar problems which are especially 
urgent for biological applications (as I shall), the audience auto- 
matically switches off. This is natural. I am bored stiff by most 
refinements of the conventional theory of quantitation because they 
are irrelevant to my problems; to follow these developments I have 
had to overcome a barrier which naturally also blocks attention 
from the other side. So I have to begin by persuading you to read 
this paper. 

I want the paper to be read because it is high time to have expert 
outside consideration of the line of work which my laboratory has 
pursued for several years. If we are on the wrong track we had 
better be corrected. If we are on the right track we should be 
moving faster, along with more people going in the same direction. 

You should read the paper because: 

1. You owe it to the biologists who come to you for help. The 
techniques which have been developed for probe studies of min- 
erals and metals will not take biologists very far on most of their 
problems. 

2. While | am concerned only with biological specimens, much 
of the paper is applicable to the analysis of organic materials in 
general, and especially to the analysis of very thin specimens. 


I. Introduction 


The microprobe should be making a big contribution to biology. 
When a biologist hears of an instrument capable of elemental assays 
of amounts down to about 10-!5 gms and weight-fractions down to 
about 10-4, with a spatial resolution around | 4m, he may anticipate 
exciting discoveries involving the naturally occurring elements Na, 
Mg, P,S, Cl, K, Ca, Fe, Cu, Zn and I. In addition he can expect help 
in the use and evaluation of standard histochemical stains containing 
Cr, Co, Ga, In, Pb, Os, U and many other elements. So he is 
optimistic (even a bit gay) when he brings his specimen to a probe, 
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generally in a department of metallurgy, mineralogy, physics or 
engineering, or at the applications-laboratory of a probe- 
manufacturer. 

I believe the experience is usually disappointing. In fact, with only 
a few exceptions, successful biological probe studies have been 
limited to observations of calcified tissues consisting mainly of 
apatite or similar minerals, and the identification of elements in 
foreign bodies. The reason is that the techniques developed for 
minerals and metals are insufficient for most biological probe work 
(and indeed are often inadequate for problems involving calcified 
tissues and foreign bodies as well). The technical difficulties are 
outside of the biologist’s field and outside the experience of the 
owner of the probe. The biologist may hang on long enough to get 
something that he can put into a paper, but he usually decides that 
the promise of the probe was illusory and he had better keep to more 
orthodox methods in the future. 

I believe that the technical problems peculiar to biological probe 
work are now well characterized; that solutions to most of the 
problems can be formulated; and that the instrumentation needed to 
implement these solutions already exists or is in the works. Hence 
the probe should be playing a much larger part in biology than is now 
the case. In the following sections I want first merely to specify the 
difficulties, then to discuss the solutions as they appear to me, and 
finally to summarize with a personal view of the most promising line 
of development. 


II. Discussion 
A. A DESCRIPTION OF THE PROBLEMS 


The major problems of biological probe work are quantitation and 
interpretation of the x-ray data, the preservation of spatial 
resolution, the correct choice of operating conditions (column kV, 
probe current, etc.), histological correlation, the improvement of 
spatial resolution, and specimen-preparation and the prevention of 
probe-damage. 

Quantitation and interpretation: the standard theory of static- 
probe analysis assumes that the specimen is thick (i.e., opaque to the 
probe) and that the incident electrons and the emergent x-rays are 
confined to a homogeneous region. Furthermore, the theory deals 
with the measurement of weight-fractions (mass of element/total 
mass of specimen, often called “‘mass concentration’) but provides 
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no way to measure spatial concentrations (mass of element/volume). 
Hence the standard theory is not suitable for soft biological tissues 
where one must usually be concerned with both weight-fractions 
and spatial concentrations, and the specimens are inhomogeneous, 
as well as thin in the most interesting cases.' With few exceptions, 
the standard quantitative theory is applicable in biology only to 
calcified tissues consisting of apatite or similar minerals. Even here, 
local variations in density produce deceptive effects precisely in the 
transitional zones which are the most interesting to study. (See for 
example the discussion by Frazier [1] of misleading data obtained 
at the enamel-dentine interface in teeth.) 

There is one important mitigating feature about quantitative 
assays of biological specimens. High accuracy is generally not 
wanted. Errors of 10 or even 20% are usually quite tolerable. The 
problem is not to be accurate, but to avoid being badly misled. 

The preservation of spatial resolution: the range of a 30 kV 
electron in dried soft tissue is of the order of 50 um. For the 
preservation of a spatial resolution of the order of | um, two 
approaches have been successful. One can use low-energy, short- 
range electrons in the probe, or one can study thin specimens, for 
example ordinary histological tissue sections. These alternatives 
will be compared later. 

Choice of operating conditions (column kV, etc.): for thick 
specimens it is well known that the analytical sensitivity depends 
strongly on the choice of operating conditions, and formulae 
predicting optimum conditions have been worked out. For thin 
specimens the optimum conditions are quite different, and some 
rough formulations for this case will be given below. 

Histological and cytological correlation:*® this is one of the most 
serious difficulties in biological probe work. The biologist wants to 
measure elemental concentrations within certain components of 


1 Tissues which are not calcified are called ‘‘soft’’, so the term encompasses the great 
majority of biological materials. Jn vivo, most soft tissues are 50-90% water by 
weight. In the probe the water is gone (usually removed early in the preparative 
procedure and otherwise lost to the vacuum). What remains is spongy with 
tremendous local variation in the density of packing. It follows that one can geta 
good picture of the structure of a tissue only if one keeps in mind the distinction 
between weight-fraction and spatial concentration, and learns about both. This 
point will be made clear by an example later on. 


2 Histology is the study of tissues and cytology is the study of cells. 
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tissues, such as different types of cells, intracellular organelles like 
nuclei and mitochondria, extracellular protein aggregates like 
collagen and elastin, and extracellular ground substance. But once 
the specimen is inside the instrument, the interesting components 
may not be identifiable in either the electron-scan image or the 
optical microscope. Optical microscopy may be quite handicapped 
by the presence of a heavy conducting coating. 

The improvement of spatial resolution: there is no lack of 
important biological work for probes at a spatial resolution of one or 
afew um. But biologists studying ultrastructure, especially electron 
microscopists, rapidly lose interest in probes when they learn that 
the resolution is not better than 1 um. (And a conventional 
instrument cannot offer them better than 1 wm. Merely to reduce the 
diameter of the probe, with their very thin EM sections, would result 
in a hopelessly low counting rate.) They will grant that 0.1 um might 
be quite useful, although they need 100 R or less to be really happy. 
These aristocrats are doing the most fundamental biological 
research and a considerable effort would be worthwhile if it could 
provide them with a resolution of 0.1 4m. 

Specimen-preparation and the prevention of probe-damage: here I 
shall only remark that probe-damage is a serious danger with 
biological specimens but it can usually be mastered. The topic is 
considered in slightly more detail later. 

] have separated the description of the difficulties from the 
discussion of methods because I believe that the foregoing brief 
description of the situation is not controversial, and therefore it 
deserves to be free from association with the methods and views 
which I shall now present. 


B. METHODS FOR BIOLOGICAL WORK 


Quantitation and interpretation: there seems to be no prospect of 
a theory of quantitation suitable for inhomogeneous thick 
specimens, but we have developed a theory which seems to be 
useful for measuring weight-fractions in thin biological specimens. 

The weight-fraction C, of an element a can be expressed in the 
form 


mass of element elemental mass/area 
ES e 
total mass total mass/area 


a 
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Our approach stems from the fact that in thin specimens of soft 
tissue, the intensity of an element’s characteristic X-radiation is 
approximately proportional to the local elemental mass per unit 
area, while the intensity of white X-radiation is approximately 
proportional to the local total mass per unit area. When we observe 
the intensity of a characteristic radiation, we simultaneously record 
the intensity of white X-radiation, using a second counting system 
which ‘looks’ directly at the specimen (non-diffractively) and 
accepts a suitable band of quantum energies. In first approximation 
the ratio of the two counting rates is proportional to the elemental 
weight-fraction. 

Two versions of this scheme have been developed in my 
laboratory. I shall refer to them (rather inappropriately) as the 
“relative” method and the “absolute” method. 

a. The relative method: this procedure, the more empirical of the 
two, was described [2] at the Washington probe conference in 1964. 
I shall recapitulate it here. 

Given a thin specimen and a crystal spectrometer set for a 
characteristic line, the spectrometer counting rate Y, may be 
expressed as a sum of linear contributions from the element of 
interest (present in mass per unit area M,) and from the remainder of 
the tissue (present in mass/area M,,,), plus a constant background By 
from the specimen-support and coating:? 


Y e=KaaMatKmaMmtBa (2) 


(the quantities K being constants of proportionality determined 
largely by the instrument). Similarly, the counting rate in the 
‘“‘white’’ counter, Ym, is 


Vin = KamMa + Karat Mm + ers (3) 
The algebraic combination of equations (2) and (3) gives 
Ma (Y,—B,) Kien a (Yin — Bn) Kaa 


Mn (Ym—Bm) Kaa — (Ya—Ba) Kam 


(4) 


3 It is essential to use a very thin, uniform specimen-support. 
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We now introduce the notations 


Niege a Ke Kee 


s Te a? tn a 


Yeon Kee K 


Then equation (4) can be written 


‘a a: (5) 


Note that r is the ratio of the counts generated by the specimen in 
the two channels (spectrometer count/white count), r, is the 
corresponding ratio for a thin film containing only the element of 
interest, and r» is the ratio for a thin specimen of organic material 
containing none of the element of interest. (For pure organic 
material, the spectrometer count is due mainly to white radiation so 
close to the characteristic line that it is not rejected by the 
diffractor.) Thus, given thin films of the element of interest alone 
and of organic matrix alone, the ratios r can all be measured (with 
due care to measure and subtract background from a supporting film 
when it is present and significant). These measurements and 
equation (5) then give a measure of M,/Mm. 

The following features of the relative method should be noted: 

1. The method measures M,/M,, with M, the mass of the assayed 
element and M,, the residual mass, i.e. the mass apart from M, (so 
that the total mass is Ma+M,,). The weight-fraction is 
Ma/(Mm+M.), which is nearly the same as Ma/M,», when M, <<M,,. 

2. In the form of equation (5) the method is relative. One may 
compare M,/M.,, in different spots in one or more specimens, but for 
an absolute measurement the instrumental factor Kinm/Kan must be 
determined. One can make the method absolute by calibrating with a 
thin standard containing the element of interest in known weight- 
fraction in an organic matrix. Then both M,/M,, and weight-fraction 
C, can be obtained absolutely. In practice the preparation of such a 
standard is difficult and we use the method predominantly for 
relative measurements. 

3. For relative measurements there is no need to prepare any 
standard of known thickness or known mass per unit area. 
Furthermore, at low weight-fractions, r<<r.; it then follows from 
equation (5) that for relative measurements one does not need r- or 
the pure-element standard. Also the ratio ris essentially merely the 
ratio of acceptance band-widths in the two channels, so that r, can 
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be measured on almost any thin material which does not introduce a 
characteristic line into either channel. (We use a painted film of 
Aquadag.) So standardization for relative measurements is quite 
simple. 

4. There is no restriction to small weight-fractions of the element 
of interest. It does not matter if the efficiency of bremsstrahlung 
production is different in the assayed element and in the remainder 
of the tissue, since these efficiencies are given separate coefficients 
in the formulation. However, the method does depend on a constant 
efficiengy of bremsstrahlung production and hence on a constant 
average atomic number in the remainder of the tissue. This 
condition is quite well satisfied in most biological soft tissue (except 
for fat, in which Z is approximately 15% less) but the method is 
upset if, besides the element of interest, another heavy element is 
present in high concentration. 

5. As aconsequence of the empirical nature of the procedure, it is 
not necessary to exclude the characteristic line of the element of 
interest from the band of accepted white radiation. 

6. Characteristic and white radiation are produced in parallel as 
the electrons dissipate their energy in the specimen. Because the 
method is based on the ratio of characteristic and white counting 
rates, the method correctly measures local variations in weight- 
fraction in spite of variations in thickness or density of the 
specimens (and the results are also independent of fluctuations in 
intensity of the probe), and there is no need for corrections for 
backscatter or “‘penetration’’. 

I think a description of a biological application will probably 
provide a better grasp of the main features of the “‘relative’’ method 
and will help to clear up the fog induced by the preceding 
paragraphs. Dr. R. T. Sims of the Department of Anatomy at 
Cambridge and I have been collaborating [3] on a study of the 
distribution of sulphur and of dry mass in layers of the skin. For 
present purposes the problem and the results can be represented 
schematically as in Figure 1. 


There is a well defined boundary between the outermost part of 
the skin, which is a dead layer named the ‘‘corneum’’, and the 
directly underlying tissue, which is called the ‘viable epidermis”. 
It was important to learn how the sulphur weight-fraction and the 
density of the tissue varied on the viable side of the boundary, 
where there is intense metabolic activity. Line scans perpendicular 
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Figure |. Schematics of sulphur distribution in skin. 


to the boundary were performed on thin sections. The graph of the 
characteristic count rate shows the variation in amount of sulphur 
per unit area (solid curve in Fig. 1). The graph of the white count 
along the line of scan, not shown because it is quite similar to the 
solid curve (though not identical), depicts total mass per unit area. 
The dashed line is the graph of the ratio, depicting the sulphur 
weight-fraction. 

When the section is uniform in thickness, as is normal, the curve 
of sulphur per unit area has the same shape as the curve of sulphur 
per unit volume. Thus the solid curve directly depicts the variation 
of spatial concentration. The normalization against the white count 
enables us to depict the variation of weight-fraction. We need both 
curves to see that at the boundary there is a steep accretion of 
organic dry mass (synthesis and/or packing) and hence an increase 
in the spatial concentration of sulphur, but no increase in sulphur 
weight-fraction. 

b. The absolute method: this system was developed by D. J. 
Marshall at the Cavendish Laboratory. It was described [4] at the 
Paris meeting in 1965 and is discussed more fully in Marshall’s 
recent Ph.D. thesis [5]. I shall recapitulate it where with small 
changes in form. 
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We start from the usual expression? for the number 7.dV dE of 
white photons generated with quantum energies between V and 
(V+dV) as an electron is degraded from energy E to energy (E-dE) 
in a pure specimen of atomic number Z: 


dV 
nw dVdE = kZ — dE ; (6) 


We shall use the Bethe expression for electron energy-loss, in the 
form 


4 
ty = ae (NZB) dS (7) 


(Here e is the electronic charge, 4.8 x 10-1! esu; N = atoms/cc; 
B = In E/H; and H is a function of Z which need not be specified 
more fully at this point.) For a mixture we now assume that the 
energy lost to atoms to type “r” is given by 


2r7e4 E 
= 5 r = l — *, 8 
dE, + (N,Z,B,) dS; B 5 (8) 


r 


We also assume® that when an electron travels a distance dS in a 
mixture, the production of white photons from collisions with atoms 
of type r is still given by 


dV dV 27e‘* 


nue dV CH, ga kZ, v diz. = kT (N,Z2By) dS: 27. 


* While the form of equation (6) may be unfamiliar, the content is merely the usual 
simple approximation that the decelerating electron radiates bremsstrahlung with 
uniform intensity per unit frequency interval up to the cutoff frequency (cf. Compton 
and Allison, pages 93 and 105), and the usual approximation that the efficiency of 
bremsstrahlung production is proportional to atomic number (Compton and Allison, 
page 106). 


5 In equation (8) one naturally uses the value of H, which is accepted for element 
rin the pure state. Equations (8) and (9) are then tantamount to the assumptions that 
the energy of the probe-electrons is dissipated in successive independent collisions 
with individual independent atoms, and that the ratio of white radiation produced to 
energy dissipated to any one element remains the same as in the pure state. These 
assumptions are certainly not perfect. Chemical binding changes the energy levels 
of outer electrons and therefore changes the values H, in a mixture, and the col- 
lisions are not simply with individual atoms, as shown by the existence of plasma- 
losses. But the end result is not affected much by the values chosen for the quan- 
tities H,. 
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Then the total production of white photons from collisions with all 
types of atoms is obtained by simple summation and is 


4 
figatt¥ ds. kv ak (SINPZPBY: "doe, (10) 


But the number of characteristic photons of a given line from atomic 
species a, produced in path dS, is of the well known form 


4 
Le wh foes N, dS (11) 


Rash 
: EE, E. 


where E, is the ionization-energy, w is the fluorescence yield, and b 
is a constant.6 Hence the ratio of characteristic photons/white 
photons in a mixture, obtained by dividing (11) by (10), has the form 


n N 
n, dV Ne 5, Ue, 


(Here we have lumped into one constant c all the factors which are 
irrelevant and destined to wash away later.) 

To use equation (12) in practice, measurements are made on the 
specimen and on one standard. The standard does not have to be a 
pure sample of the element of interest; it can be any thin material of 
known composition containing the element of interest, and there is 
no need to know its thickness or mass per unit area. It follows from 
equation (12) that 


(characteristic count/white count) snecimen 


(characteristic count/white count) 5+ andard 


( Z 
=N, Z;B, specimen 
———— (13) 


Nz 
(3 N,Z; a standard 


6n,ds = waN,ds, where o is the ionization cross section. For o I have used 
o = (27re4/EE,) b- in (E/Ec) 


This form, arising from the work of Bethe, Mott, and Massey and Worthington 
and Tomlin, is recommended by Green and Cosslett (Proc. Phys. Soc. 78 (1961), 


form (c) on page 1210). 
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We should pause at this point to contemplate equation (13) 
because it reveals the essential simplicity of the method at the 
moment just before that simplicity is buried under a pile of notation 
and superficial complexity. 

We now make the definitions 


(characteristic count/white count)specimen 


: (characteristic count/white count) standard 


N 
and Gs Se) 
=N,Z; B;/ standard 


Equation (13) may now be written 


N, = OG@2Ne7 be (14) 


(Here and from this point on, all of the symbols with the exception 
of Q and G refer to the specimen alone.) It is convenient to break 
the sum > into two parts, the term involving element a plus the sum 
over all the other elements, which we shall denote by the symbol >’. 


Thus. =NZeBo=N 4.2. SNe bee (15) 
By substituting (15) into (14) and solving for Na, we get 


QGS4e72 2) 
1-QGZ2B, 


a 


(16) 


In order to put the result in terms of weight-fractions C, one 
introduces the atomic weights A and the relation 


Bes i? 
"  SNLA, c 
Hence 
Cre NaAa ad an a 
"NAS Neee =Car 
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The substitution of (16) into (18) gives 


1 (1-QGZ2B,) E'N.A, 
——= 1+ —_________ 19 
C, A, QGE'N, Z2B, Oe 


Equation (19) is convenient when the composition of the specimen- 
matrix is known directly in atom-fractions. However the 
compositions of soft tissue, typical protein, etc., are usually quoted 
in weight-fractions. To get a form which is more convenient for this 
case, we introduce the weight-fractions C; of the various 
constituents in the residual matrix (i.e., exclusive of the element of 


interest, a): 
rae ith>’ = = 
: = a as = 20 
> ‘N; i i if a ( ) 
Hence 
CC 
N; = = SO N; A; 5 
rae (21) 
The substitution of (21) into the denominator of (19) leads to the 
final form 
il 1— QGZ-B. 
—- 15 ee ee — . (22) 
sacs (S z:8, 


It should be noted that if the element of interest is not normally 
present in the matrix, or is only a minor constituent, then the 
quantities C; may be read out directly from literature-tables of the 
composition of the matrix. If the element of interest is a major 
constituent assumed to be present with a given weight-fraction in the 
tabulation, one can readily multiply the other tabulated weight- 
fractions by a corresponding fixed factor to normalize them to the 
residual rather than the total mass. 

Equation (22) is not nearly as inconvenient to use as it seems. Q is 
the only quantity in it which has to be measured. For a given 
element of interest, standard and probe-voltage, G may be 
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calculated once-and-for-all; and for a typical organic matrix and 
probe-voltage, the sum &' may be calculated once-and-for-all.” For 
example, for the measurement of sulphur in organic matrices with 30 
keV electrons, with a standard consisting of CaS0Q, (very finely 
ground flakes), equation (22) reduces to 


il 7.67 


as 


Csulphur - Q 


(1—0. 27, Q) . (23) 


This is easy to use. 

The absolute method permits a refinement not available with the 
“relative” scheme-ready extension to the case of two heavy 
elements (or more, in principle) in the organic matrix. For example it 
is important to follow the process of mineralization of tissues from 
the very beginning (low concentrations of Ca and P) through 
intermediate stages with substantial concentrations of Ca and Le As 
a calibration standard we use apatite, sectioned at <1,000 A. By 
comparison with the Ca and P counting-rates in the standard, where 
Ne/Nea is known to be 3/5, one can readily determine the value of 
the ratio a@=Np/Nca in the spot which is to be analyzed in the 
specimen. Equation (14) can be re-written in the form 


Ni, = QGIN..ZUB.. + Ne@ebee > eZee 


(24) 
QGIN..(Z2.Bo, + aZeBplee > Negeee 


lt 


(where %” denotes the sum over all elements except Ca and P) 
and one then gets 


1 AG 1206 (ZAR. SaZeee 
poe =, Lea amet ie " (25) 
ca c s..03/ (2 28) 
A, 


With an apatite standard and 30-keV electrons, equation (25) 
reduces to 


i 
ao = 1 eeeO Oca. 


om Q [1-Q (0.54 + 0.82a)]. (26) 


7One must choose one of the standard expressions for B,. The result is little 
affected by the choice. In the following equations I have used 


B, = im (1.17 E/11.5Z,) (with E in eV.) 
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This formula can be applied to measurements of Ca and P when 
both are present in elevated concentrations in tissue which is 
otherwise essentially a simple organic matrix. 

The following features of the absolute method should be noted: 

1. It is essential to exclude the characteristic line of the element 
of interest from the accepted band of white radiation. 

2. As with the relative method, it is necessary to assume a certain 
composition for the remainder of the specimen aside from the 
element of interest, but again the method is not restricted to low 
weight-fractions of the element of interest. 

3. Again, the procedure is not spoiled by local variations in 
thickness or density of the specimen or by fluctuations in the 
intensity of the probe, and there are no corrections to be made for 
backscatter or “‘penetration’”’. 

4. The strong point of the method, a really big advantage, is that it 
leads to absolute values of weight-fractions without the need to 
prepare calibration mixtures, or any standards of known thickness 
or mass per unit area at any time. 

5. Uncertainties and errors: The assumptions in equations (8) 
and (9) have already been discussed. But the chief error in the 
scheme probably comes from the assumption that the 
bremsstrahlung-production coefficient k in equation (6) is 
independent of atomic number. There is also uncertainty about the 
dependence of H (equations 7 and 8) on atomic number, even in 
elements in the pure state. Marshall considers that these two factors 
generally might lead to probable errors of the order of 20%; but in 
his experiments with binary mixtures, when he took k to be constant 
and used a conventional proportionality between H and atomic 
number, his overall deviations from the results of chemical assay 
were usually in the range 5-10%. In fact it is known that k varies 
with atomic number, and the errors would presumably be less if 
better values of k(Z) and H(Z) were established and used. It would 
be easy to introduce these values into the formalism, and I believe 
that good experimental determinations of k(Z) and H(Z) would be 
valuable. 

In collaboration with Dr. H. J. Hohling of the University of 
Minster and others, ] am now using the absolute method in studies 
of Ca, P, and §S at all stages of mineralization in thin sections of 
arteries and embryonic bone. Our early results have been reported 
[6] and the observations are being extended. I should not describe 
the work in detail here, but it will be worthwhile to mention some of 
the essentials. 
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Among the experts there are contradictory views about the 
process of biological mineralization. Some consider a buildup of 
calcium to be the first stage while others believe that the initial step 
is an orderly deposition of phosphate groups onto collagen. The 
methods of study have been indirect and indeed most of the 
controversy has been supported by experiments in vitro. We have 
now shown by direct static-probe analyses that in arteries calcium 
accumulates to high levels (to weight-fractions of 1% and more) 
before there is a substantial accumulation of phosphorus, and we 
have seen a similar pattern in embryonic chick bone. I shall confine 
myself to a negative statement about our more recent results on 
embryonic rat-tooth [7] because we have not yet reported them to 
biologists. The pattern of mineralization in embryonic rat teeth is 
drastically different. 

It is important to determine how the early calcium in arteries and 
embryonic bone is chemically bound. A short time ago Dr. A. J. 
Hale and I tried [8] to confirm the hypothesis of a binding of 
calcium to sulphated mucopolysaccharides. Mainly we studied x-ray 
scan images of calcium and sulphur, and the results were not very 
convincing. At present Hohling et al. are trying quantitative static- 
probe analyses of Ca, P, and S and we may be able to reach a firmer 
conclusion. 

Equipped with methods which can measure locally not only the 
ratios Ca:P:S but the weight-fractions and spatial concentrations of 
these elements as well, and which are sensitive enough to work right 
back to the really early stages (Ca weight-fractions of ~0.2%), I 
believe we are adding substantially to the understanding of the 
mineralization of tissues. 

Marshall’s thesis [5] leaves no doubt that the quantitative method 
is essentially sound, and we are certainly getting reliable answers to 
the biological problems we are now attacking. However a huge 
amount remains to be done to clean up the method, both with 
respect to the underlying x-ray physical data and with respect to 
technique (assessment of various extraneous background effects, 
etc.) and it would help if other people were working along the same 
lines. 

We have to consider how thin a specimen must be for the method 
to be valid. Ideally a specimen should be thin enough for the average 
energy-loss of the incident electrons to be very small and for x-ray 
absorption to be negligible. Let us note first that so far as the 
measurement of weight-fractions is concerned, a large decrement in 
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electron energy can actually be tolerated, because the ratio of 
characteristic production to white production does not change much 
until the ionization cross section begins to decrease (i.e., when E 
drops below eE,). On the other hand, for a good proportionality 
between the generated characteristic intensity and elemental mass 
per unit area, electron degradation must be more closely controlled. 
However even in this respect one may readily estimate that for a 30 
kV probe, 5-um of dried soft tissue is comfortably thin and 10 wm is 
generally acceptable. 

X-ray absorption depends on takeoff angle and above all on the 
penetrating power of the radiation of interest. But for example, with 
a takeoff angle of 20° one generally does not need a correction for 
phosphorus-K or harder radiations in 5-um sections of soft tissue. 
For somewhat thicker sections, softer radiations or higher accuracy, 
a simple correction suffices: since the electron flux and x-ray 
generation are uniform from top to bottom of a thin specimen, one 
may well approximate the average x-ray transmission by the 
expression 


f = e— (u/p) cscé (pt/2) (27) 


The correction for weight-fractions may be considerably less than 
suggested by (27) since the white radiation may be similarly 
attenuated. 

Since the biologist likes to work with tissue sections 5-ym or less 
in thickness, our analytical method does not impose an onerous limit 
on thickness, at least for soft tissues. Calcified tissues must be 
studied in thinner form but quantitation according to our methods is 
still feasible, with some care, even for phosphorus-K radiation in 
apatitic specimens 1/2-ym thick, and there is no problem at 0.1 wm. 

We should consider a completely different means of quantitation- 
normalization not against white radiation but against the 
concentration of C, N, or O through the measurement of their 
respective K radiations. This method is theoretically simpler than 
those above and makes sense biologically, since the concentrations 
of C and O are fairly good indices of the concentration of organic 
matrix and the concentration of N is a good index of the 
concentration of protein. (The carbon background from 
contamination obviously raises a technical problem.) In practice J 
believe the high absorption of the soft C, N, and O radiations in 
specimen and conducting coating puts this method at a disadvantage. 
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The preservation of spatial resolution: we have already noted that 
in biological tissues, to preserve spatial resolution, one must either 
use a short-range, low-voltage probe, or study thin specimens. If one 
observes only quite soft radiation (L-lines for elements like Fe and 
Zn), one can use over-voltages of 3-4 and get good excitation 
without excessive range. This has been proved in practice by 
Andersen and Hasler [9]. As to the use of thin specimens, while I 
have not studied the matter as closely as I should, 1 considered it at 
one time with Hugh Bishop and we estimated that beam-spread is 
not bad for 30 kV electrons incident on 5-4m sections of soft tissue. 

I have not worked at all with low probe-voltages and soft 
radiations and I may be prejudiced against this approach as I do not 
even have suitable apparatus for it. Anderson and Hasler [9] have 
demonstrated its high sensitivity. But I believe that in comparison 
with the alternative, the study of thin specimens at high voltage, the 
low-voltage method is disadvantageous in several respects. I shall 
list my doubts, perhaps unwisely as I am speaking now on the basis 
of no experience. 

a. Reliable quantitation seems impossible. 

b. To study elements in low concentrations, high probe currents 
are necessary with heavy conducting coatings to take away the heat. 
The soft radiations may be absorbed not only in the specimen but in 
the contamination layer and especially in the conducting coating. 

c. There may be serious electron degradation and dispersion in 
the conducting coating. 

d. If a thick specimen is used, heat-conduction is less effective 
than for a thin specimen coated on both sides, so that less probe- 
power can be applied. Also, histological correlation is more difficult 
in thick specimens. If a thin specimen is used, low probe-voltage is 
no longer necessary for the preservation of resolution. 

e. Elemental analysis with the soft radiations is complicated by 
the chemical shift of x-ray lines. (Granted, the study of chemical 
shifts may yield very important information about chemical states.) 

Aside from these considerations, which seem generally to favor 
the study of thin specimens with high probe-voltages, there remains 
the important question of the relative sensitivity of the two 
approaches. This question is considered in the next section. 

Choice of operating conditions (column kV, etc.) : in this section I 
have only estimations to offer. The calculations are tedious but the 
conclusions seem interesting. Therefore I shall list the conclusions 
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first, before the reader is put off by the calculations. Conclusions, all 
relating to thin specimens # 

a. Operation at low kV with the detection of L lines should give 
better counting rates than operation at high kV with the detection of 
K lines, for the same probe current. 

b. If one insists on the same resolution (same spot-size) in both 
cases and always puts the maximum available current into the spot, 
low kV operation should not give better counting rates. 

c. If one puts maximum available current into the same spot in 
both cases, specimen-heating (which may well be the limiting factor) 
should be approximately the same for the two modes of operation. 

d. A third mode of operation is to run at the higher kV with 
detection of the L lines. The counting rate at maximum current 
should be slightly greater than at low kV, but not greater or only 
slightly greater than the rate for K-line detection, and the original 
motivation for L-line operation, the applicability of short range 
electrons, would of course be abandoned. 

e. Background should be similar for low-voltage L-line operation 
and high-voltage K-line operation, or else worse at the low voltages. 

I shall not speculate further about low-voltage operation but will 
give some additional estimates for high-voltage work, indicating 
that: 

f. For fixed current, maximum counting rates should occur near a 
column voltage E,=eE, (K-line detection, ionization energy Ex, 
C= 27 1828. x). 

g. For fixed current, optimum signal/background should occur 
near E,=e7Ex. 

h. It is unrealistic to deduce optima in terms of operation at a 
fixed current. At higher kV one can put more current into a given 
spot and specimen-heating will still not be greater than at lower kV. 
If one always puts maximum available current into a spot of fixed 
size, the counting rate should rise with increasing E, with no 
maximum (increasing as In E,/Ex). High E,’s are nominally even 
more favored if one seeks optimum signal/background. However the 
estimation only takes account of background generated in the 
specimen, and the increase of extraneous backgrounds at high E, 
probably limits the height of kV to which one should rise. 


8 More precisely, the specimens under consideration are “thin” for high-voltage 
electrons. They may be opaque to low-voltage probes. 
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The estimations: 
a. Counting rate n can be expressed as 


nei (dw) (XATB) (28) 


where i is probe-current, ¢@ is a mean ionization cross section, w = 
fluorescence yield, X = crystal efficiency, A is a correction for 
absorption in the specimen, T is a correction for absorption in 
windows and B is a correction for backscatter. I shall neglect A, T, 
and B. (In fact, A and T favor the use of characteristic lines of high 
quantum energy and B favors the use of high-energy probe- 
electrons.) Also I shall assume that the probe-electrons enter the 
specimen with energy E,=eEcage and remain at that energy, where 
ionization is at its peak. This assumption also is generous to the low- 
voltage method, since this ideal condition can actually be maintained 
at high voltage but there is really substantial (total) energy loss at 
low voltage. 

If we now assume the same current i and the same crystal 
efficiency X in the two cases, (28) reduces to 


Ny dy Wr 


— oC 


ny x Wx 


(29) 


Tables indicate that w,/wx~ 1/4, roughly, and Burhop [10] indicates 
(1/dx)~390 for the peak ionization cross sections, so we end up with 
a crude estimate 


nu~8nx (30) 
for equal-current operation. (This is probably generous again to 
the low-voltage method, as most often X, > Xz.) 


b. We need an estimate of the current which can be put into a 
given spot-size. The usual expression for spot-diameter d is 


d? Sods adi eee (31) 


where d, is the diameter of the Gaussian image of the source, d, is 
the diameter of the disc of confusion due to spherical aberration, and 
da is the diameter corresponding to electron-diffusion. We shall 
neglect dg, since it should be negligible for high kV in a thin 
specimen, and we will grant the low-voltage method complete 
success in controlling electron-range. 
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Then Duncumb’s expression for spot-size [11] reduces to 


Gi G2 
d2 = ———ai a 6 ’ 
E, a’ ope oe 


(with G a parameter of the column and gun, a the angular aperture 
and S the coefficient of spherical aberration). 


Hence 
n a Eo a’ 2 S? 6 
~ (dw) (XATB)  G ere 2) 


At this point, one can maximize the right-hand side of (33) and get 
an optimum value for the aperture for a given spot-size. In fact the 
optimum is a@),.=(d/S)3. However it does not matter for our 
purposes whether one works with optimum a or with fixed a. In 
either case, since the optimum a is independent of E, (as S is 


4 


Pe 
presumably independent of E,), the expression ( 2s a) will 


be the same at high and low kilovoltages. The significant result is 
that the available current i is proportional to E,. When we introduce 
a factor Ex/E, into (30) to convert from a fixed-current to a fixed- 
spot comparison, we get 

ne<nk (34) 


(constant spot-size). 

c. The Bethe expression (7) suggests that heat-transfer per 
electron is proportional to 1/E,. (This should be a good approxima- 
tion at high kV and at least a useful first approximation at the low 
kV.) Since the current i varies as E, for constant spot-size, the 
heating should be similar at low and high kV. 

d. The ionization cross section is known to depend on E 
according to the form 


tin : 
g a E Esgee 
Therefore, if i varies as E, for constant spot-size, as one raises the 
voltage and continues to look at L radiation, the product (id) and the 
signal should increase in proportion to (In E,/E,). But when we 
compare K and L counting rates at the same high kV, the relevant 
factor is (@.W:/@xWx). This factor was estimated to be <8 when ¢, 
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and x were at their respective peaks, but @, is reduced by a similar 
factor [(Enign/Etow) (in Erow/Ez/In Enign/ Ex) ] in going from its peak to 
the high kV. Hence at the fixed high kV, the L counting-rate should 
be less or not much more than the K rate. 

e. For the white-spectrum background we shall start again from 
the expression (see equation 6) 


7 (V,E) aVdE = KZ — dE. (36) 


Equation (36) describes the white yield per probe electron. If the 
size of the spot is kept constant the available current is proportional 
to E, and 


7, (V,E) dVdE « kZ = E dE . (37) 


But the energy loss dE is proportional to 1/E,, so 


— dV V 
ni, (V,E) dV « kZ eg oe ; (38) 
V V 
Now 
. c he 
\=2d sind=—=—, 
v Vv 
2d cosé dé = al dv, or we cot 6 dé. (39) 
v? V 


Then the ratio of white-background counting rates for L-line and K- 
line detection (again neglecting factors like absorption, as above) 
should be 


Nn cot Gnidia, P 
—*—_ (40) 


7 
K cot q. dé. 


HALL 29] 


where d@, and d0@, are the angular acceptance bands of the 
diffractors. According to published data, cot@, dé, and coto, dbx 
may be fairly similar (for example, for ADP and LiF), or they may 
favor the K-line detection if a less acute diffractor is used for the L 
radiation. 

f. At high voltage, the K-line counting rate for a thin specimen, at 
constant current, will be closely proportional to #x, and x varies as 
(1/E,) In (Eo/Ex). This function has a maximum at E,~eEx. 

g. The white background generated in the specimen, at constant 
current, should be proportional to 1/E, (equation 10). The time t 
required to determine a signal-rate S in the presence of a 
background-rate B, to any predetermined accuracy, is known to be 
proportional to B/S?. In this case 


1p 7 E, 


B 
toae— « —— t=" (41) 
5S? E, (in E,/Ex)? (in E,/E,)? 


This function has an extremum at E,=e?Ex. 

h. If E, is increased with constant spot-size and with current 
always maximized, i varies as E, and dE varies as 1/E,, so the 
heating should remain constant. The signal should vary as 


i Ko Eo 
eRe — in — |) So te 
E BL 


hence it should rise with E, like (In E./Ex), with no maximum. The 
dependence of specimen-generated background on E, should be B 
varies as E, (1/E,) ~ constant. Thus the figure of merit S?/B should 
have the dependence S2/B varies as (In E,/Ex)?. suggesting ever- 
reduced requisite counting-times as E, is increased. 

In sum, the estimations indicate that for thin specimens one 
should usually detect the K radiations and should use high column 
voltages (E. > eEx). 

I have not tested the speculations expounded above, and am not 
aware that they have been tested. Maybe they are all wrong. I think 
that experimental tests would be well worthwhile [12]. 

Histological and cytological correlation: the microprobe is used 
most naturally in biology for localization in terms of structures 
commensurate with the resolution of the instrument. Mammalian 
cells (mean diameters usually in the range 5-20 um), cell nuclei 
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(mean diameters of a few um), and many other tissue-components of 
similar size are prime objects of attention. One wants to see these 
components in order to position the probe with respect to them. 

The standard method for seeing these things is optical 
microscopy, and the standard preparation is a specimen, most often 
a section, 1-5 «um thick. Thicker sections are confusing because 
layers of cells may be superposed and the thickness may exceed the 
depth of focus of the microscope. In the microprobe, electron-scan 
images also are available, but here again a thick specimen is 
unfavorable (unless the probe is run at very low voltage or the image 
is based entirely on secondary electrons). So sections, a few wm 
thick, are typical objects of study. 

However, even in thin sections the interesting structures are often 
not identifiable in electron-scan images or in the optical microscope. 
The optical-microscopical image of an unstained specimen is usually 
inadequate,® and the presence of a conducting coating may make it 
poorer still. Hence the problem of histological correlation is quite 
serious. There are several ways to deal with it. 

First, there is the classical way of rendering the structures 
visible — stains. Those which are conventional in optical microscopy 
can be used in conventional probe work. In spite of the conducting 
coating the stains will usually at least be visible. Also there are 
stains containing heavy metals which will appear in the electron- 
scan image [13,14]. In instruments which combine probe facilities 
with transmission electron microscopy, the conventional EM stains 
may be used. It is comforting to be able to fall back on the stains, but 
I want to plead that they should be avoided if at all possible. 
Conscientious histochemists know the doubt which clouds all 
observations when the specimens have previously been dragged 
through a series of liquid baths. They resort to stains only because 
they do not know how to get along without them, and they welcome 
a method which can work on virtually unprocessed specimens. In 
this respect the probe-technique has a great promise which should 
not be abandoned lightly.!¢ 


® Special techniques like phase and interference microscopy may provide excellent 
images of unstained specimens. But these two methods work hest on wer material, 
and they are generally not available within the instrument. 


1 | am arguing only for restraint in ordinary staining merely for morphology. Heavy- 
metal stains with specific stoichiometric reactions may become valuable tools for 
quantitation [14]. And of course there is no argument against probe investigations 
in which the action of the stain is itself the object of the study [13]. 
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I] have not had the opportunity to work with specimen-current 
images, Or to work much with instruments which incorporate good 
optical microscopes. | can offer no suggestions for improving the 
performance of these facilities, but it is clear that such 
improvements would be important. 

One possibility may be worth considering — bringing the quality of 
the backscattered-electron image closer to that achieved in good 
commercial scanning electron microscopes. While biologists are 
dismayed by the images which appear on the display-tubes of 
microanalyzers, they are delighted by the images produced by 
scanning EM’s. In order to bridge the gap, I believe that the 
microanalyzer would not need three lenses. since spatial resolution 
is not at issue; perhaps the versatility of the electron-detector is the 
important factor. 

Finally, histological correlation may be achieved by means of the 
transmission-EM image in the EM-MA _ instruments. The 
transmission EM-images of unstained specimens are appalling to 
electron-microscopists, but still they may show structure enough for 
one to place the probe successfully. We (Duncumb, Cooke, Hohling 
and myself) have had some happy experiences of this kind with 
embryonic (unmineralized) bone. 

The transmission image in EM-MA instruments can help in two 
ways: By virtue of higher contrast, it may reveal gross structures 
which are not seen in the optical microscope even though they are 
quite large; and by virtue of good resolution, it may show structures 
important for the positioning of the probe, even though the probe 
may have to be much larger than the structures themselves (and it 
may be desired to avoid them). The latter point should make it clear 
that we need good resolution in EM-MA instruments intended for 
biological microanalysis. owe 

The improvement of spatial resolution: resolution is limited by the 
decrease in available probe-current and the proportional loss of x- 
ray signal which must occur as the probe-diameter is reduced. To 
see how this effect may behave in practice, I have set up a simple 
formula and made a few estimations. 

Suppose that the probe can produce S counts/sec/g/cm? on a thin 
film of an element of interest, and that the background recorded on 
an organic thin film is B counts/sec/ug/cm?. Suppose that in a 
specimen with organic mass M yg/cm?, the element to be eres is 
present only in a “hot spot’’, with elemental mass f{M wg/cm?. (Then 
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the local weight-fraction C is 


£M f 
=o SS = él} 
eA TEN TC ET (am) 


The hot spot may be smaller than the probe; we define 


hot-spot area 


probe area 


Then the following formula!! enables one to estimate the weight- 
fraction which can be assayed in running-time t with probable 
statistical error E: 


1 1 +(1+ 8tE7M B)?/? 
andf = 
1+f t E?7MSg 2 


C = 


* (43) 


The quantities inserted into the table below have been chosen as 
follows: M=3 ywg/cm?: a reasonable guess for an organic section 
between 300 and 1,000 & thick. S: For diffracting systems, the 
sensitivity of a commercial instrument for some thin films was 
measured and found to be in the neighborhood of 200 cps/ug/cm?/wa 
of probe-current. I have assumed that | wa of probe can be fed intoa 
spot of diameter d=1 um, so S is 200 cps/ug/cm? for a probe 
diameter of 1 um. I have assumed that the available current for 
other diameters is (d)§/3a, so S for other probe-diameters is taken 
to be S=200 d8.12_B is deduced from the ratio S/B measured 
concurrently on the same thin film in the commercial instrument. I 
have taken into account the fact that the background of white 
radiation generated per unit mass is less in an organic matrix than in 
the metal films. S and B for the non-diffractive detectors: Not 
enough work has been done to know what can really be expected (to 
know, in particular, how close to the specimen the” stector can 
successfully be brought). The values of S in entries 7, 8, and 11 in 
the table may be optimistic, while entries 9, 10, and 12 are more 
conservative. My S/B of 50/1 may seem optimistic at first glance, 
but again one is aided by the low efficiency of production of white 
background in an organic matrix. 


11 Derived in the appendix at the end of this section. 


12 Of course S varies a great deal depending on the element and the instrument. 
However, in first approximation, improving S by a factor m will improve d only 
by a factor m?/8, 
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Table 1. Estimates of Sensitivity 


The table gives estimates of the weight-fractions which can be 
measured in 20-second runs, with a probable statistical error of 


20%, in specimens containing a heavy element in 3 pg/cm? of 
organic matrix. 


Probe Hot spot 
ym wet Ss B (C 
ee ol il 200 0.2 0.003 
2 1 0.32 200 0.2 0.03 
Se Ora 2 ORS 2. 10 0.01 0.04 
4. 1 0.1 200 0.2 0.25 
5a) 0882 051 10. 0.01 0.32 
Ga 0:1 0.1 0.5 0.0005 0.45 
te. 0832) > (0M 5,000 100. 0.02 (optimistic?) 
87 0% 0.1 250 ae 0.01 ¢ WN ) 
S25) 0%32 0.1 1,000 20 0.04 (conservative?) 
non- 10. O.1 0.1 50 1 0.02 ( Bi ) 
diffractive 
e082 0.052 1225 0.25 0.06 (optimistic?) 
12. 0.032 0.032 745) 0.05 0.20 (conservative?) 


(There is a slight inaccuracy for the high weight-fractions, entries 4, 
5, and 6, where the background would come largely from the 
element of interest and would be higher than tabulated, as the 
tabulation is based on organic matrix.) 

With small hot-spots one may either reduce the probe to the size 
of the spot or let it remain larger, and it is interesting to compare the 
anticipated results. The larger probe will not only give a larger total 
current; it will put more current onto the hot spot. On the other 
hand, it can only generate pure background in the surrounding 
tissue. When one uses a diffractor, which rejects background 
relatively well, the net result seems to favor the larger probe 
somewhat (for example, compare entries 2 and 3, or 4, 5 and 6). But 
with non-diffractive detection, it should pay to bring the probe right 
down to the size of the hot spot, in spite of the severe loss in probe 
current (compare 7 vs. 8, and 9 vs. 10). 

The estimates suggest that for biological specimens, diffractive 
systems will probably not be widely useful for hot spots with 
diameters of 0.1 wm. Weight-fractions of 20% or more (entries 4-6) 
are too rare. But I was happily surprised by the estimates for non- 
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diffractive systems. Here there seems to be a real possibility of wide 
application to 0.1-4m spots. There is even a suggestion of possible 
non-diffractive analysis of spots down to 0.03 um (entries 11 and 
12); 

Under the assumed conditions, 0.01-u~m hot spots would be 
beyond analysis. Even the non-diffractive detectors would run out 
of counts. Having exhausted the hypothetical possibilities of the 
detecting system one turns to the source, to query if more current 
can be put into the small spots. While ‘“‘point” filaments (field- 
emission or T-F) can put much more current than the older types 
into very small spots (less than 0.01 u~m), my impression is that the 
point-filament sources are not radically better for spots larger than 
0.01 um. If so, the prospects seem poor for the probe microanalysis 
of tissues in spots less than 0.03 um in diameter. This is not too 
grievous—0.03 um or even 0.1 ~m would be a splendid advance. 
The development seems to hinge on non-diffractive detection, and 
the various tactics familiar to the non-diffractive trade would have to 
be brought into play to take care of the well known problems of 
element-interferences. 

In the discussion above I have failed to note that larger currents 
can be put into small spots by probe-forming lenses of low spherical 
aberration. Such lenses must have short working distances, but this 
might be compatible with thin specimens studied in combination 
electron microscope-microanalyzers. Castaing [20] pointed out in 
1960 that an “ideal” lens might provide a current density 
approximately thirty times higher than the value I have assumed. 
This would make the prospects better than painted above. I amin no 
position to judge how much of this factor can be realized in practical 
designs. 


Note: Derivation of equation (43). 


The hot spot contains (fM) «g/cm? of the element of interest. If 
the probe is larger than the hot spot. the signal will be the same as if 
there were (gfM) ug/cm? of the element of interest throughout the 
area of the probe. (Here | am assuming, crudely and inaccurately, 
that the current is uniform over the probe-spot.) Hence in time t 
there will be (gfMSt) signal-counts and (BMt) background-counts. 


Total count = gfMSt+BMt. * (44) 
Calculated signal = (gf¢MSt+BMt) — BMt=gfMSt. (45) 
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Probable error in calculated signal = [(gfMSt + BMt) + BMt]?/2 


| 


[Mt (efS + 2B)]?/? (46) 
Fractional probable error E = 
[Mt(gfS+2B)]?? (gfS+2B)!7 
gf MSt (Mt)?/? sfS 


When this equation is solved for f, one gets equation (43), 


i (47) 


f 1 141+ St heaM eB)? 
tE? MSg 2 


Specimen-preparation and the prevention of probe-damage: | shall 
not discuss the techniques of polishing, etching, etc. because I know 
very little about them and could only echo the literature. The 
preparation of the surface of hard specimens is discussed in several 
papers dealing with probe studies of bone and teeth [15-19,1]. A 
technique for the infiltration of hard tissues to produce uniform 
density has also been described [19]. 

My own laboratory is mostly concerned with the measurement of 
low elemental concentrations in thin sections. I shall review the 
preparative procedures suitable for such work. 

To measure low concentrations, intense probes are needed. We 
use 0.1-2 wa. A heavy conducting coating must be applied to remove 
heat—we apply 200-500 X of Al to each surface of the thin 
preparation (a total of 400-1,000 R ). Background must be 
minimized, so we mount the sections on thin supports. Nylon film, 
produced in the laboratory by casting on water, has been 
satisfactory. At one time we used underlying EM-type grids, but we 
are better off without the grids, presumably because thermal 
gradients are less severe. The nylon is simply stretched over the 
open ends of 3/8-inch diameter tubes. 

In such preparations probe-damage is not too frequent but it 
sometimes occurs. If the specimen disintegrates or curls up, one 
may try again. A much more insidious effect is the removal of the 
element of interest from an apparently intact specimen. We have 
encountered this only rarely, but one should watch closely as the 
probe impinges on a field or a spot for the first time, to see if the x- 
ray count falls off from its initial value. 
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As indicated earlier, the histologist must always worry about 
artefacts. If histologists prepared their specimens themselves, or 
even watched as their technicians did the job, they would not dare to 
believe that the final product is really like the original tissue. The 
sections are usually mangled, swished, stabbed, and shaken through 
a dozen or so baths of reagents and water. There is obviously a great 
danger of displacement or loss of the interesting components. If it 
can be managed, probe-specimens of soft tissue should be prepared 
simply by quick-freezing the tissue, sectioning while frozen, and 
drying by sublimation with no thawing. The ability to analyze such 
uncompromised material is one of the most important assets of the 
microprobe method. 


II. Summary 


Perhaps I should first summarize what I have nor discussed, 
straightforward probe studies using only well known techniques. 
There is a substantial literature about the foreign stuff which gets 
into bodies (mostly in the lung), about accretions in various organs 
(in the kidney, prominently), and about the distribution of minor 
elements as well as Ca and P in teeth and bone. Such work 1s 
certainly useful, interesting and successful. 

My own bias is towards a wider field of biological processes, both 
healthy and pathological. There is a good future for microprobe 
analysis in this wider field, but only with the help of appropriate 
techniques. In my opinion one must concentrate on thin specimens, 
put them on very thin supports, and develop a special quantitative 
theory for them. My guess is that the most important biological 
probe work will be done on thin specimens in combination EM-MA 
instruments, perhaps with very small spot-sizes and non-diffractive 
x-ray analysis. 
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